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Each sample pack consisted of two known bloodstains and two questioned stains. Participants were asked to analyze

these items using their existing protocols.

SAMPLE PREPARATION: Stains from different sources were prepared at separate times and were packaged once they

were thoroughly dried into separate envelopes.  

SAMPLE PACK ASSEMBLY: One of each item was placed into a pre-labeled sample pack envelope and sealed. The

sealed envelopes were then packaged in pre-labeled heat seal envelopes and sealed. Completed sample packs were

stored at -20°C until shipment.

VERIFICATION: Predistribution results were consistent with each other and the manufacturer’s preparation information.

Consistent allelic results were reported for all STR loci, with YSTR allelic results reported by a single participant.

Manufacturer's Information

Item
Known/ 
Questioned Substrate Body Fluid

Volume 
(Mixture Ratio) Sex Donor Information

1 Known FTA™ Micro Card Blood 75 μL Female Victim

2 Known FTA™ Micro Card Blood 75 μL Male Suspect

3 Questioned Pink Fabric Blood 50 μL Male Additional Male

4 Questioned Green Fabric Blood/ Blood 50 μL (1:1) Female/ Male Victim/Suspect
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Manufacturer's Information, continued

Item
Results compiled from predistribution laboratories and a consensus of at least 10 participants.

D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

*14,16 10,1017,18 7,714,171
8,1317,1814,1712,16 11,1111,11

13,13 28,31.2 15,15 X,X 11,1214,16

22,26.27,109,9 9.3,9.3 11,1119,24
17,18 NM NM NM NM

*13,16 10,11.317,24 11,1315,162
9,1323,2315,1613,14 10,128,12

14.2,15 30,31 15,16 X,Y 10,1115,17

19,26.211,1212,13 6,6 10,1121,24
13,15 10 16 16 2

*17,17.3 10,1017,19 11,1217,183
11,1219,2213,1411,14 11,1211,12

13.2,14 28,32.2 11,16 X,Y 10,1212,15

16,1812,1311,12 6,6 11,1221,23
16,17 11 17 18 2

*13,14,16 10,11.317,18,24 7,11,1314,15,16,174
8,9,1317,18,2314,15,16,1712,13,14,16 10,11,128,11,12

13,14.2,15 28,30,31,31.2 15,16 X,Y 10,11,1214,15,16,17

19,22,26.27,10,11,129,12,13 6,9.3 10,1119,21,24
13,15,17,18 10 16 16 2

Amelogenin and STR Results

YSTR Results
Results compiled from predistribution laboratories and a consensus of at least 10 participants.

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

2

161611 13 1221
27

11
161522101114

14111021301317,181738,40
31 11

41 19

3

181712 10 1223
23

12
171519121215

13131124291311,151435,37
31 11

39 20

4

161611 13 1221
27

11
161522101114

14111021301317,181738,40
31 11

41 19

* Results were not received by a minimum of 10 participants for the loci indicated.
NM - Non-Male profile, YSTR results not expected.
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Manufacturer's Information, continued

Mitochondrial DNA Sequencing Results

 HVR - I HVR - II Item
1 16024-165691-381

2 16024-165691-385

3 16024-1639635-365

 Nucleotide Ranges Tested
Note: The results provided below are based on a population of at least 10 participants. The nucleotide ranges represent 
the range tested by a minimum of 75% of participants. These results may not represent all ranges reported by every 
participant due to the specific ranges sequenced by individual participants. 

Note: The results provided below are based on a population of at least 10 participants. These results may not 
represent all base deviations reported by every participant due to the specific nucleotide ranges sequenced by 
individual participants. 
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Summary Comments
This test was designed to allow participants to assess their proficiency in the analysis and comparison of dried stains by 
means of body fluid screening and/or DNA profiling. Participants were supplied with two "known" bloodstains (Items 1 
and 2) and two "questioned" stains (Items 3 and 4). Item 1 was created using blood from a female donor. Item 2 was 
created using blood from a male donor. Item 3 was created using blood from a male donor whose known standard 
was not provided. Item 4 was created using blood from the female donor used in Item 1 and blood from the male 
donor used in Item 2. Refer to the Manufacturer’s Information for preparation details.

Data were returned by 740 participants.
 
Screening Test Results
Screening results for body fluids were returned by a total of 655 participants. However, not all of these participants 
returned screening results for each fluid type for both questioned items.

For Item 3, all participants reported “Positive” for the presence of blood. For the presence of semen, all but two 
participants reported “Negative.” The remaining participants reported “Positive.” For the presence of saliva, all 
participants reported “Negative.” For Human Origin Screening, all but two participants reported “Positive.” The 
remaining participants reported “Negative.” For Y-Screening, all participants reported “Positive.” 
 
For Item 4, all participants reported “Positive” for the presence of blood. For the presence of semen, all but one 
participant reported “Negative.” The remaining participant reported “Positive.” For the presence of saliva, all 
participants reported “Negative.” For Human Origin Screening, all but two participants reported “Positive.” The 
remaining participants reported “Negative.” For Y-Screening, all participants reported “Positive.” 

DNA Analysis
For STR results, all participants reported consistent results, with the exception of fourteen participants who reported an 
inconsistent result for one or more items.

For YSTR results, all participants reported consistent results, with the exception of one participant. 

DNA Interpretations
Of the 709 participants that returned DNA results, 676 reported DNA interpretations for one or both questioned stains. 
Fifteen participants selected the “No Interpretation” option for each conclusion and eighteen stated the samples were 
analyzed for database purposes only. 

For Item 3, all but one participant excluded the victim (Item 1) as a possible contributor to the stain. The remaining 
participant reported “Inconclusive.” All participants excluded the suspect (Item 2) as a possible contributor to the stain. 

For Item 4, all participants included the victim (Item 1) as a possible contributor to the stain. All but eleven participants 
included the suspect (Item 2) as a contributor to the stain. Of the remaining participants, three excluded the suspect and 
eight reported “Inconclusive.” Several of these participants completed only mitochondrial DNA analysis and stated in 
their Additional Comments that their laboratory does not interpret mixtures.
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Key for Screening Tests Used

Test Abbreviation

Ortho-tolidine O-tol

Acid Phosphatase AP
Kastle Meyer KM
Leucomalachite Green LMG
Microscopic Micro

Phenolphthalein-Tetramethyl benzidine PTMB
Prostate Specific Antigen PSA
Quantiblot QB
Quantifiler QF
Tetramethyl benzidine TMB

Participants were asked to use, where possible, the following chart of abbreviated screening test names. This was not 
an all inclusive list and was not designed to determine what tests should be performed. Participants were advised that 
tests not on this list may be used for screening.
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Indicate the results of any screening tests performed on the questioned stains (Items 3 & 4).

Serology Screening Results

Item 3

TABLE 1a
Blood Screening Results

WebCode
Item 4

23FGHX Pos KM Pos KM

24A64E Pos KM Pos KM

28U69L Pos TMB Pos PHT

293AUX Pos KM Pos KM

29PNBM Pos KM, IR Pos KM. IR

29QG9V Pos KM, HemDirect Pos KM, HemDirect

2A2AZP Pos KM Pos KM

2BDVYQ Pos KM Pos KM

2DXU8U Pos O-tol Pos O-tol

2JJVZR Pos KM Pos KM

2JLU6L Pos LMG Pos LMG

2KG48B Pos Hemastix, HemaTrace Pos Hemastix, HemaTrace

2KVQJX Pos KM Pos KM

2L8JKR Pos KM Pos KM

2P62HK Pos KM, HemaTrace Pos KM, HemaTrace

2PEUK3 Pos LMG Pos LMG

2TBA2C Pos hemastix Pos hemastix

2WQVXQ Pos LMG Pos LMG

2WQWG3 Pos KM Pos KM

36JMJP Pos KM Pos KM

36K8MR Pos KM, LMG, HemaTrace Pos KM, LMG, HemaTrace

383LTD Pos KM Pos KM

38BE2M Pos KM Pos KM

38P23N Pos KM Pos KM

3AEAJ6 Pos KM Pos KM

3B7GGM Pos KM Pos KM

3C2ZHN Pos KM Pos KM

3GA7EU Pos KM Pos KM

3GWHAM Pos KM Pos KM

3LNUYQ Pos KM Pos KM

3MZPM4 Pos KM, TAK Pos KM, TAK
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Item 3

TABLE 1a
Blood Screening Results

WebCode
Item 4

3NQWJL Pos KM Pos KM

3RAVTA Pos OT, HemDirect Pos OT, HemDirect

3RFW7X Pos KM Pos KM

3RQ9FL Pos KM Pos KM

3RTQLX Pos LMG Pos LMG

3RYZH4 Pos KM, HemaTrace Pos KM, HemaTrace

3T96XD Pos KM, HemDirect Pos KM, HemDirect

3VZYYN Pos KM Pos KM

3XGHPK Pos HemaTrace Pos HemaTrace

3YUWDU Pos KM Pos KM

47PAWU Pos PTMB Pos PTMB

4923TG Pos TMB Pos TMB

49U2HF Pos LMG, HemDirect Pos LMG, HemDirect

4D9GBR Pos KM Pos KM

4DDRDQ Pos KM Pos KM

4E7XE3 Pos O-tol Pos O-tol

4EKCWK Pos ABA Heme Pos ABA Heme

4G644F Pos LMG, HemDirect Pos LMG, HemDirect

4JBT7P Pos KM Pos KM

4JH6CG Pos KM, HemaTrace Pos KM, HemaTrace

4JJG3B Pos KM, HemDirect Pos KM, HemDirect

4LLCLE Pos KM Pos KM

4MWJKZ Pos LMG Pos LMG

4NTW8T Pos KM, Hemdirect Pos KM, Hemdirect

4P6JXU Pos Hexagon OBTI Pos Hexagon OBTI

4QWLHN Pos KM Pos KM

4VB47K Pos KM Pos KM

4VC6PX Pos P/TMB, HemDirect Pos P/TMB, HemDirect

4WHGG8 Pos LMG, HemaTrace Pos LMG, HemaTrace

62UZ2L Pos KM Pos KM

66WC2F Pos KM, HemaTrace Pos KM, HemaTrace

68E7AT Pos HemaTrace Pos HemaTrace

699T7Q Pos KM Pos KM

(8)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

Item 3

TABLE 1a
Blood Screening Results

WebCode
Item 4

6BAXGP Pos LMG Pos LMG

6CUCCU Pos KM Pos KM

6GK3HP Pos O-tol, HemaTrace Pos O-tol

6MEUUT Pos KM Pos KM

6MNTYA Pos KM, HemaTrace Pos KM, HemaTrace

6MRH2L Pos KM Pos KM

6MVZ7C Pos LMG, RSID-Blood Pos LMG, RSID-Blood

6NMRHH Pos KM, HemaTrace Pos KM, HemaTrace

6RNTML Pos KM Pos KM

6VTG84 Pos KM Pos KM

6WJN6K Pos KM Pos KM

6XTXTC Pos LMG Pos LMG

6ZLQ22 Pos KM Pos KM

74DE2F Pos KM, HemaTrace Pos KM, HemaTrace

74GRTH Pos TMB Pos TMB

74HJQQ Pos KM Pos KM

74JECG Pos KM Pos KM

76AH6N Pos PTMB, HemaTrace Pos PTMB, HemaTrace

78DPWF Pos KM, HemaTrace Pos KM, HemaTrace

7C96WN Pos PTMB Pos PTMB

7CA4QW Pos TMB, Takyama-Micro Pos TMB, Takyama-Micro

7D4Y8D Pos KM, HemaTrace Pos KM, HemaTrace

7EGEUM Pos O-tol Pos O-tol

7EZ4BM Pos PTMB Pos PTMB

7F9KYK Pos KM Pos KM

7HJD4K Pos HemDirect Pos HemDirect

7KZWUG Pos KM, HemaTrace Pos KM, HemaTrace

7LXX3T Pos KM Pos KM

7N2QYD Pos IR, TMB Pos IR, TMB

7NWFWE Pos KM Pos KM

7PTYXF Pos KM, HemaTrace Pos KM, HemaTrace

7R4LRN Pos PTMB, Bluestar OBTI Pos PTMB, Bluestar OBTI

7V26UM Pos O-tol Pos O-tol
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Item 3

TABLE 1a
Blood Screening Results

WebCode
Item 4

7VD2W7 Pos Hemastix, HemaTrace Pos Hemastix, HemaTrace

7W29FB Pos KM, Hemdirect Pos KM, Hemdirect

7WWMVN Pos KM Pos KM

7XNWPP Pos Hemastix Pos Hemastix

7XT3GL Pos KM Pos KM

84CPMB Pos KM Pos KM

84WHDM Pos KM Pos KM

896W4X Pos KM Pos KM

89L29P Pos KM Pos KM

8AD3CR Pos KM Pos KM

8AFXPW Pos LMG Pos LMG

8AYL8R Pos KM Pos KM

8E83GF Pos TMB Pos KM

8H86HA Pos KM, HemaTrace Pos KM, HemaTrace

8J2VL4 Pos ALS, LMG, ABA HemaTrace Pos ALS, LMG, ABA HemaTrace

8P9D6Q Pos PTMB Pos PTMB

8RFQTJ Pos TMB Pos TMB

8T8TDD Pos KM, HemaTrace Pos KM, HemaTrace

8TAMTD Pos LMG, HemDirect Pos LMG, HemDirect

8UM4GC Pos KM, HemaTrace Pos KM, HemaTrace

8UPQUJ Pos KM Pos KM

8XLEDC Pos KM, HEM Pos KM, HEM

8YGXED Pos KM Pos KM

96WWAQ Pos HemaTrace Pos HemaTrace

9ABW7H Pos KM Pos KM

9ADEB9 Pos LMG Pos LMG

9B77ME Pos KM, HemaTrace Pos KM, HemaTrace

9CHARQ Pos KM, rtPCR Pos KM, rtPCR

9HA4HX Pos KM Pos KM

9HMWWD Pos TMB Pos TMB

9J6N8H Pos TMB, Infrared Camera Pos TMB, Infrared Camera

9JNPUK Pos PTMB Pos PTMB

9JYL8C Pos LMG; HemDirect Pos LMG; HemDirect
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Item 3

TABLE 1a
Blood Screening Results

WebCode
Item 4

9P3PVP Pos KM Pos KM

9RUM83 Pos LMG, HemaTrace Pos LMG, HemaTrace

9UH26D Pos KM Pos KM

9UJXF9 Pos KM Pos KM

9W7JZJ Pos KM Pos KM

9XGGFL Pos PTMB, HemaTrace Pos PTMB, HemaTrace

9YT8BJ Pos KM Pos KM

9ZMZ6G Pos KM, HemaTrace Pos KM, HemaTrace

A2JHFJ Pos KM, HB Pos KM, HB

A43GML Pos O-tol Pos O-tol

A77KMM Pos HemaTrace Pos HemaTrace

A8GJ6B Pos KM Pos KM

A8KWWD Pos TMB Pos TMB

A8LU8A Pos KM, HemaTrace Pos KM, HemaTrace

A8PDWX Pos Kastle Meyer, HemaTrace Pos Kastle Meyer, HemaTrace

A9VPML Pos KM Pos KM

A9ZB79 Pos KM, HemDirect Pos KM, HemDirect

A9ZZPK Pos KM Pos KM

AA6UZB Pos LMG, HemaTrace Pos LMG, HemaTrace

AACVBC Pos TMB Pos TMB

AADM9K Pos PTMB Pos PTMB

ABMQQP Pos KM Pos KM

ADBD7J Pos KM Pos KM

AGRKQC Pos KM Pos KM

AJ39G4 Pos KM, HemDirect Pos KM, HemDirect

AKMJRN Pos HemaTrace Pos HemaTrace

AQFFLL Pos KM Pos KM

AT3ZQP Pos KM Pos KM

AUD6XL Pos KM/TMB Pos KM/TMB

AXBKBF Pos KM, HemaTrace Pos KM, HemaTrace

AXE4E7 Pos KM Pos KM

AXYRPE Pos IR, PHT Pos IR, PHT

AYRJ2K Pos PTMB Pos PTMB
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Item 3

TABLE 1a
Blood Screening Results

WebCode
Item 4

B2DRFE Pos KM Pos KM

B2R2NE Pos KM Pos KM

B2WHMD Pos ABA Heme Pos ABA Heme

B3K2J6 Pos KM, HemaTrace Pos KM, HemaTrace

B4K648 Pos KM, HemaTrace Pos KM, HemaTrace

B7NRT6 Pos Kastle Meyer Pos Kastle Meyer

BC2EZG Pos KM Pos KM

BCW99K Pos O-tol Pos O-tol

BD9WU7 Pos KM Pos KM

BDJUUG Pos KM Pos KM

BFVK4K Pos O-tol Pos O-tol

BFZQVG Pos KM Pos KM

BHG9LC Pos KM, HemaTrace Pos KM, HemaTrace

BJGAHW Pos KM Pos KM

BJY744 Pos KM Pos KM

BK4YUW Pos KM Pos KM

BKLUEJ Pos KM Pos KM

BR73N2 Pos KM, HemDirect Pos KM, HemDirect

BVN6V7 Pos KM, Hemdirect Pos KM, Hemdirect

BWK9GA Pos KM, HemaTrace Pos KM, HemaTrace

BWVGGN Pos KM Pos KM

BXTVXF Pos KM Pos KM

BY3WPF Pos KM, HemaTrace Pos KM, HemaTrace

BYP9K9 Pos KM, HemDirect Pos KM, HemDirect

C3GWKL Pos KM, HemaTrace Pos KM, HemaTrace

C4VF76 Pos LMG Pos LMG

C4WYLT Pos LMG Pos LMG

C8QA47 Pos KM, HemaTrace Pos KM, HemaTrace

CBT47G Pos KM Pos KM

CD37Y8 Pos IR, TMB Pos IR, TMB

CG3CJ6 Pos KM Pos KM

CJPZUJ Pos Hemastix Pos Hemastix

CJRC6V Pos KM Pos KM
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Item 3

TABLE 1a
Blood Screening Results

WebCode
Item 4

CLHR7Q Pos TMB, Takayama Pos TMB, Takayama

CRFBDM Pos HemaTrace Pos HemaTrace

CTQDZL Pos HemaTrace Pos HemaTrace

CV9TN9 Pos KM, HemaTrace Pos KM, HemaTrace

CVJBMK Pos KM Pos KM

CVXTBX Pos LMG Pos LMG

CXNVD7 Pos KM, HemDirect Pos KM, HemDirect

CZUCEH Pos O-tol Pos O-tol

D3FCGJ Pos HSTX Pos HSTX

D3XFUB Pos IR, TMB Pos IR, TMB

D48E2D Pos KM, HemaTrace Pos KM, HemaTrace

D8VQ36 Pos LMG Pos LMG

DBU3X4 Pos KM, HemaTrace Pos KM, HemaTrace

DGUNNJ Pos KM Pos KM

DKZ3FH Pos Hemastix Pos Hemastix

DMMN3E Pos KM Pos KM

DPAFXG Pos O-tol, HemaTrace Pos O-tol, HemaTrace

DPELPD Pos TMB Pos TMB

DPQNWJ Pos HemaTrace Pos HemaTrace

DRTM9X Pos Hemastix, HemaTrace Pos Hemastix, HemaTrace

DTAKXG Pos PTMB Pos PTMB

DU7UYK Pos KM, HemaTrace Pos KM, HemaTrace

DUJNCZ Pos HEMASTIX Pos HEMASTIX

DUL7JC Pos KM Pos KM

DUPNPM Pos LMG Pos LMG

DW78FJ Pos KM, TMB Pos KM, TMB

DX2QGK Pos HemaTrace Pos HemaTrace

DZVD9F Pos PTMB Pos PTMB

E2HM98 Pos KM, HemaTrace Pos KM, HemaTrace

E7HK9Z Pos KM, Hemdirect Pos KM, Hemdirect

E8RPK4 Pos KM, Hemdirect Pos KM, Hemdirect

E9HM44 Pos RPT, HemaTrace Pos RPT, HemaTrace

EFJY47 Pos KM Pos KM

(13)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

Item 3

TABLE 1a
Blood Screening Results

WebCode
Item 4

EFYDCG Pos O-tol, HemaTrace Pos O-tol

EK29HX Pos KM Pos KM

EKB4XB Pos KM Pos KM

EL44T2 Pos KM, HemaTrace Pos KM, HemaTrace

EP8YK4 Pos KM, HEM Pos KM, HEM

EPV664 Pos KM Pos KM

EQYXNG Pos LMG, HemaTrace Pos LMG, HemaTrace

EU3TH6 Pos KM Pos KM

EU4E87 Pos KM, HemaTrace Pos KM, HemaTrace

EWAVMP Pos Hemastix, Takayama Pos Hemastix, Takayama

EWCMJC Pos TMB Pos TMB

EX4Q47 Pos KM, HemaTrace Pos KM, HemaTrace

EXD2EF Pos KM Pos KM

EXY968 Pos KM Pos KM

EZQFBP Pos LMG Pos LMG

F23CJF Pos PTMB, HemaTrace Pos PTMB, HemaTrace

F2EDYM Pos KM, HemaTrace Pos KM, HemaTrace

F2W7T6 Pos KM Pos KM

F6E9XP Pos KM, TMB Pos KM, TMB

F6Y4M7 Pos TMB Pos TMB

F6ZVKE Pos PTMB Pos PTMB

F9Z4PN Pos LMG Pos LMG

FAA93C Pos PTMB Pos PTMB

FARCM7 Pos KM, HemaTrace Pos KM, HemaTrace

FGQRFK Pos LMG Pos LMG

FH2MTC Pos KM Pos KM

FH3FPY Pos KM, HemaTrace Pos KM, HemaTrace

FKE2R8 Pos LMG Pos LMG

FKRTH3 Pos KM, HemaTrace Pos KM, HemaTrace

FMJUL6 Pos TMB Pos TMB

FP7RC4 Pos KM, HemaTrace Pos KM, HemaTrace

FRQDN6 Pos KM Pos KM

FTLVQ7 Pos KM Pos KM
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Item 3

TABLE 1a
Blood Screening Results

WebCode
Item 4

FVRDWN Pos O-tol, Seratec HemDirect Pos O-tol, Seratec HemDirect

FZX9AW Pos KM Pos KM

G38CZR Pos LMG Pos LMG

G744RB Pos KM Pos KM

G7NQFL Pos TMB, Micro Pos TMB, Micro

G7QJC9 Pos TMB Pos TMB

G8NPX9 Pos KM Pos KM

G8X29H Pos LMG Pos LMG

G9C3GC Pos KM Pos KM

GD8YZB Pos KM Pos KM

GFDZ43 Pos KM, HemaTrace Pos KM, HemaTrace

GG8BWB Pos KM Pos KM

GGMLEG Pos KM Pos KM

GGNF6A Pos KM, HemaTrace Pos KM, HemaTrace

GHJXHW Pos KM Pos KM

GMXK7A Pos KM Pos KM

GP32MD Pos PTMB Pos PTMB

GQVE86 Pos KM, HemaTrace Pos KM, HemaTrace

GQXQR8 Pos KM, TMB Pos KM, TMB

GR9TD7 Pos LMG Pos LMG

GTHV2P Pos ALS, O-tol, PPTH, HemDirect Pos ALS, O-tol, PPTH, HemDirect

GUCGW3 Pos KM, Hem Pos KM, Hem

GXDMC8 Pos KM Pos KM

GXQ2VB Pos KM Pos KM

GYMQTC Pos KM Pos KM

GZ22WB Pos KM, HemaTrace Pos KM, HemaTrace

H2MAEB Pos KM Pos KM

H32EDA Pos KM Test Pos KM Test

H4YWZW Pos KM Pos KM

H6LF7A Pos RSID-Blood Pos RSID-Blood

H7MA49 Pos TMB Pos TMB

H9TY3B Pos PTMB Pos PTMB

HBCXAD Pos Hemastix Pos Hemastix
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HBDJYE Pos KM, TMB Pos KM, TMB

HBWC4H Pos LMG Pos LMG

HCF9KP Pos KM Pos KM

HEDVUE Pos KM, TMB Pos KM, TMB

HEXMR7 Pos ABA Heme Pos ABA Heme

HHEW23 Pos LMG, HemDirect Pos LMG, HemDirect

HHRRZF Pos HemaTrace Pos HemaTrace

HJKEXD Pos KM, Pos KM

HKGWYE Pos KM Pos KM

HKZQLB Pos KM Pos KM

HL36LP Pos KM Pos KM

HM8X3H Pos KM Pos KM

HRH2V6 Pos KM, HemaTrace Pos KM, HemaTrace

HWBDKA Pos KM Pos KM

HWDNVK Pos TMB, Micro Pos TMB, Micro

HWT6VE Pos KM, TMB Pos KM, TMB

HYMUEZ Pos KM Pos KM

HZZL6W Pos KM Pos KM

J29VWU Pos KM Pos KM

J2XM8D Pos HemaTrace Pos HemaTrace

J4DNML Pos KM Pos KM

J644LV Pos Kastle Meyer (KM) test Pos Kastle Mayer (KM) test

J87L3C Pos LMG Pos LMG

J8DU7X Pos KM Pos KM

JA4UQN Pos KM Pos KM

JAZHFD Pos Hemastix Pos Hemastix

JBRKZ8 Pos KM, HemaTrace Pos KM, HemaTrace

JBRQEF Pos KM Pos KM

JCQH3N Pos KM, HemaTrace Pos KM, HemaTrace

JDGPZ7 Pos KM Pos KM

JF7Y62 Pos LMG, HemDirect Pos LMG, HemDirect

JFKRGU Pos hemastix/Obti Pos hemastix/Obti

JFN232 Pos IR, TMB Pos IR, TMB
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JFQTUH Pos LMG Pos LMG

JG2UFF Pos LMG Pos LMG

JHUGDD Pos KM Pos KM

JL7H6B Pos O-tol Pos O-tol

JMLWE7 Pos KM Pos KM

JQ2GDE Pos HemaTrace Pos HemaTrace

JQL7P8 Pos LMG Pos LMG

JTQLCD Pos KM Pos KM

JZE8CD Pos KM, Hemdirect Pos KM, Hemdirect

K4L9JZ Pos LMG, HemDirect Pos LMG, HemDirect

K8KPUA Pos KM Pos KM

KAGYB7 Pos KASTLEMEYER Pos KASTLEMEYER

KBLLNB Pos O-tol Pos O-tol

KBQ4L9 Pos PH, IR Pos PH, IR

KBQRF7 Pos HemDirect Pos HemDirect

KC2XAL Pos O-tol, HD Pos O-tol, HD

KFMJJW Pos KM, Hemdirect Pos KM, Hemdirect

KGB448 Pos KM Pos KM

KGB7MJ Pos KM, Hemastix Pos KM, Hemastix

KGT287 Pos KM Pos KM

KGVU3T Pos H-stix Pos H-stix

KH7T29 Pos KM Pos KM

KKB8XE Pos KM Pos KM

KKDZU2 Pos LMG Pos LMG

KKGHUL Pos KM Pos KM

KL68KR Pos O-tol Pos O-tol

KMHLL9 Pos PTMB Pos PTMB

KNEY9Z Pos KM Pos KM

KPBY6Y Pos KM, HemaTrace Pos KM, HemaTrace

KQGVMA Pos KM Pos KM

KQJQW8 Pos KM Pos KM

KVAZC8 Pos KM Pos KM

KVFFEZ Pos TMB Pos TMB
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KX6KEY Pos TMB(Hemastix); HemaTrace Pos TMB(Hemastix); HemaTrace

KYB44U Pos KM, HemaTrace Pos KM, HemaTrace

L2G2W2 Pos ABA Heme Pos ABA Heme

L3RPB8 Pos KM Pos KM

L43Q9R Pos KM, HemDirect Pos KM, HemDirect

L6HXQ3 Pos TMB, Infrared Pos TMB, Infrared

L7DFR4 Pos TMB Pos TMB

L9ADRV Pos LMG Pos LMG

L9C3U8 Pos KM Pos KM

LARB82 Pos TMB Pos PHT

LAU37A Pos O-tol Pos O-tol

LCGF8Z Pos (IR) Light, Luminol, KM Pos (IR) Light, Luminol, KM

LCU6YR Pos ABAcard® HemaTrace Pos ABAcard® HemaTrace

LCZ7CE Pos PT Pos PT

LDDTUT Pos KM, HemDirect Pos KM, HemDirect

LJYVV4 Pos TMB Pos TMB

LKFZFM Pos LMG Pos

LMX7Q4 Pos TMB Pos TMB

LTK4AY Pos KM Pos KM

LTPECX Pos KM, HemaTrace Pos KM, HemaTrace

LV8QUZ Pos KM Pos KM

LWKARB Pos KM Pos KM

LY8VE8 Pos O-tol, Seratec HemDirect Pos O-tol, Seratec HemDirect

M46HZ9 Pos PTMB, HemaTrace Pos PTMB, HemaTrace

M7RFBK Pos KM Pos KM

M82A7K Pos O-tol, PHTH, HemDirect Pos O-tol, PHTH, HemDirect

MBZUL4 Pos KM Pos KM

MD77R6 Pos PTMB Pos PTMB

MDQ33K Pos KM Pos KM

MEDGF9 Pos KM Pos KM

MJDWWW Pos KM, Seratec Pos KM, Seratec

MLXKH6 Pos KM Pos KM

MMT3K7 Pos LMG, RSID Blood Pos LMG, RSID Blood
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MQC4W6 Pos KM, Hemdirect Pos KM, Hemdirect

MQRMG3 Pos TMB Pos TMB

MQW3RH Pos LMG Pos LMG

MR48GY Pos KM Pos KM

MR9NFX Pos KM Pos KM

MTZVN2 Pos KM Pos KM

MVN986 Pos KM, HemaTrace Pos KM, HemaTrace

MWKMVX Pos TMB Pos TMB

MWLET7 Pos TMB, KM Pos ALS, TMB, KM

MXE9TV Pos KM Pos KM

N3HQ4T Pos KM Pos KM

N3K9F7 Pos KM Pos KM

N4XZ72 Pos KM Pos KM

N6N4Z9 Pos HSTX Pos HSTX

N7JTXB Pos KM Pos KM

N8CT78 Pos KM, Hemdirect Pos KM, Hemdirect

N8TU44 Pos LMG Pos LMG

N8UVMF Pos KM Pos KM

N8XB32 Pos KM Pos KM

NAKN7D Pos PTMB, HemDirect Pos PTMB, HemDirect

NF48W8 Pos LMG Pos LMG

NHZLH4 Pos PTMB Pos PTMB

NM87B3 Pos KM Pos KM

NNL36V Pos KM, HemaTrace Pos KM, HemaTrace

NPDK43 Pos KM Pos KM

NTH4CW Pos KM, HemDirect Pos KM, HemDirect

NTZW7E Pos Hemastix, Takayama Pos Hemastix, Takayama

NUUV9J Pos KM Pos KM

NWC3KZ Pos TMB Pos TMB

NWEP4Y Pos KM Pos KM

NZ2A93 Pos KM Pos KM

NZFMKT Pos LMG Pos LMG

P2949Z Pos Hemastix Pos Hemastix
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P2N69G Pos KM Pos KM

P3KN9W Pos LMG Pos LMG

P88PWN Pos KM, HemaTrace Pos KM, HemaTrace

P8BXHV Pos IR, TMB Pos IR, TMB

P8DPAC Pos LMG Pos LMG

P97MFW Pos KM Pos KM

PAU9Z8 Pos HemaTrace Pos HemaTrace

PB8X66 Pos KM Pos KM

PBC984 Pos KM Pos KM

PC8QA6 Pos KM Pos KM

PECC7H Pos O-tol, HemDirect Pos O-tol, HemDirect

PETHBA Pos KM Pos KM

PF9TFU Pos KM, HemaTrace Pos KM, HemaTrace

PJ4LCA Pos LMG, HemaTrace Pos LMG, HemaTrace

PKWLYM Pos Hemastix, HemaTrace Pos Hemastix, HemaTrace

PN2ZYY Pos IR, PHT Pos IR, PHT

PN4NHX Pos KM Pos KM

PXN2E9 Pos KM Pos KM

PXPUDG Pos KM Pos KM

Q23XF4 Pos O-tol Pos O-tol

Q49Q7W Pos KM, HemaTrace Pos KM, HemaTrace

Q62AFB Pos LMG Pos LMG

Q6JFK3 Pos KM Pos KM

Q6VA3N Pos LMG Pos LMG

Q8C8UR Pos KM, HemDirect Pos KM, HemDirect

Q9HT77 Pos HemaTrace, ABAcard Pos HemaTrace, ABAcard

Q9L9MD Pos O-tol, Seratec HemDirect Pos O-tol, Seratec HemDirect

Q9LGJ4 Pos PTMB & HemaTrace Pos PTMB & HemaTrace

QBMGP3 Pos KM Pos KM

QCXEYD Pos KM. TMB Pos KM, TMB

QDCKHA Pos KM + qt-PCR Pos KM + qt-PCR

QJGMJ4 Pos O-tol Pos O-tol

QKYHFX Pos KM Pos KM
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QM2FP6 Pos O-tol Pos O-tol

QMWAYU Pos KM Pos KM

QPTE34 Pos PTMB Pos PTMB

QQPRQV Pos (IR) Light, Luminol, KM Pos (IR) Light, Luminol, KM

QTCL9H Pos LMG Pos LMG

QULG9N Pos KM Pos KM

QUP3LV Pos KM Pos KM

QVDTC3 Pos KM Pos KM, HemaTrace

QX4VCN Pos KM Pos KM

QXZDEP Pos KM Pos KM

QYGAZX Pos TMB Pos PHT

QYGCP3 Pos KM & HemDirect Pos KM & HemDirect

QZR8FZ Pos HemDirect Pos HemDirect

R2E69Y Pos KM Pos KM

R2TQH2 Pos O-tol Pos O-tol

R6HVGZ Pos KM Pos KM

R7TNKE Pos KM Pos KM

R8GDBL Pos KM Pos KM

R8MEN9 Pos KM Pos KM

RAMX27 Pos KM Pos KM

RB423D Pos LMG Pos LMG

RB42ZR Pos IR, TMB Pos IR, TMB

RCDXLW Pos ABA HemaTrace Pos ABA HemaTrace

RCU9YV Pos KM, HemaTrace Pos KM, HemaTrace

RE6YEQ Pos KM, HEM Pos KM, HEM

RKTWV2 Pos KM Pos KM

RL4HMN Pos KM Pos KM

RP24AK Pos LMG Pos LMG

RP86M8 Pos KM Pos KM

RRE7MR Pos KM, HemaTrace Pos KM, HemaTrace

RVDU9L Pos KM Pos KM

RVQNDZ Pos LMG, RSID Blood Pos LMG, RSID Blood

RXHJBU Pos Hemastix, HemaTrace Pos Hemastix, HemaTrace
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RY76V6 Pos PTMB Pos PTMB

RYPYKL Pos KM Pos KM

T3NK7W Pos TMB Pos TMB

T3TYGC Pos LMG Pos LMG

T4J8DU Pos KM, HemaTrace Pos KM, HemaTrace

T839RF Pos KM Pos KM

T8CH3Y Pos KM, RSID Pos KM, RSID

TAPTCP Pos KM, HemaTrace Pos KM, HemaTrace

TELDHU Pos KM Pos KM

THHAY9 Pos PTMB, HemDirect Pos PTMB, HemDirect

TJG8FV Pos KM Pos KM

TMBBY2 Pos O-tol Pos O-tol

TMQGER Pos LMG, HD Pos LMG, HD

TQRHHV Pos ABAcard Pos ABAcard

TR8V9D Pos KM Pos KM

TRL9LN Pos LMG Pos LMG

TTF2FL Pos KM, HemaTrace Pos KM, HemaTrace

TTLAME Pos KM Pos KM

TUV8A4 Pos TMB Pos TMB

TV4GXU Pos TMB Pos TMB

TV6AW3 Pos TMB, HemaTrace Pos TMB, HemaTrace

TYTLXT Pos IR, Luminol, KM Pos IR, Luminol, KM

TZZNGQ Pos KM, HemaTrace Pos KM, HemaTrace

U67EQ3 Pos ABAcard HemaTrace Pos ABAcard HemaTrace

U6TPZW Pos KM Pos KM

UALKT4 Pos KM, HemaTrace Pos KM, HemaTrace

UCMLVM Pos KM Pos KM

UEU7G2 Pos KM Pos KM

UFPFXX Pos KM, HemaTrace Pos KM, HemaTrace

UG363V Pos TMB Pos TMB

UHU8MQ Pos KM, HemaTrace Pos KM, HemaTrace

ULDFYW Pos KM Pos KM

ULYRZQ Pos KM, SeraTec HemDirect Pos KM, SeraTec HemDirect
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UNLCKZ Pos O-tol Pos O-tol

UR6KTZ Pos PTMB, HemaTrace Pos PTMB

UTWJ7Y Pos PTMB Pos PTMB

UU8CUL Pos KM Pos KM

UV3VWM Pos LMG Pos LMG

UWFHE2 Pos Hemastix Pos Hemastix

UY44ZX Pos KM Pos KM

UYLZG4 Pos KM Pos KM

UZFME2 Pos PTMB, HemaTrace Pos PTMB, HemaTrace

V24N8U Pos KM Pos KM

V62CKV Pos KM, HemaTrace Pos KM, HemaTrace

V66T23 Pos Phenolphthalein Pos Phenolphthalein

V7U6DT Pos HemaTrace Pos HemaTrace

V7YALC Pos KM, HemaTrace Pos KM, HemaTrace

V8B44X Pos PTMB Pos PTMB

V8QGJU Pos KM Pos KM

VCHNXW Pos KM, HemaTrace Pos KM, HemaTrace

VETLDY Pos KM Pos KM

VGEBVQ Pos KM Pos KM

VGHNMT Pos TMB Pos TMB

VGY4CU Pos KM, HemaTrace Pos KM, HemaTrace

VJ96HM Pos KM Pos KM

VJQVUR Pos KM Pos KM

VP9H86 Pos KM Pos KM

VRZE3P Pos KM Pos KM

VVKBXV Pos TMB Pos TMB

VVXZN2 Pos KM Pos KM

VXJKT6 Pos KM Pos KM

VXQTYC Pos KM Pos KM

W2XRFV Pos KM Pos KM

W3AE7W Pos KM Pos KM

W4PLH7 Pos TMB Pos TMB

W6JA3M Pos KM, HemaTrace Pos KM, HemaTrace
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W6LH7M Pos KM, HemaTrace Pos KM, HemaTrace

W7ZLKR Pos KM Pos KM

W8PXFR Pos TMB Pos TMB

W8QMNU Pos KM Pos KM

W9LT2M Pos KM, HemaTrace Pos KM, HemaTrace

WC6DVB Pos KM Pos KM

WDVTW7 Pos KM, HemaTrace Pos KM, HemaTrace

WFER7U Pos KM Pos KM

WHQFWL Pos KM Pos KM

WL2GNJ Pos KM Pos KM

WNCDJN Pos TMB, IR Pos TMB, IR

WPPURV Pos KM Pos KM

WRBNEM Pos IR, TMB Pos IR, TMB

WX6QG3 Pos KM Pos KM

WXV23N Pos O-tol, Seratec HemDirect Pos O-tol, Seratec HemDirect

X2CKLX Pos KM Pos KM

X2XYCV Pos KM Pos KM

X44LPZ Pos KM Pos KM

XAFDBK Pos KM Pos KM

XARC49 Pos KM, HemaTrace Pos KM, HemaTrace

XB3YVV Pos KM Pos KM

XDTD7Q Pos KM Pos KM

XFGRQU Pos KM Pos KM

XH4DGW Pos O-tol Pos O-tol

XJGZWQ Pos TMB Pos KM

XLJULU Pos KM, RSID Pos KM, RSID

XN94XG Pos KM, HemaTrace Pos KM, HemaTrace

XTGMXV Pos O-tol Pos O-tol

XVU4HN Pos TMB Pos TMB

XVU4K9 Pos KM Pos KM

XWNPFL Pos Hemastix (TMB), HemaTrace Pos Hemastix (TMB), HemaTrace

XXXP4E Pos KM Pos KM

XY4CEY Pos KM, TMB Pos KM, TMB
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Y6DWBW Pos PTMB, RSID Pos PTMB, RSID

Y6YBXN Pos LMG Pos LMG

Y9PY4T Pos HemaTrace Pos HemaTrace

YAD2AA Pos LMG Pos LMG

YAKG6U Pos KM Pos KM

YBGR3H Pos LMG Pos LMG

YBHK2Q Pos KM Pos KM

YCQ4ET Pos KM, HemDirect Pos KM, HemDirect

YCUFP4 Pos PTMB, HemDirect Pos PTMB, HemDirect

YEYXR7 Pos Pos

YFQ7PN Pos KM, HT Pos KM, HT

YFUNVY Pos KM Pos KM

YKK8NG Pos KM Pos KM

YMAHTG Pos KM Pos KM

YMU2XN Pos Hemastix, HemaTrace Pos Hemastix, HemaTrace

YNHQNU Pos Combur Pos Combur

YNQEKF Pos KM Pos KM

YTX4MW Pos LMG Pos LMG

YU9VNQ Pos KM Pos KM

YV2WJF Pos KM, HemaTrace Pos KM, HemaTrace

YWJNQ6 Pos LMG Pos LMG

YXF8T7 Pos LMG Pos LMG

YY82RW Pos PTMB, HemaTrace Pos PTMB, HemaTrace

YYNFLY Pos KM, Visual, ALS Pos KM, Visual, ALS

Z4LJJK Pos KM, HemaTrace Pos KM, HemaTrace

Z4XWPL Pos TMB Pos TMB

Z6CJ4U Pos PTMB Pos PTMB

Z97C8W Pos KM Pos KM

Z9A348 Pos KM Pos KM

ZD3ZYP Pos TMB, Takayama Pos TMB, Takayama

ZDLNGK Pos KM, HemaTrace Pos KM, HemaTrace

ZDPBTR Pos KM Pos KM

ZGFZHA Pos LMG, HemaTrace Pos LMG, HemaTrace
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ZJ73LC Pos KM Pos KM

ZKF3QJ Pos KM, HemaTrace Pos KM, HemaTrace

ZKM6KX Pos LMG, HemaTrace Pos LMG, HemaTrace

ZPX3DR Pos KM Pos KM

ZRGAEY Pos LMG Pos LMG

ZRKQNR Pos KM, HemaTrace Pos KM, HemaTrace

ZUPHMJ Pos KM, HemDirect Pos KM, HemDirect

ZV4PBL Pos KM, Luminol Pos KM, Luminol

ZVXT6V Pos KM, TMB Pos KM, TMB

ZZEWHT Pos HemaTrace Pos HemaTrace

Table 1a: Serology Screening Response Summary - Blood Participants: 635

0

0

635

Item 4Item 3

Inconclusive 0

Negative 0

Positive 635

This summary table excludes the count of participants who did not report or reported “Not Tested” for Item 3 and/or Item 4. Therefore, participant 
total may not align with totals shown below. 
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TABLE 1b
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WebCode
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28U69L ALS, APNeg Neg ALS, AP

29PNBM ALS, APNeg Neg ALS, AP

29QG9V APNeg Neg AP

2A2AZP ALS, APNeg Neg ALS, AP

2AE4CH AP, Micro, PSANeg Neg AP, Micro, PSA

2JLU6L ALS, APNeg Neg ALS, AP

2KG48B APNeg Neg AP

2L8JKR ALS, APNeg Neg ALS, AP

2WQVXQ APNeg Neg AP

38P23N AP, ALSNeg Neg AP, ALS

3B7GGM ALS, APNeg Neg ALS, AP

3C2ZHN ALS, APNeg Neg ALS, AP

3NQWJL ALS, APNeg Neg ALS, AP

3RAVTA AP, PSANeg Neg AP, PSA

3RQ9FL ALS, APNeg Neg ALS, AP

3RTQLX APNeg Neg AP

47PAWU ALSNeg Neg ALS

49U2HF AP, Micro, PSANeg Neg AP, Micro, PSA

4E7XE3 AP, Micro, PSANeg Neg AP, Micro, PSA

4EKCWK RSIDNeg Neg RSID

4G644F AP, Micro, PSANeg Neg AP, Micro, PSA

4JH6CG AP, PSA, MicroNeg Neg AP, PSA, Micro

4JJG3B APNeg Neg AP

4QWLHN AP, Micro, p30Neg Neg AP, Micro, p30

4RQEBM PSANeg Neg PSA

4WHGG8 AP, PSA, MicroNeg Neg AP, PSA, Micro

66WC2F AP, PSA, MicroNeg Neg AP, PSA, Micro

68E7AT ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

699T7Q ALS, PSANeg Neg ALS, PSA

6MEUUT APNeg Neg AP

6NMRHH PSANeg Neg PSA

6WJN6K ALS, APNeg Neg ALS, AP
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6XTXTC PSANeg Neg PSA

74GRTH ALS, APNeg Neg ALS, AP

74HJQQ APNeg Neg AP

76AH6N AP, p30Neg Neg AP, p30

78DPWF APNeg Neg AP

7D4Y8D APNeg Neg AP

7HJD4K PSANeg Neg PSA

7N2QYD ALS, APNeg Neg ALS, AP

7R4LRN PSANeg Neg PSA

7W29FB APNeg Neg AP

896W4X AP, PSA, MicroNeg Neg AP, PSA, Micro

8E83GF AP, ALS, PSA, MicroNeg Neg AP, ALS, PSA, Micro

8P9D6Q APNeg Neg AP

8RFQTJ ALS, APNeg Neg ALS, AP

8T8TDD APNeg Neg AP

8TAMTD AP, Micro, PSANeg Neg AP, Micro, PSA

8UM4GC AP, Micro, RSID SgNeg Neg AP, Micro, RSID Sg

8XLEDC AP, Micro, RSIDNeg Neg AP, Micro, RSID

96WWAQ ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

9ADEB9 PSANeg Neg PSA

9HA4HX AP, MicroscopyNeg Neg AP, Microscopy

9HMWWD ALS, APNeg Neg ALS, AP

9J6N8H AP, ALSNeg Neg AP, ALS

9JNPUK APNeg Neg AP

9JYL8C AP; PSA; MicroNeg Neg AP; PSA; Micro

9UH26D ALS, AP, MicroNeg Neg ALS, AP, Micro

9XGGFL ALS, APNeg Neg ALS, AP, PSA

9ZMZ6G PSA, MicroNeg Neg PSA, Micro

A2JHFJ APNeg Neg AP

A8KWWD ALS, AP, MicroNeg Neg ALS, AP, Micro

A9VPML PSANeg Neg PSA

A9ZB79 AP, Micro, RSIDNeg Neg AP, Micro, RSID

A9ZZPK AP, PSANeg Neg AP, PSA, ALS

AA6UZB AP, PSANeg Neg AP, PSA
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AACVBC ALS, APNeg Neg ALS, AP

AADM9K APNeg Neg AP

AJ39G4 APNeg Neg AP

AKMJRN ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

AUD6XL APNeg Neg AP

AXBKBF APNeg Neg AP

AXYRPE ALS, APNeg Neg ALS, AP

AYRJ2K AP, PSANeg Neg AP, PSA

B2DRFE ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

B2R2NE ALS, APNeg Neg ALS, AP

B2WHMD RSIDNeg Neg RSID

BKLUEJ NT Neg AP Spot

BR73N2 APNeg Neg AP

BWK9GA AP, PSA, MicroNeg Neg AP, PSA, Micro

BYP9K9 AP, Micro, RSIDNeg Neg AP, Micro, RSID

C3GWKL ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

CD37Y8 ALS, APNeg Neg ALS, AP

CG3CJ6 APNeg Neg AP

CRFBDM ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

CTQDZL ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

CV9TN9 AP, Micro, PSANeg Neg AP, Micro, PSA

CVJBMK APNeg Neg AP

D3XFUB ALS, APNeg Neg ALS, AP

D8VQ36 PSANeg Neg PSA

DRTM9X APNeg Neg AP

DTAKXG APNeg Neg AP

DU7UYK ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

DUL7JC ALS, APNeg Neg ALS, AP

DUPNPM APNeg Neg AP

DW78FJ APNeg Neg AP

DZVD9F APNeg Neg AP

E8RPK4 APNeg Neg AP

EKB4XB ALS, APNeg Neg ALS, AP

EP8YK4 AP, Micro, RSIDNeg Neg AP, Micro, RSID
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EPV664 APNeg Neg AP

EWCMJC ALS, APNeg Neg ALS, AP

F6E9XP APNeg Neg AP

F6Y4M7 ALS, APNeg Neg ALS, AP

F6ZVKE ALS, AP, MicroNeg Neg ALS, AP

FAA93C NT Pos ALS, AP, Micro

FGQRFK APNeg Neg AP

FKE2R8 ALS, APNeg Neg ALS, AP

FMJUL6 AP, ALSNeg Neg AP, ALS

FP7RC4 AP, PSA, MicroNeg Neg AP, PSA, Micro

FTLVQ7 ALS, AP, MicroNeg Neg ALS, AP, Micro

FVRDWN AP Spot, MicroNeg Neg AP Spot. Micro

G7QJC9 ALS, APNeg Neg AP, ALS

G8X29H APNeg Neg AP

GFDZ43 AP, PSA, MicroNeg Neg AP, PSA, Micro

GGMLEG APNeg Neg AP

GGNF6A PSA, MicroNeg Neg PSA, Micro

GQVE86 AP, PSA, MicroNeg Neg AP, PSA, Micro

GQXQR8 ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

GR9TD7 ALS, APNeg Neg ALS, AP

GUCGW3 AP, Micro, RSIDNeg Neg AP, Micro, RSID

H2MAEB APNeg Neg AP

H6LF7A RSID-SemenNeg Neg RSID-Semen

H9TY3B ALS, AP, MicroNeg Neg ALS, AP

HBDJYE APNeg Neg AP

HBWC4H APNeg Neg AP

HEDVUE APNeg Neg AP

HEXMR7 RSID SemenNeg Neg RSID Semen

HHEW23 AP, PSANeg Neg AP, PSA

HHRRZF ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

HJKEXD PSANeg Neg PSA

HKGWYE ALS, AP, PSANeg Neg ALS, AP, PSA

HWT6VE APNeg Neg AP, PSA, Micro

HYMUEZ APNeg Neg AP
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J29VWU APNeg Neg AP

JDGPZ7 ALS, APNeg Neg ALS, AP

JF7Y62 AP, PSA, MicroNeg Neg AP, PSA, Micro

JFN232 ALS, APNeg Neg ALS, AP

JFQTUH APNeg Neg AP

JG2UFF APNeg Neg AP

JMLWE7 ALS, APNeg Neg ALS, AP

JQ2GDE ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

JQL7P8 APNeg Neg AP

JTQLCD PSANeg NT

JZE8CD APNeg Neg AP

K4L9JZ AP, Micro, PSANeg Neg AP, Micro, PSA

KAGYB7 ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

KBLLNB APNeg Neg AP, PSA

KBQ4L9 AP, PSA, MicroNeg Neg AP, PSA, Micro, ALS

KBQRF7 PSANeg Neg PSA

KC2XAL APNeg Neg AP

KKDZU2 ALS, APNeg Neg ALS, AP

KKGHUL AP, MicroNeg Neg AP, Micro

KL68KR AP. PSANeg Neg AP, PSA

KMHLL9 NT Neg ALS, AP, Micro

KPBY6Y AP, PSA, MicroNeg Neg AP, PSA, Micro

KVFFEZ ALS, APNeg Neg ALS, AP

KX6KEY ALS; APNeg Neg ALS; AP

L2G2W2 RSIDNeg Neg RSID

L43Q9R APNeg Neg AP

L6HXQ3 ALS, APNeg Neg ALS, AP

L7DFR4 ALS, APNeg Neg ALS, AP

LARB82 ALS, APNeg Neg ALS, AP

LAU37A APNeg Neg AP

LCGF8Z ALS, AP, MicroNeg Neg ALS, AP, Micro

LJYVV4 ALS, APNeg Neg ALS, AP

LMX7Q4 ALS, APNeg Neg ALS, AP

LV8QUZ ALS, AP, MicroNeg Neg ALS, AP, Micro
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LWKARB ALS, PSANeg Neg ALS, PSA

LY8VE8 AP, PSANeg Neg AP, PSA

M46HZ9 AP, PSANeg Neg AP, PSA

M82A7K APNeg Neg AP

MBZUL4 ALS, APNeg Neg ALS, AP

MJDWWW AP, Micro, RSIDNeg Neg AP, Micro, RSID

MMT3K7 RSID SemenPos Neg RSID Semen

MQC4W6 ALS, AP, MicroNeg Neg ALS, AP, Micro

MQRMG3 ALS, APNeg Neg ALS, AP

MVN986 APNeg Neg AP

MWKMVX ALS, APNeg Neg ALS, AP

MXE9TV APNeg Neg AP

N3K9F7 APNeg Neg AP

N8CT78 APNeg Neg AP

N8TU44 APNeg Neg AP

N8UVMF APNeg Neg AP

NNL36V AP, PSA, MicroNeg Neg AP, PSA, Micro

NTH4CW AP, Micro, RSIDNeg Neg AP, Micro, RSID

NWC3KZ ALS, APNeg Neg ALS, AP

P2N69G AP, PSA, MicroNeg Neg AP, PSA, Micro

P3KN9W ALS, APNeg Neg ALS, AP

P8BXHV ALS, APNeg Neg ALS, AP

P8DPAC APNeg Neg AP

PC8QA6 AP, PSANeg Neg AP, PSA

PECC7H AP, ALSNeg Neg AP, ALS

PF9TFU APNeg Neg AP

PN2ZYY ALS, APNeg Neg ALS, AP

PXN2E9 APNeg Neg AP

PXPUDG AP, Micro, p30Neg Neg AP, Micro, p30

Q49Q7W APNeg Neg AP

Q62AFB APNeg Neg AP

Q9L9MD APNeg Neg AP

QM2FP6 APNeg Neg AP

QMWAYU PSANeg Neg PSA
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QPTE34 ALSNeg Neg ALS, AP, Micro

QQPRQV ALS, AP, MicroNeg Neg ALS, AP, Micro

QULG9N APNeg Neg AP

QUP3LV ALS, AP, MicroNeg Neg ALS, AP, Micro

QYGAZX ALS; AP; PSA; MicroNeg Neg ALS; AP; PSA; Micro

QYGCP3 AP & MicroNeg Neg AP & Micro

QZR8FZ PSANeg Neg PSA

R2TQH2 APNeg Neg AP

R6HVGZ AP, ALSNeg Neg AP, ALS

R7TNKE AP and MicroNeg Neg AP and Micro

RB42ZR ALS, APNeg Neg ALS, AP

RCDXLW RSID SemenNeg Neg RSID Semen

RE6YEQ AP, Micro, RSIDNeg Neg AP, Micro, RSID

RKTWV2 ALS, APNeg Neg ALS, AP

RRE7MR AP, PSA, MicroNeg Neg AP, PSA, Micro

RVQNDZ RSID SemenPos Neg RSID Semen

RXHJBU APNeg Neg AP

RY76V6 APNeg Neg AP

RYPYKL APNeg Neg AP

T3NK7W ALS, APNeg Neg ALS, AP

T8CH3Y ALS, APNeg Neg ALS, AP

TMBBY2 NT Neg AP, PSA

TMQGER AP, PSA, MicroNeg Neg AP, PSA, Micro

TQRHHV RSIDNeg Neg RSID

TR8V9D AP, MicroNeg Neg AP, Micro

TUV8A4 ALS, APNeg Neg ALS, AP

TV4GXU ALS, APNeg Neg ALS, AP

TV6AW3 AP, PSA, MicroNeg Neg AP, PSA, Micro

TYTLXT ALS, AP, MicroNeg Neg ALS, AP, Micro

TZZNGQ AP, PSA, MicroNeg Neg AP, PSA, Micro

UALKT4 AP, Micro, PSANeg Neg AP, Micro, PSA

UFPFXX AP, Micro, PSANeg Neg AP, Micro, PSA

UG363V ALS, APNeg Neg ALS, AP

UHU8MQ APNeg Neg AP
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ULYRZQ AP, Micro, SemenogelinNeg Neg AP, Micro, Semenogelin

UNLCKZ ALS, APNeg Neg ALS, AP

UR6KTZ APNeg Neg AP, PSA

UV3VWM PSANeg Neg PSA

UYLZG4 APNeg Neg AP

V24N8U ALS, APNeg Neg ALS, AP

V66T23 p30Neg Neg p30

V8B44X ALS, AP, Micro, PSANeg Neg ALS, AP, Micro, PSA

V8QGJU ALS, APNeg Neg ALS, AP

VETLDY APNeg Neg AP; PSA

VGHNMT ALS, APNeg Neg ALS, AP

VGY4CU ALS, AP, PSA, MicroNeg Neg ALS, AP, PSA, Micro

VVXZN2 AP, PSANeg Neg AP

W6LH7M AP, PSA, MicroNeg Neg AP, PSA, Micro

W8PXFR ALS, AP, MicroNeg Neg AP, ALS, Micro

W9LT2M AP, PSA, MicroNeg Neg AP, PSA, Micro

WFER7U AP, ALSNeg Neg AP, ALS

WNCDJN ALS, APNeg Neg ALS, AP

WPPURV ALS, APNeg Neg ALS, AP

WQJKVN AP, PSA, MicroNeg Neg AP, PSA, Micro

WRBNEM ALS, APNeg Neg ALS, AP

WXV23N APNeg Neg AP

XAFDBK APNeg Neg AP

XJGZWQ ALS, APNeg Neg ALS, AP

XLJULU ALS, AP, RSIDNeg Neg ALS, AP, RSID

XTGMXV ALS, APNeg Neg ALS, AP

XVU4HN ALS, APNeg Neg ALS, AP

XVU4K9 AP, MicroNeg Neg AP, Micro

XWNPFL ALS, APNeg Neg ALS, AP

XY4CEY APNeg Neg AP

Y6DWBW AP, PSANeg Neg AP, PSA

Y6YBXN ALS, APNeg Neg ALS, AP

YAHRWQ PSANeg Neg PSA

YBHK2Q ALS, APNeg Neg ALS, AP
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YCQ4ET AP, PSA, MicroNeg Neg AP, PSA, Micro

YFUNVY APNeg Neg AP

YMAHTG APNeg Neg AP

YNHQNU PSANeg Neg PSA

YNQEKF APNeg Neg AP

YU9VNQ ALS, APNeg Neg ALS, AP

YY82RW AP, PSANeg Neg AP, PSA

YYNFLY AP + extraction/MicroscopyNeg Neg AP + extraction/Microscopy

Z4LJJK AP, PSA, MicroNeg Neg AP, PSA, Micro

Z4XWPL ALS, APNeg Neg ALS, AP

ZDLNGK AP, Micro, RSIDNeg Neg AP, Micro, RSID

ZKF3QJ APNeg Neg AP

ZRGAEY APNeg Neg AP

ZUPHMJ AP, Micro, RSIDNeg Neg AP, Micro, RSID

ZV4PBL AP, Micro, ALSNeg Neg AP, Micro, ALS

ZVXT6V APNeg Neg AP

Table 1b: Serology Screening Response Summary - Semen Participants: 286

0

284

1

Item 4Item 3

Inconclusive 0

Negative 280

Positive 2

This summary table excludes the count of participants who did not report or reported “Not Tested” for Item 3 and/or Item 4. Therefore, participant 
total may not align with totals shown below. 
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Serology Screening Results

Item 3

TABLE 1c
Saliva Screening Results

WebCode
Item 4

2L8JKR ALS, SALIgAENeg ALS, SALIgAENeg

2WQVXQ RSIDNeg RSIDNeg

3RAVTA RSIDNeg RSIDNeg

47PAWU ALSNeg ALSNeg

4E7XE3 SERATEC Cassette - AmylaseNeg SERATEC Cassette - AmylaseNeg

4JH6CG PhadebasNeg PhadebasNeg

4QWLHN PhadebasNeg Neg

66WC2F PhadebasNeg PhadebasNeg

68E7AT ALS, PhadebasNeg ALS, PhadebasNeg

6MEUUT PhadebasNeg PhadebasNeg

76AH6N Phadebas TabletNeg NT

7D4Y8D RSIDNeg RSIDNeg

7R4LRN Phadebas testNeg Phadebas testNeg

896W4X Amylase radial DiffusionNeg Amylase radial DiffusionNeg

96WWAQ ALS, PhadebasNeg ALS, PhadebasNeg

9ADEB9 SALIgAENeg SALIgAENeg

9HA4HX RSIDNeg RSIDNeg

9UH26D ALS, PhadebasNeg ALS, PhadebasNeg

9XGGFL NT P. TabNeg

9ZMZ6G RSIDNeg RSIDNeg

AKMJRN ALS, PhadebasNeg ALS, PhadebasNeg

AXBKBF Phadebas TabletsNeg Phadebas TabletsNeg

B2DRFE Amylase testNeg Amylase testNeg

BKLUEJ NT SALIgAENeg

BWK9GA PhadebasNeg PhadebasNeg

C3GWKL PhadebasNeg PhadebasNeg

CRFBDM ALS, PhadebasNeg ALS, PhadebasNeg

CTQDZL ALS, PhadebasNeg ALS, PhadebasNeg

CV9TN9 PhadebasNeg PhadebasNeg

DU7UYK PhadebasNeg PhadebasNeg

FP7RC4 PhadebasNeg PhadebasNeg

FTLVQ7 ALS, PhadebasNeg ALS, PhadebasNeg
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GFDZ43 PhadebasNeg PhadebasNeg

GGMLEG PhadebasNeg PhadebasNeg

GGNF6A RSIDNeg RSIDNeg

GQVE86 PhadebasNeg PhadebasNeg

H6LF7A RSID-SalivaNeg RSID-SalivaNeg

HHRRZF ALS, PhadebasNeg ALS, PhadebasNeg

JQ2GDE ALS, PhadebasNeg ALS, PhadebasNeg

JQL7P8 RSID SalivaNeg RSID SalivaNeg

KAGYB7 AmylaseNeg AmylaseNeg

KBQ4L9 SALIgAENeg SALIgAE, ALSNeg

KKGHUL RSIDNeg RSIDNeg

KL68KR RSIDNeg RSIDNeg

KPBY6Y PhadebasNeg PhadebasNeg

LCGF8Z Amylase DiffusionNeg Amylase DiffusionNeg

LV8QUZ ALS, PhadebasNeg ALS, PhadebasNeg

LWKARB ALS, AmylaseNeg ALS, AmylaseNeg

LY8VE8 Seratec AmylaseTestNeg Seratec AmylaseTestNeg

M46HZ9 Phadebas TabletNeg Phadebas TabletNeg

MMT3K7 RSID SalivaNeg RSID SalivaNeg

MQC4W6 ALS, RSID SalivaNeg ALS, RSID SalivaNeg

N3K9F7 SALIgAENeg NT

N8TU44 RSID-SalivaNeg RSID-SalivaNeg

NNL36V PhadebasNeg PhadebasNeg

P2N69G Amylase Radial DiffusionNeg Amylase Radial DiffusionNeg

PXN2E9 PhadebasNeg PhadebasNeg

PXPUDG Amylase Radial DiffusionNeg Amylase Radial DiffusionNeg

Q49Q7W RSIDNeg RSIDNeg

QMWAYU RSIDNeg RSIDNeg

QQPRQV Amylase DiffusionNeg Amylase DiffusionNeg

QUP3LV ALS, PhadebasNeg ALS, PhadebasNeg

QYGCP3 RSID SalivaNeg RSID SalivaNeg

R7TNKE RSIDNeg RSIDNeg

RKTWV2 SALIgAENeg SALIgAENeg

RRE7MR PhadebasNeg PhadebasNeg
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RVQNDZ RSID SalivaNeg RSID SalivaNeg

RXHJBU RSIDNeg RSIDNeg

T8CH3Y ALS, RSIDNeg ALS, RSIDNeg

TR8V9D RSIDNeg RSIDNeg

TV6AW3 Amylase DiffusionNeg Amylase DiffusionNeg

TYTLXT Amylase DiffusionNeg Amylase DiffusionNeg

TZZNGQ PhadebasNeg PhadebasNeg

UALKT4 PhadebasNeg PhadebasNeg

UFPFXX PhadebasNeg PhadebasNeg

UR6KTZ Phadebas tabletNeg NT

UV3VWM RSID SalivaNeg RSID SalivaNeg

UYLZG4 PhadebasNeg PhadebasNeg

UZFME2 P. tabNeg P. tabNeg

V66T23 AmylaseNeg AmylaseNeg

VGY4CU AmylaseNeg AmylaseNeg

VRZE3P RSIDNeg RSIDNeg

W6LH7M PhadebasNeg PhadebasNeg

W9LT2M PhadebasNeg PhadebasNeg

XLJULU ALS, RSIDNeg ALS, RSIDNeg

XVU4K9 RSIDNeg RSIDNeg

Y6DWBW Phadebas TabletsNeg Phadebas TabletsNeg

YCQ4ET Phadebas Amylase TestNeg Phadebas Amylase TestNeg

YFUNVY PhadebasNeg PhadebasNeg

YYNFLY Phadebas press testNeg Seratec, Phadebas press testNeg

Z4LJJK PhadebasNeg PhadebasNeg

ZKF3QJ RSID-SalivaNeg RSID-SalivaNeg

ZV4PBL Amylase DiffusionNeg Amylase DiffusionNeg

Table 1c: Serology Screening Response Summary - Saliva Participants: 93

0

90

0

Item 4Item 3

Inconclusive 0

Negative 91

Positive 0

This summary table excludes the count of participants who did not report or reported “Not Tested” for Item 3 and/or Item 4. Therefore, participant 
total may not align with totals shown below. 
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Serology Screening Results

Item 3

TABLE 1d
Human Origin Screening Results

WebCode
Item 4

23FGHX Pos rtPCR Pos rtPCR

2AE4CH Pos PowerQuant Pos PowerQuant

2KVQJX Pos qPCR, STR Pos qPCR, STR

2L8JKR Pos HemaTrace Pos HemaTrace

36JMJP Pos Real-time qPCR Pos Real-time qPCR

383LTD Pos rtPCR, STR Pos rtPCR, STR

3GA7EU Pos HemDirect card test Pos HemDirect card test

3RAVTA Pos HemDirect Pos HemDirect

3RYZH4 Pos HemaTrace Pos HemaTrace

3YUWDU Pos HemDirect Pos HemDirect

49U2HF Pos Powerquant Pos Powerquant

4D9GBR Pos HemDirect Pos HemDirect

4G644F Pos PowerQuant Pos PowerQuant

4P6JXU Pos Hexagon OBTI Pos Hexagon OBTI

6BAXGP Pos Quant Trio Pos Quant Trio

6GK3HP Pos HemaTrace

6MVZ7C Pos FOB Pos FOB

7D4Y8D Pos HemaTrace, PowerQuant Pos HemaTrace, PowerQuant

7EZ4BM Pos HemaTrace/p30 NT

7HJD4K Pos HemDirect Pos HemDirect

7NWFWE Pos PowerQuant Pos PowerQuant

7R4LRN Pos Quantifiler trio Pos Quantifiler trio

84WHDM Pos Real-time qPCR Pos Real-time qPCR

89L29P Pos HemDirect Pos HemDirect

8T8TDD Pos HemaTrace, PowerQuant Pos HemaTrace, PowerQuant

8TAMTD Pos PowerQuant Pos PowerQuant

8UM4GC Pos PCR Pos PCR

8XLEDC Pos PCR Pos PCR
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9JYL8C Pos PowerQuant Pos PowerQuant

9UH26D Pos Quantifiler Trio Pos Quantifiler Trio

9W7JZJ Pos Real-time qPCR Pos Real-time qPCR

A43GML Pos HemaTrace Pos HemaTrace

A8GJ6B Pos PowerQuant Pos PowerQuant

A8PDWX Pos HemaTrace Pos HemaTrace

A9ZB79 Pos PCR Pos PCR

AA6UZB Pos PowerQuant Pos PowerQuant

ADBD7J Pos Real-time qPCR Pos Real-time qPCR

AGRKQC Pos PowerQuant Pos PowerQuant

AXBKBF Pos HemaTrace Pos HemaTrace

B2DRFE Pos HemaTrace Pos HemaTrace

BFVK4K Pos HemaTrace Pos HemaTrace

BKLUEJ Pos HemaTrace NT

BYP9K9 Pos PCR Pos PCR

CBT47G Pos Real-time qPCR Pos Real-time qPCR

CVXTBX Pos Quant Trio Pos Quant Trio

DPAFXG Pos HemaTrace Pos HemaTrace

EFJY47 Pos Powerquant Pos Powerquant

EP8YK4 Pos PCR Pos PCR

EQYXNG Pos Quant Trio, HemaTrace Pos Quant Trio, HemaTrace

EU4E87 Pos HemaTrace, PowerQuant Pos HemaTrace, PowerQuant

EX4Q47 Pos HemaTrace, PowerQuant Pos HemaTrace, PowerQuant

EXY968 Pos Promega PowerQuant Pos Promega PowerQuant

F2W7T6 Pos PowerQuant Pos PowerQuant

F6ZVKE Neg p30 Pos HemaTrace

FAA93C Pos HemaTrace Pos PSA

FTLVQ7 Pos Quant Trio Pos Quant Trio

FVRDWN Pos Seratec HemDirect, Seratec PMB Pos Seratec HemDirect, Seratec PMB

G9C3GC Pos PowerQuant Pos PowerQuant

(40)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

Item 3

TABLE 1d
Human Origin Screening Results

WebCode
Item 4

GD8YZB Pos Real-time qPCR Pos Real-time qPCR

GG8BWB Pos Real-time qPCR Pos Real-time qPCR

GUCGW3 Pos PCR Pos PCR

GXQ2VB Pos Real-time qPCR Pos Real-time qPCR

GZ22WB Pos HemaTrace, PowerQuant Pos HemaTrace, PowerQuant

H2MAEB Pos HemaTrace Pos HemaTrace

H9TY3B Neg p30 Pos HemaTrace

HHEW23 Pos Powerquant Pos Powerquant

HJKEXD Pos HemDirect Pos HemDirect

HKGWYE Pos HemDirect Pos HemDirect

HKZQLB Pos Real-time qPCR Pos Real-time qPCR

HL36LP Pos Quant Trio Pos Quant Trio

JCQH3N Pos HemaTrace Pos HemaTrace

JF7Y62 Pos PowerQuant Pos PowerQuant

JTQLCD Pos HemDirect NT

K4L9JZ Pos PowerQuant Pos PowerQuant

KAGYB7 Pos HemaTrace Pos HemaTrace

KBLLNB Pos HemaTrace NT

KBQ4L9 Pos HT Pos HT

KBQRF7 Pos HemDirect Pos HemDirect

KGB448 Pos Real-Time qPCR Pos Real-Time qPCR

KL68KR Pos HemDirect Pos HemDirect

KMHLL9 Pos HemaTrace Neg PSA

KQJQW8 Pos PowerQuant Pos PowerQuant

L9C3U8 Pos HemaTrace Pos HemaTrace

LCGF8Z Pos HemDirect NT

LTK4AY Pos Power Quant Pos Power Quant

LV8QUZ Pos Quantifiler Trio Pos Quantifiler Trio

LY8VE8 Pos Seratec HemDirect Pos Seratec HemDirect

MD77R6 Pos HemaTrace NT
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MEDGF9 Pos HemDirect Pos HemDirect

MJDWWW Pos PCR Pos PCR

MMT3K7 Pos RSID Pos RSID

MR48GY Pos PowerQuant Pos PowerQuant

MR9NFX Pos Power Quant Pos Power Quant

MVN986 Pos HemaTrace, PowerQuant Pos HemaTrace, PowerQuant

MWLET7 Pos HemaTrace NT

N3K9F7 Pos HemaTrace Pos HemaTrace

NHZLH4 Pos HemaTrace

NTH4CW Pos PCR Pos PCR

P97MFW Pos PowerQuant Pos PowerQuant

PBC984 Pos Real-time qPCR Pos Real-time qPCR

PC8QA6 Pos HemaTrace Pos HemaTrace

Q9L9MD Pos Seratec HemDirect Pos Seratec HemDirect

QMWAYU Pos PowerQuant Pos PowerQuant

QPTE34 Pos HemaTrace Neg p30

QQPRQV Pos HemDirect NT

QTCL9H Pos RSID Blood Pos RSID Blood

QUP3LV Pos Quantifiler Trio Pos Quantifiler Trio

QZR8FZ Pos HemDirect Pos HemDirect

RE6YEQ Pos PCR Pos PCR

RKTWV2 Pos HemaTrace Pos HemaTrace

RVQNDZ Pos RSID Pos RSID

RXHJBU Pos Quant Pos Quant

T8CH3Y Pos RSID Pos RSID

TMBBY2 Pos HemaTrace NT

TMQGER Pos PowerQuant Pos PowerQuant

TV6AW3 Pos HemaTrace Pos HemaTrace

TYTLXT Pos Hemdirect NT

UCMLVM Pos RT-PCR Pos RT-PCR
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UFPFXX Pos Quantifiler Trio Pos Quantifiler Trio

UHU8MQ Pos PowerQuant, HemaTrace Pos PowerQuant, HemaTrace

ULYRZQ Pos PCR Pos PCR

UTWJ7Y NT Pos HemaTrace

V7U6DT Pos Quantifiler Trio Pos Quantifiler Trio

V7YALC Pos HemaTrace Pos HemaTrace

V8B44X Pos HemaTrace Pos HemaTrace

VETLDY Pos HemaTrace NT

VGEBVQ Pos PowerQuant Pos PowerQuant

VGY4CU Pos HemaTrace Pos HemaTrace

VRZE3P Pos PowerQuant Pos PowerQuant

VVXZN2 Pos HemDirect NT

VXJKT6 Pos RT-PCR Pos RT-PCR

W2XRFV Pos Real-time qPCR Pos Real-time qPCR

WQJKVN Pos PowerQuant Pos PowerQuant

WXV23N Pos Seratec HemDirect Pos Seratec HemDirect

X2CKLX Pos HemDirect Pos HemDirect

XARC49 Pos HemaTrace Pos HemaTrace

XB3YVV Pos Real-time qPCR Pos Real-time qPCR

XFGRQU Pos PowerQuant Pos PowerQuant

XH4DGW Pos HemaTrace Pos HemaTrace

XLJULU Pos RSID Pos RSID

YAKG6U Pos HemaTrace Pos HemaTrace

YCQ4ET Pos HemDirect Pos HemDirect

YMU2XN Pos Quant Pos Quant

YNHQNU Pos Hexagon Obti Pos Hexagon Obti

Z97C8W Pos HemDirect Pos HemDirect

ZDLNGK Pos PCR Pos PCR

ZKF3QJ Pos HemaTrace, PowerQuant Pos HemaTrace, PowerQuant

ZUPHMJ Pos PCR Pos PCR
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ZV4PBL Pos Hemdirect Pos Hemdirect

Table 1d: Serology Screening Response Summary - Human Origin Participants: 149

0

2

134

Item 4Item 3

Inconclusive 0

Negative 2

Positive 145

This summary table excludes the count of participants who did not report or reported “Not Tested” for Item 3 and/or Item 4. Therefore, participant 
total may not align with totals shown below. 
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Serology Screening Results

Item 3

TABLE 1e
Y Screening Results

WebCode
Item 4

2AE4CH Pos Casework Direct, PowerQuant Casework Direct, PowerQuantPos

2PEUK3 Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

36JMJP Pos Real-time qPCR Real-time qPCRPos

3FFKGW Pos Quantifiler Trio Quantifiler TrioPos

3LNUYQ Pos Casework Direct Casework DirectPos

3RFW7X Pos TRIO TRIOPos

3WZBFW Pos Quantifiler Trio Quantifiler TrioPos

49U2HF Pos Casework Direct, Powerquant Casework Direct, PowerquantPos

4DDRDQ Pos Casework Direct Casework DirectPos

4G644F Pos Casework Direct, PowerQuant Casework Direct, PowerQuantPos

4MWJKZ Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

4P6JXU Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

66AG8J Pos Quantifiler Trio Quantifiler TrioPos

6BAXGP Pos Quant Trio Quant TrioPos

6MVZ7C Pos Quantifiler Trio Quantifiler TrioPos

7EQMGT Pos Quantifiler Trio Quantifiler TrioPos

7EZ4BM Pos MDS & qPCR procedure MDS & qPCR procedurePos

7LXX3T Pos TRIO TRIOPos

7R4LRN Pos Quantifiler trio Quantifiler trioPos

84WHDM Pos Real-time qPCR Real-time qPCRPos

8AFXPW Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

8AYL8R Pos TRIO TRIOPos

8TAMTD Pos Casework Direct, PowerQuant Casework Direct, PowerQuantPos

8UM4GC Pos PCR PCRPos

8XLEDC Pos PCR PCRPos

8ZQ4GG Pos Quantifiler Trio Quantifiler TrioPos

9JYL8C Pos Casework Direct; PowerQuant Casework Direct; PowerQuantPos

9W7JZJ Pos Real-time qPCR Real-time qPCRPos

9ZMZ6G Pos Y-Screening Y-ScreeningPos

A2JHFJ Pos Casework Direct Kit Casework Direct KitPos

A9ZB79 Pos PCR PCRPos

AA6UZB Pos Casework Direct, PowerQuant Casework Direct, PowerQuantPos

ADBD7J Pos Real-time qPCR Real-time qPCRPos

BJGAHW Pos Quantifiler Trio Quantifiler TrioPos

BYP9K9 Pos PCR PCRPos
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BZWPHD Pos Quantifiler Trio Quantifiler TrioPos

C4WYLT Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

CBT47G Pos Real-time qPCR Real-time qPCRPos

CVXTBX Pos Quant Trio Quant TrioPos

DPAFXG Pos PowerQuant PowerQuantPos

EP8YK4 Pos PCR PCRPos

EQYXNG Pos Quant Trio Quant TrioPos

EZQFBP Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

F9Z4PN Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

FAA93C Pos MDS & qPCR procedure MDS & qPCR procedurePos

FLXCAJ Pos Quantifiler Trio Quantifiler TrioPos

GD8YZB Pos Real-time qPCR Real-time qPCRPos

GG8BWB Pos Real-time qPCR Real-time qPCRPos

GGNF6A Pos Y-Screening Y-ScreeningPos

GUCGW3 Pos PCR PCRPos

GXQ2VB Pos Real-time qPCR Real-time qPCRPos

HHEW23 Pos Casework Direct, Powerquant Casework Direct, PowerquantPos

HKZQLB Pos Real-time qPCR Real-time qPCRPos

HL36LP Pos Quant Trio Quant TrioPos

HUXBFQ Casework Go/QPPPos

JF7Y62 Pos Casework Direct, PowerQuant Casework Direct, PowerQuantPos

JWP2JF Pos Quantifiler Trio Quantifiler TrioPos

K4L9JZ Pos Casework Direct, PowerQuant Casework Direct, PowerQuantPos

KBLLNB Pos PowerQuant PowerQuantPos

KGB448 Pos Real-Time qPCR Real-Time qPCRPos

KKB8XE Pos TRIO TRIOPos

KMHLL9 Pos MDS & qPCR procedure MDS & qPCR procedurePos

LCZ7CE Pos TRIO TRIOPos

MD77R6 Pos MDS & qPCR procedure MDS & qPCR procedurePos

MDQ33K Pos Quantifiler Trio Quantifiler TrioPos

MJDWWW Pos PCR PCRPos

MQW3RH Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

MWLET7 Pos MDS & qPCR procedure MDS & qPCR procedurePos

NTH4CW Pos PCR PCRPos

PBC984 Pos Real-time qPCR Real-time qPCRPos

PLAX2X Pos Quantifiler Trio Quantifiler TrioPos

PP8JQF Pos Quantifiler Trio Quantifiler TrioPos
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Item 3

TABLE 1e
Y Screening Results

WebCode
Item 4

PTLE9X Pos Quantifiler Trio Quantifiler TrioPos

R39X2W Pos Quantifiler Trio Quantifiler TrioPos

R8MEN9 Pos Trio TrioPos

RB423D Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

RE6YEQ Pos PCR PCRPos

RP86M8 Pos TRIO TRIOPos

RXHJBU Pos Quant QuantPos

T3TYGC Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

TMQGER Pos Casework Direct, PowerQuant Casework Direct, PowerQuantPos

TTLAME Pos Quant Trio Quant TrioPos

UFPFXX Pos Quantifiler Trio Quantifiler TrioPos

UKHVW6 Pos Quantifiler Trio Quantifiler TrioPos

ULYRZQ Pos PCR PCRPos

V7U6DT Pos Quantifiler Trio Quantifiler TrioPos

V8B44X Pos MDS & qPCR procedure MDS & qPCR procedurePos

W2XRFV Pos Real-time qPCR Real-time qPCRPos

WKTC63 Pos Quantifiler Trio Quantifiler TrioPos

WQJKVN Pos Casework Direct, PowerQuant Casework Direct, PowerQuantPos

WX6QG3 Pos TRIO TRIOPos

XB3YVV Pos Real-time qPCR Real-time qPCRPos

XFTM22 Pos Quantifiler Trio Quantifiler TrioPos

YAD2AA Pos Casework GO! / QPP Casework GO! / QPPPos

YEYXR7 Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

YMU2XN Pos Quant QuantPos

YNHQNU Pos PowerQuant PowerQuantPos

YWJNQ6 Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

YXF8T7 Pos Investigator Quantiplex Pro Investigator Quantiplex ProPos

ZDLNGK Pos PCR PCRPos

ZUPHMJ Pos PCR PCRPos

Table 1e: Serology Screening Response Summary - Y Screening Participants: 101

0

0

101

Item 4Item 3

Inconclusive 0

Negative 0

Positive 100

This summary table excludes the count of participants who did not report or reported “Not Tested” for Item 3 and/or Item 4. Therefore, participant 
total may not align with totals shown below. 
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Indicate the results of any screening tests performed on the questioned stains (Items 3 & 4).

Serology Screening Results

Item 3

TABLE 1f
Other Screening Results

WebCode
Item 4

2TBA2C epithelial cells

3RAVTA RSIDNegUrine RSIDNegUrine

DUJNCZ Visual ANALYSISNegHAIR Visual ANALYSISNegHAIR

FVRDWN Seratec PMB Test, Uroblinogen 
Test, DMAC & Creatinine Test

NegMenstural Blood, 
Feces, Urine

Seratec PMB Test, Uroblinogen 
Test, DMAC & Creatinine Test

NegMenstural Blood, 
Feces, Urine

H2MAEB ALSNegALS ALSNegALS

KBQ4L9 Blue lightPosALS

KGVU3T High friction High friction

LKFZFM RSID BloodPosHuman Blood RSID BloodPosHuman Blood

N3K9F7 ALSALS ALSALS

Q9L9MD UrobilinogenNegFeces UrobilinogenNegFeces

QQPRQV Visual ExamPos Visual ExamPos
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STR Amplification Kit(s) & Results
TABLE 2

Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion  23FGHX

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

PowerPlex® Fusion  24A64E
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

Investigator® 24plex  28U69L
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  293AUX
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex  29PNBM
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  29QG9V
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  2BDVYQ

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

PowerPlex® Fusion 5C  2DXU8U
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 NT

GlobalFiler™  (STRmix)2JJVZR
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  2KG48B
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 no result no result

PowerPlex® Fusion  2KVQJX
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

GlobalFiler™  2L8JKR
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  2P62HK
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

(50)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™ Express  2PEUK3

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  2QNLRX
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  2TBA2C
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  2WQVXQ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™ Express  2WQWG3
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18 NM NM

PowerPlex® Fusion 5C  36JMJP
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

GlobalFiler™  36K8MR
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion  383LTD

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

GlobalFiler™  38BE2M
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 NSD N/A N/A NSD

GlobalFiler™  38P23N
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™ Express  3AEAJ6
14,1717,18 714,16 10 NT

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

NT19,24 NT 22,26.2 9.3 11

17,18 NR NT NT NR

PowerPlex® Fusion 6C  3B7GGM
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 5C  3FFKGW
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18 No Results

GlobalFiler™  3GA7EU
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 - -
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  3GWHAM

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 5C  3LNUYQ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  3MZPM4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  3NQWJL
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  3RAVTA
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

Investigator® 24plex QS  3RFW7X
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  (STRmix)3RQ9FL
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  (STRmix)3RTQLX

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  3RYZH4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  3T96XD
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C Direct  3VZYYN
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  3WZBFW
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18 No results No results No results

PowerPlex® Fusion 6C  3XGHPK
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  3YUWDU
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 - -
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
FlexPlex 27  3YXMCP

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  47PAWU
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  49U2HF
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

GlobalFiler™  4D9GBR
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 -- --

PowerPlex® Fusion 5C  4DDRDQ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  4E7XE3
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18 ND ND ND

GlobalFiler™  4EKCWK
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  4G644F

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

GlobalFiler™  4JBT7P
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  4JH6CG
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  4JJG3B
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  4LLCLE
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™ Express  4MWJKZ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  4NTW8T
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C, GlobalFiler™  4P6JXU

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® 6C  4RQEBM
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  4VB47K
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/A N/A N/A N/A

GlobalFiler™  4VC6PX
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  4WHGG8
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

Investigator® 24plex  (STRmix)4XFXLH
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,Y 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  62UZ2L
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  66AG8J

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 No Results No Results

GlobalFiler™  66WC2F
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  699T7Q
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 --- ---

GlobalFiler™  6BAXGP
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

PowerPlex® Fusion  6CUCCU
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

Identifiler® Plus  6GK3HP
14,1717,18 7,7

12,161 11,11 8,13 11,11

13,1314,16 28,31.2 X,X 11,12

19,24 9.3,9.3 11,11

17,18

GlobalFiler™  6MEUUT
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  6MNTYA

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  6MRH2L
14,1717,18 7,714,16 10,10 Not Tested

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

Not Tested19,24 Not Tested 22,26.2 9.3,9.3 11,11

17,18 No Results Not Tested Not Tested No Results

PowerPlex® Fusion, GlobalFiler™  6MVZ7C
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  6NMRHH
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  6RNTML
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  6VTG84
14,1717,18 714,16 10 NT

12,13 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

NT19,24 NT 22,26.2 9.3 11

17,18 NR NT NT NR

PowerPlex® Fusion 6C  (STRmix)6WJN6K
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion, GlobalFiler™  6XTXTC

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C Direct  6ZLQ22
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  74DE2F
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex QS  74GRTH
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  74HJQQ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™ Express  74JECG
14,1717,18 714,16 10 NT

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

NT19,24 NT 22,26.2 9.3 11

17,18 NR NT NT NR

GlobalFiler™  76AH6N
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

(60)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  78DPWF

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  7C96WN
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  7CA4QW
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  7D4Y8D
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  7EGEUM
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 5C  7EQMGT
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18 No Results

GlobalFiler™ Express  7EZ4BM
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X 11,12

19,24 22,26.2 9.3,9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  7F9KYK

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Globalfiler Express (RapidHIT)  7HJD4K
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

PowerPlex® Fusion 6C  7KZWUG
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex QS  7LXX3T
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

Investigator® 24plex QS  7N2QYD
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  7NWFWE
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  7PTYXF
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C, GlobalFiler™, Precision ID NGS STR Globalfiler v2  (LRmixStudio, DNAxs)7R4LRN

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex  7RNB4G
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex  (STRmix)7V26UM
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  7VD2W7
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 No Results No Results

PowerPlex® Fusion 6C  7W29FB
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  7WWMVN
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  7XNWPP
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  7XT3GL

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  84CPMB
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 5C  84WHDM
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

GlobalFiler™  (STRmix)896W4X
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

GlobalFiler™  89L29P
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 - -

PowerPlex® Fusion  8AD3CR
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

GlobalFiler™ Express  8AFXPW
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Investigator® 24plex QS  8AYL8R

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

Investigator® 24plex  8E83GF
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  8H86HA
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 NR NR NR

GlobalFiler™  8J2VL4
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

GlobalFiler™  8P9D6Q
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex  8RFQTJ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  8T8TDD
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  8TAMTD

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

GlobalFiler™  8UPQUJ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

GlobalFiler™  (STRMix)8YGXED
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 5C  8ZQ4GG
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18 No Results

PowerPlex® Fusion 5C  9ABW7H
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18

PowerPlex® Fusion, GlobalFiler™  (GeneMapper IDX 4)9ADEB9
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  9B77ME
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion  9CHARQ

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

GlobalFiler™  9H9BKP
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  9HA4HX
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™ Express  9JNPUK
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  9JYL8C
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

PowerPlex® Fusion  9P3PVP
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

GlobalFiler™  9RUM83
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  9UJXF9

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 5C  9W7JZJ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

Investigator® 24plex QS  9WRTFE
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  9XGGFL
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  9YT8BJ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  9ZMZ6G
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 5C  A2A2LP
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18 No Results
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  A2JHFJ

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 NID NID NID

Identifiler® Plus  A43GML
14,1717,18 7,7

12,161 11,11 8,13 11,11

13,1314,16 28,31.2 X,X 11,12

19,24 9.3,9.3 11,11

17,18

Investigator® 24plex GO, QS  A77KMM
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/A N/A N/A N/A

PowerPlex® Fusion 6C  A8GJ6B
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex  A8KWWD
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  A8LU8A
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 - -

PowerPlex® Fusion 6C  A8PDWX
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  A9VPML

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 - -

GlobalFiler™  A9ZZPK
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  AA6UZB
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

Investigator® 24plex  (STRmix)AACVBC
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  AADM9K
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  ABMQQP
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 5C  ADBD7J
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  AGRKQC

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  AJ39G4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™ Express  AQFFLL
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18 NM NM

GlobalFiler™  AT3ZQP
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  AUD6XL
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 NR NR NR

GlobalFiler™ Express  AXBKBF
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion  AXE4E7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Investigator® 24plex  AXYRPE

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  AYRJ2K
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  B2DRFE
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 - -

PowerPlex® Fusion 6C  (STRmix)B2R2NE
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  B2WHMD
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  (STRmix)B3K2J6
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  B4K648
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 - -
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  B7KANE

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® 5C  B7NRT6
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

PowerPlex® Fusion 6C  BA9KY7
14,1717,18 714,16 10 ----------

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 ---------- ---------- ---------- ----------

PowerPlex® Fusion 6C Direct  BC2EZG
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Identifiler®  BCW99K
14,1717,18 7,7

12,161 11,11 8,13 11,11

13,1314,16 28,31.2 X,X 11,12

19,24 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  BD9WU7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  BDJUUG
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Identifiler® Plus  BFVK4K

14,1717,18 7,7

12,161 11,11 8,13 11,11

13,1314,16 28,31.2 X,X 11,12

19,24 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C Direct  BFZQVG
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  BGMMNE
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  BHG9LC
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  BJGAHW
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  BJY744
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™ Express  BK4YUW
14,1717,18 714,16 10 NT

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

NT19,24 NT 22,26.2 9.3 11

17,18 NR NT NT NR
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  (STRmix)BKLUEJ

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  BR73N2
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  BVN6V7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  BWK9GA
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion  BWVGGN
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

GlobalFiler™  BXTVXF
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

GlobalFiler™  BY3WPF
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 5C  BZWPHD

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18 No Results

Investigator® 24plex  C3GWKL
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 N/A

PowerPlex® Fusion, GlobalFiler™  C4VF76
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™ Express  C4WYLT
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  C6N8HB
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  C8QA47
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 NR NR NR

PowerPlex® Fusion 5C  CBT47G
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Investigator® 24plex QS  CD37Y8

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  CG3CJ6
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  CJPZUJ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C Direct  CJRC6V
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  CLHR7Q
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex QS  (STRmix)CQ32ZF
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  CV9TN9
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  CVJBMK

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  CVXTBX
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 No result No result

PowerPlex® Fusion 6C  CXNVD7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  CZ3ZB4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

VeriFiler Plus  CZUCEH
14,1717,18 714,16 10 11,21.3

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18

PowerPlex® Fusion  D22YNF
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 NR

GlobalFiler™ Express  D3FCGJ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  D48E2D

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  D8VQ36
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  DBU3X4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 NR NR NR

GlobalFiler™  DGUNNJ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 - -

GlobalFiler™  DKZ3FH
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  DM992J
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  DMMN3E
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Identifiler® Plus  DPAFXG

14,1717,18 7,7

12,161 11,11 8,13 11,11

13,1314,16 28,31.2 X,X 11,12

19,24 9.3,9.3 11,11

17,18

PowerPlex® 21  DPELPD
14,1717,18 7,714,16 11,21.3

12,16 17,181 11,11 8,13 11,11

13,1314,16 28,31.2 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

Investigator® 24plex QS,GO!  DPQNWJ
14,1717,18 7,714,16 10,10 n/a

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

n/a19,24 n/a 22,26.2 9.3,9.3 11,11

17,18 n/a n/a n/a n/a

GlobalFiler™  DRTM9X
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

GlobalFiler™  DTAKXG
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex  DU7UYK
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NA

GlobalFiler™  DUJNCZ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  (STRmix)DUPNPM

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  DW78FJ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

Investigator® 24plex GO!/QS  DX2QGK
14,1717,18 7,714,16 10,10 n/a

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X 11,12

n/a19,24 n/a 22,26.2 9.3,9.3 11,11

17,18 n/a n/a n/a n/a

GlobalFiler™ Express  DZVD9F
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  E2HM98
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  E7HK9Z
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  E8RPK4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  E9HM44

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 NR NR NR

GlobalFiler™  EF4J4C
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  EFJY47
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

Identifiler® Plus  EFYDCG
14,1717,18 7,7

12,161 11,11 8,13 11,11

13,1314,16 28,31.2 X,X 11,12

19,24 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  EK29HX
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  (STRmix)EKB4XB
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  EL44T2
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  EPV664

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  EQYXNG
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

GlobalFiler™  (STRmix)EU3TH6
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  EU4E87
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex QS  EVQ3GK
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 No Results

PowerPlex® Fusion 6C  EWAVMP
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex  EWCMJC
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  EX4Q47

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  EXD2EF
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18 NM NM

PowerPlex® Fusion 6C  EXY968
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  EZQFBP
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  F23CJF
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  (STRmix)F2EDYM
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 - -

PowerPlex® Fusion 6C  F2W7T6
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

(84)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  F6E9XP

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

Investigator® 24plex  F6Y4M7
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  F6ZVKE
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  F9Z4PN
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™ Express  FAA93C
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  FARCM7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  (STRMIX)FGQRFK
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  FH2MTC

14,1717,18 7,714,16 10,10 No tested

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

No tested19,24 No tested 22,26.2 9.3,9.3 11,11

17,18 No Results No tested No tested No results

GlobalFiler™  FH3FPY
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

Investigator® 24plex  FKE2R8
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  FKRTH3
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 - -

PowerPlex® Fusion 5C  FLXCAJ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18 No Results

Investigator® 24plex  FMJUL6
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  FP7RC4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  (STRmix)FRQDN6

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  FTLVQ7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 No Results No Results

GlobalFiler™  FVRDWN
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  FZX9AW
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  G38CZR
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  G744RB
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  G7NQFL
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

(87)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Investigator® 24plex  G7QJC9

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  G8NPX9
14,1717,18 7,714,16 10,10 NA

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

NA19,24 NA 22,26.2 9.3,9.3 11,11

17,18 NA NA NA NA

GlobalFiler™  (STRmix)G8X29H
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  G9C3GC
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 5C  GD8YZB
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

GlobalFiler™  GFDZ43
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 5C  GG8BWB
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

(88)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  (STRmix 2.9.1)GGMLEG

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  GGNF6A
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  GHJXHW
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  GMXK7A
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  GNK9HA
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  GP32MD
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  GQVE86
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Investigator® 24plex  GQXQR8

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  GTHV2P
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  GXDMC8
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/A N/A N/A N/A

PowerPlex® Fusion 5C  GXQ2VB
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

GlobalFiler™  GYMQTC
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  GZ22WB
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  H2MAEB
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  H32EDA

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  H4YWZW
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  H6LF7A
14,1717,18 7,714,16 10,10 -

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18 - - - -

PowerPlex® 21  (STRmix)H7MA49
14,1717,18 7,714,16 11,21.3

12,16 17,181 11,11 8,13 11,11

13,1314,16 28,31.2 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

GlobalFiler™  H9TY3B
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  HBCXAD
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C, SigPrepB  HBDJYE
14,1717,18 714,16 10 11,21.3

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 NR NR NR
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  HBQBRV

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

GlobalFiler™  HBUUX8
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 ND ND

GlobalFiler™  (STRmix)HBWC4H
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C Direct  HCF9KP
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex QS  HEDVUE
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR

GlobalFiler™  HEXMR7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  HHEW23
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  HJKEXD

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 - -

GlobalFiler™  HKGWYE
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 - -

PowerPlex® Fusion 5C  HKZQLB
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

GlobalFiler™  HL36LP
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  HLE72W
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion  HM8X3H
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

GlobalFiler™ Express  HPJJ2J
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  HRH2V6

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  HUXBFQ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  (STRmix)HWBDKA
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  HWDNVK
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  HWT6VE
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 NR NR NR

PowerPlex® Fusion 6C  HYMUEZ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  HZZL6W
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  J29VWU

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex QS/GO!  J2XM8D
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/A N/A N/A N/A

Investigator® 24plex  J499C7
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  (STRmix)J4DNML
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

PowerPlex® Fusion  J644LV
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

GlobalFiler™  J87L3C
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

PowerPlex® Fusion 6C  J8DU7X
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C Direct  JA4UQN

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  JAZHFD
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  JBLDU6
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18 No Results No Results No Results

GlobalFiler™  JBRKZ8
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion  (STRmix v 2.7)JBRQEF
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

GlobalFiler™  JC8QT4
14,1717,18 714,16 10 NT

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

NT19,24 NT 22,26.2 9.3 11

17,18 NR NT NT NR

PowerPlex® Fusion 6C  JCQH3N
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

(96)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  JDGPZ7

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  JF7Y62
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

PowerPlex® 21, GlobalFiler™  JFKRGU
14,1717,18 7,714,16 10,10 11,21.3

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  (STRmix)JFQTUH
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  (STRMIX)JG2UFF
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  JHUGDD
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

verfliler Plus  JL7H6B
14,1717,18 714,16 10 11,21.3

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  (STRmix)JMLWE7

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  JQL7P8
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  JTQLCD
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 - -

PowerPlex® 5C  JWP2JF
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  JZE8CD
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion  K2GNP9
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 NR

GlobalFiler™  K4L9JZ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  K63CMT

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™ Express  K8KPUA
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18 NM NM

PowerPlex® Fusion 6C, FlexPlex  K93MG8
14,1717,18 714,16 10 11,21.3

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 NID NID NID

GlobalFiler™  KAGYB7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

Identifiler® Plus  KBLLNB
14,1717,18 7,7

12,161 11,11 8,13 11,11

13,1314,16 28,31.2 X,X 11,12

19,24 9.3,9.3 11,11

17,18

GlobalFiler™  (STRmix)KBQ4L9
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™ Express  KBQRF7
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  KC2XAL

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  KFMJJW
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 5C  KGB448
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

GlobalFiler™  KGB7MJ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 5C  KGT287
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18

GlobalFiler™  KGVU3T
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  KH7T29
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Investigator® 24plex QS  KKB8XE

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  KKGHUL
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  KL68KR
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

Investigator® 24plex  KLPUA2
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  KMHLL9
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  (STRmix)KNEY9Z
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  KPBY6Y
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  KQGVMA

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  KQJQW8
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  KVAZC8
14,1717,18 7,714,16 10,10 Not Tested

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

Not Tested19,24 Not Tested 22,26.2 9.3,9.3 11,11

17,18 No Results Not Tested Not Tested No Results

Investigator® 24plex  KVFFEZ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex GO  (TrueAllele)KX6KEY
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 N/A

GlobalFiler™  KYB44U
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  L2G2W2
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  (STRmix)L3RPB8

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  L43Q9R
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex  L6HXQ3
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex  L7DFR4
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  L7F4B4
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/A N/A N/A N/A

PowerPlex® Fusion 5C, GlobalFiler™  (Gene mapper IDX)L9ADRV
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  L9C3U8
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Investigator® 24plex  LARB82

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  LAU37A
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™ Express  LCGF8Z
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  LCU6YR
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex QS  LCZ7CE
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  LDDTUT
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex  LJYVV4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  LKFZFM

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

Investigator® 24plex  LMX7Q4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  LTK4AY
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  (STRmix)LTPECX
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 - -

PowerPlex® Fusion  LWKARB
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 -

GlobalFiler™  LY8VE8
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  M46HZ9
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C Direct  M7RFBK

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  M82A7K
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  MBKLM2
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/A N/A N/A N/A

GlobalFiler™ Express  MD77R6
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  MDQ33K
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  MEDGF9
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 -- --

GlobalFiler™  MLXKH6
14,1717,18 7,714,16 10,10 Not tested

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

Not tested19,24 Not tested 22,26.2 9.3,9.3 11,11

17,18 No Results Not tested Not tested No Results
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 5C  MMT3K7

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18

GlobalFiler™  MQC4W6
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex  MQRMG3
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  MQW3RH
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  MR48GY
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  MR9NFX
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  MTZVN2
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/A N/A N/A N/A
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  MVN986

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  MWLET7
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  MXE9TV
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  N3HQ4T
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  N3K9F7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  N4XZ72
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  N6N4Z9
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion  N7JTXB

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

PowerPlex® Fusion 6C  N8CT78
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  N8TU44
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™ Express  N8UVMF
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18 NM NM

GlobalFiler™  N8XB32
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  NAKN7D
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  NBZ68Y
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Investigator® 24plex QS  NDWPXB

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 No Results

GlobalFiler™  NF48W8
14,1717,18 7,714,16 10,10 NT

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

NT19,24 NT 22,26.2 9.3,9.3 11,11

17,18 NR NT NT NR

Investigator® 24plex  NGJBYY
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex QS  NHYUJW
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  NHZLH4
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  NM87B3
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  NNL36V
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  NPDK43

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  NTZW7E
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  NUUV9J
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex  NWC3KZ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  NWEP4Y
14,1717,18 714,16 10 NT

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

NT19,24 NT 22,26.2 9.3 11

17,18 NR NT NT NR

GlobalFiler™  NZ2A93
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

PowerPlex® Fusion, GlobalFiler™  NZFMKT
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  P2949Z

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  (STRmix)P2N69G
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

GlobalFiler™  P88PWN
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

Investigator® 24plex QS  P8BXHV
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  (STRmix)P8DPAC
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  P97MFW
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex QS, GO!  PAU9Z8
14,1717,18 7,714,16 10,10 n/a

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

n/a19,24 n/a 22,26.2 9.3,9.3 11,11

17,18 n/a n/a n/a n/a
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™ Express  PB8X66

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18 NM NM

PowerPlex® Fusion 5C  PBC984
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

GlobalFiler™  (STRmix)PC8QA6
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  PECC7H
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  PETHBA
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™ Express  (STRmix)PF9TFU
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 - -

GlobalFiler™  (STRmix)PJ4LCA
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  PKWLYM

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 No Results No Results

PowerPlex® Fusion 6C  PLAX2X
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18 No Results No Results No Results

Investigator® 24plex  PN2ZYY
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  (STRmix)PN4NHX
14,1717,18 714,16 10 NT

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

NT19,24 NT 22,26.2 9.3 11

17,18 NR NT NT NR

PowerPlex® Fusion 5C  PP8JQF
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18 No Results

Investigator® 24plex QS  PTLE9X
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 No Results

GlobalFiler™  PXN2E9
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  (STRmix)PXPUDG

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

PowerPlex® Fusion 5C  PYEC2V
14,1717,18 714,16 10 NA

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 NA 9.3 11

17,18 NR/NE NA NA NA

Investigator® 24plex  PYKE32
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion  Q23XF4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 NT

PowerPlex® Fusion 6C  Q49Q7W
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  (STRmix)Q62AFB
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  (STRmix)Q6JFK3
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

(115)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  Q6VA3N

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  Q8C8UR
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex GO!, QS  Q9HT77
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/A N/A N/A N/A

GlobalFiler™  Q9L9MD
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  Q9LGJ4
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  QBMGP3
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  QCXEYD
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 5C  QDCKHA

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

PowerPlex® Fusion 5C  QE89WY
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18 No Results

PowerPlex® Fusion  QGDVA4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 NR

VeriFiler Plus  QJGMJ4
14,1717,18 714,16 10 11,21.3

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18

PowerPlex® Fusion 5C  QKAKQB
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

GlobalFiler™  QKYHFX
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® 6C  QM2FP6
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  QMWAYU

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  QPTE34
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  QQ2QK6
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™ Express  QQPRQV
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  QTCL9H
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  QULG9N
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  QVDTC3
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion, GlobalFiler™  QVTUF4

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 NR nr

PowerPlex® Fusion 6C  QX4VCN
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  QXZDEP
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex  QYGAZX
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  QYGCP3
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion, GlobalFiler™  QYT6B4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 NR NR

GlobalFiler™ Express  (STRmix)QZR8FZ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  R2E69Y

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  R2TQH2
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  R39X2W
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18 No Results No Results No Results

GlobalFiler™  (STRmix)R7TNKE
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  R8GDBL
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

Investigator® 24plex QS  R8MEN9
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 5C  RAMX27
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

(120)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™ Express  (STRmix)RB423D

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

Investigator® 24plex QS  RB42ZR
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  RCDXLW
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  RCU9YV
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  RKTWV2
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion  RL4HMN
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

GlobalFiler™  (STRmix v2.4.06)RP24AK
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Investigator® 24plex QS  RP86M8

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  RRE7MR
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  RVDU9L
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 5C  RVQNDZ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18

GlobalFiler™  RXHJBU
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  RY76V6
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  RYPYKL
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Investigator® 24plex  T3NK7W

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™ Express  T3TYGC
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  T4J8DU
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6c  T839RF
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  T8CH3Y
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/D N/A N/A N/D

PowerPlex® Fusion, GlobalFiler™  T9826Z
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18 NR NR

GlobalFiler™  TAPTCP
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 - -
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™ Express  TELDHU

14,1717,18 714,16 10 NT

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

NT19,24 NT 22,26.2 9.3 11

17,18 NR NT NT NR

GlobalFiler™  THHAY9
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  TJG8FV
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/A N/A N/A N/A

Identifiler® Plus  TMBBY2
14,1717,18 7,7

12,161 11,11 8,13 11,11

13,1314,16 28,31.2 X,X 11,12

19,24 9.3,9.3 11,11

17,18

GlobalFiler™  TMQGER
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

GlobalFiler™  TQRHHV
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  TR8V9D
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion, GlobalFiler™  TRL9LN

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  TTF2FL
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  TTLAME
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C, GlobalFiler™ Express  TUV8A4
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex QS, INTELPlus cartridge  TV3KJ6
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 No Results No Results

Investigator® 24plex  TV4GXU
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  (STRmix)TV6AW3
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 - -
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™ Express  TYTLXT

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  TZZNGQ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

Investigator® 24plex GO  & QS  U67EQ3
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/A N/A N/A N/A

GlobalFiler™  U6TPZW
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

Investigator® 24plex  UALKT4
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 ND

Investigator® 24plex QS  (STRmix)UBT3MT
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 No Results

PowerPlex® Fusion 5C  UCMLVM
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  UEU7G2

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 - -

GlobalFiler™  UFPFXX
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

Investigator® 24plex  UG363V
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  UHU8MQ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex QS  UKHVW6
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 No Results

GlobalFiler™  ULDFYW
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

PowerPlex® Fusion 5C  UNLCKZ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 NT
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  UPBVBZ

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

GlobalFiler™  UR6KTZ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  UTEGD6
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™ Express  UTWJ7Y
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  UU4UPV
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion  UU8CUL
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

PowerPlex® Fusion, GlobalFiler™  UV3VWM
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  UWFHE2

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  UY44ZX
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  UYLZG4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  UZFME2
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  V288E7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  V62CKV
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion  V66T23
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  V7U6DT

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 No Results No Results

PowerPlex® Fusion 6C  V7YALC
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

Investigator® 24plex  V8AB7P
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  V8B44X
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  (STRmix)V8QGJU
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  VCHNXW
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  VERN33
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  VETLDY

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  VFH2EU
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  VGEBVQ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex  VGHNMT
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  VGY4CU
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™ Express  VHRXD6
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  VJ96HM
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™ Express  (STRmix)VJQVUR

14,1717,18 714,16 10 NT

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

NT19,24 NT 22,26.2 9.3 11

17,18 NR NT NT NR

PowerPlex® Fusion  VP9H86
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

PowerPlex® Fusion 6C  VRZE3P
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® 21  VVKBXV
14,1717,18 7,714,16 11,21.3

12,16 17,181 11,11 8,13 11,11

13,1314,16 28,31.2 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

GlobalFiler™  VVXZN2
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 - -

PowerPlex® Fusion 5C  VXJKT6
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

PowerPlex® Fusion 6C  VXQTYC
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  VZRVRU

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 ND ND

PowerPlex® Fusion 5C  W2XRFV
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

GlobalFiler™  W3AE7W
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  W4PLH7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  (STRmix™)W6JA3M
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 - -

GlobalFiler™  W6LH7M
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  W6PJYT
14,1717,18 7,714,16 10,10 NA

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

NA19,24 NA 22,26.2 9.3,9.3 11,11

17,18 NA NA NA NA
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  W7ZLKR

14,1717,18 7,714,16 10,10 NA

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

NA19,24 NA 22,26.2 9.3,9.3 11,11

17,18 NA NA NA NA

Investigator® 24plex  W8PXFR
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  W8QMNU
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

GlobalFiler™  W9LT2M
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C Direct  WC6DVB
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  (STRmix)WDVTW7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 - -

PowerPlex® Fusion 6C  WHQFWL
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  WKTC63

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18 No Results No Results No Results

PowerPlex® Fusion  WL2GNJ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC

Investigator® 24plex QS  WNCDJN
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex QS  WRBNEM
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

Investigator® 24plex QS  WX6QG3
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  WXV23N
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  X2CKLX
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 -- --
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  X2XYCV

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  X44LPZ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 6C  XAFDBK
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  XARC49
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

PowerPlex® Fusion 5C  XB3YVV
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 9.3,9.3 11,11

17,18

GlobalFiler™ Express  XBL383
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  XDTD7Q
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/A N/A N/A N/A
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  XFGRQU

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex  (STRmix)XFHP2Q
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  XFTM22
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 No Results No Results

Identifiler® Plus  XH4DGW
14,1717,18 7,7

12,161 11,11 8,13 11,11

13,1314,16 28,31.2 X,X 11,12

19,24 9.3,9.3 11,11

17,18

Investigator® 24plex  XJGZWQ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  XLJULU
14,1717,18 7,714,16 10,10 N/A

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

N/A19,24 N/A 22,26.2 9.3,9.3 11,11

17,18 N/D N/A N/A N/D

GlobalFiler™  (STRmix)XN94XG
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
Investigator® 24plex QS  (STRmix)XPJ7GU

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  XTGMXV
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  XVU4K9
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

Investigator® 24plex GO!  (TrueAllele)XWNPFL
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X,X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  XXXP4E
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

-19,24 - 22,26.2 9.3,9.3 11,11

17,18 - - - -

GlobalFiler™  XY4CEY
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

GlobalFiler™ Express  Y2B2L2
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  Y6DWBW

14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

Investigator® 24plex  Y6YBXN
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

PowerPlex® Fusion 5C  Y9PY4T
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18

GlobalFiler™  YAD2AA
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  YAHRWQ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  YAKG6U
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 5C, GlobalFiler™  (Gene mapper IDX)YBGR3H
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  (STRmix)YBHK2Q

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  YCQ4ET
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  YCUFP4
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™ Express  YEYXR7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

PowerPlex® Fusion 6C  YFQ7PN
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  (STRmix v2.9.1)YFUNVY
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion  YKK8NG
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
PowerPlex® Fusion 6C  YMAHTG

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  YMU2XN
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

  YNHQNU
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18

PowerPlex® Fusion 6C  YNQEKF
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  YTX4MW
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

NR19,24 NR 22,26.2 9.3,9.3 11,11

17,18 NR NR NR NR

PowerPlex® Fusion 6C  YU9VNQ
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 22,26.2 9.3 11

17,18

GlobalFiler™  (STRmix)YV2WJF
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™ Express  (STRmix)YWJNQ6

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™ Express  YXF8T7
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  YY82RW
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

NGM SElect  YYNFLY
14,1717,1814,16 10,10

12,16 17,1814,171 11,11

13,1314,16 28,31.2 15,15 X,X

19,24 22,26.2 9.3,9.3

17,18

GlobalFiler™  Z4LJJK
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  Z6CJ4U
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  Z97C8W
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 - -
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™ Express  Z9A348

14,1717,18 714,16 10 NT

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

NT19,24 NT 22,26.2 9.3 11

17,18 NR NT NT NR

PowerPlex® Fusion  ZD3ZYP
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18 NR

GlobalFiler™  ZDPBTR
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

GlobalFiler™  ZGFZHA
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18 NR NR

GlobalFiler™  ZJ73LC
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

PowerPlex® Fusion 6C  ZJQNGN
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18 No Results No Results No Results

PowerPlex® Fusion 6C  ZKF3QJ
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

9,919,24 7,10 22,26.2 9.3,9.3 11,11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 1 - STR Results
GlobalFiler™  ZKM6KX

14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  ZPX3DR
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  (STRmix)ZRGAEY
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18

GlobalFiler™  ZRKQNR
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™ Express  ZV4PBL
14,1717,18 7,714,16 10,10

12,16 17,1814,171 11,11 8,13 11,11

13,1314,16 28,31.2 15,15 X,X 11,12

19,24 22,26.2 9.3,9.3 11,11

17,18

GlobalFiler™  ZVXT6V
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

19,24 22,26.2 9.3 11

17,18 NR NR

PowerPlex® Fusion 5C  ZZEWHT
14,1717,18 714,16 10

12,16 17,1814,171 11 8,13 11

1314,16 28,31.2 15 X 11,12

919,24 7,10 9.3 11

17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion  23FGHX

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

PowerPlex® Fusion  24A64E
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

Investigator® 24plex  28U69L
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  293AUX
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Investigator® 24plex  29PNBM
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion 6C  29QG9V
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  2BDVYQ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 5C  2DXU8U

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

GlobalFiler™  (STRmix)2JJVZR
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  2KG48B
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion  2KVQJX
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

GlobalFiler™  2L8JKR
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  2P62HK
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™ Express  2PEUK3
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  2QNLRX

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  2TBA2C
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  2WQVXQ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™ Express  2WQWG3
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 5C  36JMJP
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™  36K8MR
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion  383LTD
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  38BE2M

15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A 2

GlobalFiler™  38P23N
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™ Express  3AEAJ6
15,1617,24 11,1313,16 10,11.3 NT

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NT21,24 NT 19,26.2 6 10,11

13,15 10 NT NT 2

PowerPlex® Fusion 6C  3B7GGM
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 5C  3FFKGW
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™  3GA7EU
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  3GWHAM
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 5C  3LNUYQ

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

PowerPlex® Fusion 6C  3MZPM4
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  3NQWJL
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  3RAVTA
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Investigator® 24plex QS  3RFW7X
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

PowerPlex® Fusion 6C  (STRmix)3RQ9FL
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  (STRmix)3RTQLX
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  3RYZH4

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  3T96XD
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C Direct  3VZYYN
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  3WZBFW
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  3XGHPK
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  3YUWDU
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™ Xpress  3YXMCP
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  47PAWU

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  49U2HF
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  4D9GBR
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 5C  4DDRDQ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

PowerPlex® Fusion 6C  4E7XE3
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  4EKCWK
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  4G644F
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  4JBT7P

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  4JH6CG
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  4JJG3B
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  4LLCLE
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™ Express  4MWJKZ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  4NTW8T
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C, GlobalFiler™  4P6JXU
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® 6C  4RQEBM

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  4VB47K
15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A 2

GlobalFiler™  4VC6PX
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  4WHGG8
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Investigator® 24plex  (STRmix)4XFXLH
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  62UZ2L
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  66AG8J
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  66WC2F

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  699T7Q
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  6BAXGP
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion  6CUCCU
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

Identifiler® Plus  6GK3HP
15,1617,24 11,13

13,142 8,12 9,13 10,12

14.2,1515,17 30,31 X,Y 10,11

21,24 6,6 10,11

13,15

GlobalFiler™  6MEUUT
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  6MNTYA
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  6MRH2L

15,1617,24 11,1313,16 10,11.3 Not Tested

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

Not Tested21,24 Not Tested 19,26.2 6,6 10,11

13,15 10 Not Tested Not Tested 2

PowerPlex® Fusion, GlobalFiler™  6MVZ7C
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  6NMRHH
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  6RNTML
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™ Express  6VTG84
15,1617,24 11,1313,16 10,11.3 NT

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NT21,24 NT 19,26.2 6 10,11

13,15 10 NT NT 2

PowerPlex® Fusion 6C  (STRmix)6WJN6K
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion, GlobalFiler™  6XTXTC
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C Direct  6ZLQ22

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  74DE2F
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex QS  74GRTH
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion 6C  74HJQQ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™ Express  74JECG
15,1617,24 11,1313,16 10,11.3 NT

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NT21,24 NT 19,26.2 6 10,11

13,15 10 NT NT 2

GlobalFiler™  76AH6N
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  78DPWF
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  7C96WN

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  7CA4QW
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  7D4Y8D
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  7EGEUM
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 5C  7EQMGT
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™ Express  7EZ4BM
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  7F9KYK
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™ Globalfiler Express (RapidHIT)  7HJD4K

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  7KZWUG
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex QS  7LXX3T
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

Investigator® 24plex QS  7N2QYD
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion 6C  7NWFWE
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  7PTYXF
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C, GlobalFiler™, Precision ID NGS STR Globalfiler v2  (LRmixStudio, DNAxs)7R4LRN
15,1617,24 11,1313,16 10,11.3 15,19

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
Investigator® 24plex  7RNB4G

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

Investigator® 24plex  (STRmix)7V26UM
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  7VD2W7
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  7W29FB
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  7WWMVN
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™ Express  7XNWPP
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  7XT3GL
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  84CPMB

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 5C  84WHDM
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™  (STRmix)896W4X
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  89L29P
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion  8AD3CR
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

GlobalFiler™  8AFXPW
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex QS  8AYL8R
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
Investigator® 24plex  8E83GF

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

PowerPlex® Fusion 6C  8H86HA
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  8J2VL4
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  8P9D6Q
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Investigator® 24plex  8RFQTJ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion 6C  8T8TDD
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  8TAMTD
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  8UPQUJ

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  (STRmix)8YGXED
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 5C  8ZQ4GG
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

PowerPlex® Fusion 5C  9ABW7H
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

PowerPlex® Fusion, GlobalFiler™  (GeneMapper IDX 4)9ADEB9
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  9B77ME
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion  9CHARQ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  9H9BKP

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  9HA4HX
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™ Express  9JNPUK
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  9JYL8C
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion  9P3PVP
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

GlobalFiler™  9RUM83
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  9UJXF9
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 5C  9W7JZJ

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

Investigator® 24plex QS  9WRTFE
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  9XGGFL
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  9YT8BJ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  9ZMZ6G
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 5C  A2A2LP
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™ Express  A2JHFJ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
Identifiler® Plus  A43GML

15,1617,24 11,13

13,142 8,12 9,13 10,12

14.2,1515,17 30,31 X,Y 10,11

21,24 6,6 10,11

13,15

Investigator® 24plex GO, QS  A77KMM
15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A N/A

PowerPlex® Fusion 6C  A8GJ6B
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

Investigator® 24plex  A8KWWD
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  A8LU8A
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  A8PDWX
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  A9VPML
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  A9ZZPK

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  AA6UZB
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex  (STRmix)AACVBC
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™ Express  AADM9K
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  ABMQQP
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 5C  ADBD7J
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

PowerPlex® Fusion 6C  AGRKQC
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  AJ39G4

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™ Express  AQFFLL
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  AT3ZQP
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  AUD6XL
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™ Express  AXBKBF
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion  AXE4E7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

Investigator® 24plex  AXYRPE
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  AYRJ2K

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  B2DRFE
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  (STRmix)B2R2NE
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  B2WHMD
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  (STRmix)B3K2J6
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  B4K648
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 5C  B7KANE
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

(168)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® 5C  B7NRT6

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

PowerPlex® Fusion 6C  BA9KY7
15,1617,24 11,1313,16 10,11.3 ----------

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16 ----------

PowerPlex® Fusion 6C Direct  BC2EZG
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Identifiler®  BCW99K
15,1617,24 11,13

13,142 8,12 9,13 10,12

14.2,1515,17 30,31 X,Y 10,11

21,24 6,6 10,11

13,15

PowerPlex® Fusion 6C  BD9WU7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  BDJUUG
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Identifiler® Plus  BFVK4K
15,1617,24 11,13

13,142 8,12 9,13 10,12

14.2,1515,17 30,31 X,Y 10,11

21,24 6,6 10,11

13,15

(169)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C Direct  BFZQVG

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  BGMMNE
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  BHG9LC
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  BJGAHW
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  BJY744
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™ Express  BK4YUW
15,1617,24 11,1313,16 10,11.3 NT

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NT21,24 NT 19,26.2 6 10,11

13,15 10 NT NT 2

GlobalFiler™  (STRmix)BKLUEJ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  BR73N2

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  BVN6V7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  BWK9GA
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion  BWVGGN
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

GlobalFiler™  BXTVXF
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  BY3WPF
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 5C  BZWPHD
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
Investigator® 24plex  C3GWKL

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion, GlobalFiler™  C4VF76
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 2

GlobalFiler™ Express  C4WYLT
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  C6N8HB
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fustion 6C  C8QA47
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 5C  CBT47G
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

Investigator® 24plex QS  CD37Y8
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  CG3CJ6

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  CJPZUJ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C Direct  CJRC6V
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  CLHR7Q
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex QS  (STRmix)CQ32ZF
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  CV9TN9
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  CVJBMK
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

(173)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  CVXTBX

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  CXNVD7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  CZ3ZB4
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

VeriFiler Plus  CZUCEH
15,1617,24 11,1313,16 10,11.3 15,19

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 2

PowerPlex® Fusion  D22YNF
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

GlobalFiler™ Express  D3FCGJ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  D48E2D
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  D8VQ36

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  DBU3X4
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  DGUNNJ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  DKZ3FH
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  DM992J
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  DMMN3E
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Identifiler® Plus  DPAFXG
15,1617,24 11,13

13,142 8,12 9,13 10,12

14.2,1515,17 30,31 X,Y 10,11

21,24 6,6 10,11

13,15
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® 21  DPELPD

15,1617,24 11,1313,16 15,19

13,14 23,232 8,12 9,13 10,12

14.2,1515,17 30,31 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15

Investigator® 24plex QS  DPQNWJ
15,1617,24 11,1313,16 10,11.3 n/a

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

n/a21,24 n/a 19,26.2 6,6 10,11

13,15 10 n/a n/a n/a

GlobalFiler™  DRTM9X
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  DTAKXG
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Investigator® 24plex  DU7UYK
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  DUJNCZ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  (STRmix)DUPNPM
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  DW78FJ

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex QS  DX2QGK
15,1617,24 11,1313,16 10,11.3 n/a

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

n/a21,24 n/a 19,26.2 6,6 10,11

13,15 10 n/a n/a n/a

GlobalFiler™ Express  DZVD9F
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  E2HM98
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  E7HK9Z
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  E8RPK4
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  E9HM44
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  EF4J4C

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  EFJY47
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

Identifiler® Plus  EFYDCG
15,1617,24 11,13

13,142 8,12 9,13 10,12

14.2,1515,17 30,31 X,Y 10,11

21,24 6,6 10,11

13,15

PowerPlex® Fusion 6C  EK29HX
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  (STRmix)EKB4XB
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  EL44T2
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  EPV664
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  EQYXNG

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  (STRmix)EU3TH6
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 19,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  EU4E87
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

Investigator® 24plex QS  EVQ3GK
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion 6C  EWAVMP
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex  EWCMJC
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion 6C  EX4Q47
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™ Express  EXD2EF

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  EXY968
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™ Express  EZQFBP
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  F23CJF
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  (STRmix)F2EDYM
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  F2W7T6
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  F6E9XP
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
Investigator® 24plex  F6Y4M7

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™ Express  F6ZVKE
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  F9Z4PN
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™ Express  FAA93C
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 5,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  FARCM7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  (STRMIX)FGQRFK
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  FH2MTC
15,1617,24 11,1313,16 10,11.3 No tested

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

No tested21,24 No tested 19,26.2 6,6 10,11

13,15 10 No tested No tested 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  FH3FPY

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex  FKE2R8
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  FKRTH3
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 5C  FLXCAJ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

Investigator® 24plex  FMJUL6
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  FP7RC4
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  (STRmix)FRQDN6
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  FTLVQ7

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  FVRDWN
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  FZX9AW
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  G38CZR
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  G744RB
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  G7NQFL
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex  G7QJC9
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  G8NPX9

15,1617,24 11,1313,16 10,11.3 NA

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NA21,24 NA 19,26.2 6,6 10,11

13,15 10 NA NA 2

GlobalFiler™  (STRmix)G8X29H
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  G9C3GC
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

PowerPlex® Fusion 5C  GD8YZB
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™  GFDZ43
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 5C  GG8BWB
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™  (STRmix 2.9.1)GGMLEG
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  GGNF6A

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,13INC 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  GHJXHW
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  GMXK7A
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  GNK9HA
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  GP32MD
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  GQVE86
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex  GQXQR8
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  GTHV2P

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  GXDMC8
15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A 2

PowerPlex® Fusion 5C  GXQ2VB
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™  GYMQTC
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  GZ22WB
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  H2MAEB
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  H32EDA
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  H4YWZW

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  H6LF7A
15,1617,24 11,1313,16 10,11.3 -

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16 -

PowerPlex® 21  (STRmix)H7MA49
15,1617,24 11,1313,16 15,19

13,14 23,232 8,12 9,13 10,12

14.2,1515,17 30,31 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15

GlobalFiler™  H9TY3B
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  HBCXAD
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C, SigPrepB  HBDJYE
15,1617,24 11,1313,16 10,11.3 15,19

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  HBQBRV
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

(187)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  HBUUX8

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  (STRmix)HBWC4H
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C Direct  HCF9KP
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex QS  HEDVUE
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  HEXMR7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  HHEW23
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  HJKEXD
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  HKGWYE

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 5C  HKZQLB
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™  HL36LP
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  HLE72W
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion  HM8X3H
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

GlobalFiler™ Express  HPJJ2J
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

PowerPlex® Fusion 6C  HRH2V6
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  HUXBFQ

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  (STRmix)HWBDKA
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  HWDNVK
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  HWT6VE
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  HYMUEZ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  HZZL6W
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  J29VWU
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
Investigator® 24plex QS/GO!  J2XM8D

15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A N/A

Investigator® 24plex  J499C7
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  (STRmix)J4DNML
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion  J644LV
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

GlobalFiler™  J87L3C
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  J8DU7X
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C Direct  JA4UQN
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  JAZHFD

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™, INTELPlus cartridge  JBLDU6
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  JBRKZ8
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion  (STRmix v 2.7)JBRQEF
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

GlobalFiler™  JC8QT4
15,1617,24 11,1313,16 10,11.3 NT

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NT21,24 NT 19,26.2 6 10,11

13,15 10 NT NT 2

PowerPlex® Fusion 6C  JCQH3N
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  JDGPZ7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  JF7Y62

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® 21, GlobalFiler™  JFKRGU
15,1617,24 11,1313,16 10,11.3 15,19

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  (STRmix)JFQTUH
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  (STRMIX)JG2UFF
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  JHUGDD
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

verifiler Plus  JL7H6B
15,1617,24 11,1313,16 10,11.3 15,19

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 2

PowerPlex® Fusion 6C  (STRmix)JMLWE7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  JQL7P8

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  JTQLCD
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® 5C  JWP2JF
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

PowerPlex® Fusion 6C  JZE8CD
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion  K2GNP9
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

GlobalFiler™  K4L9JZ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  K63CMT
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™ Express  K8KPUA

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C, GlobalFiler™ Express  K93MG8
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16 2

GlobalFiler™  KAGYB7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Identifiler® Plus  KBLLNB
15,1617,24 11,13

13,142 8,12 9,13 10,12

14.2,1515,17 30,31 X,Y 10,11

21,24 6,6 10,11

13,15

GlobalFiler™  (STRmix)KBQ4L9
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™ Express  KBQRF7
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  KC2XAL
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  KFMJJW

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 5C  KGB448
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™  KGB7MJ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 5C  KGT287
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

GlobalFiler™  KGVU3T
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  KH7T29
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Investigator® 24plex QS  KKB8XE
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  KKGHUL

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  KL68KR
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Investigator® 24plex  KLPUA2
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  KMHLL9
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  (STRmix)KNEY9Z
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  KPBY6Y
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  KQGVMA
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  KQJQW8

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  KVAZC8
15,1617,24 11,1313,16 10,11.3 Not Tested

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

Not Tested21,24 Not Tested 19,26.2 6,6 10,11

13,15 10 Not Tested Not Tested 2

Investigator® 24plex  KVFFEZ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

Investigator® 24plex GO  (TrueAllele)KX6KEY
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  KYB44U
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  L2G2W2
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  (STRmix)L3RPB8
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  L43Q9R

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex  L6HXQ3
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

Investigator® 24plex  L7DFR4
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  L7F4B4
15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A 2

PowerPlex® Fusion 5C, GlobalFiler™  (Gene mapper IDX)L9ADRV
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  L9C3U8
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex  LARB82
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  LAU37A

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™ Express  LCGF8Z
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  LCU6YR
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Investigator® 24plex QS  LCZ7CE
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

PowerPlex® Fusion 6C  LDDTUT
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex  LJYVV4
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  LKFZFM
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
Investigator® 24plex  LMX7Q4

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

PowerPlex® Fusion 6C  LTK4AY
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  (STRmix)LTPECX
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion  LWKARB
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

GlobalFiler™  LY8VE8
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  M46HZ9
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C Direct  M7RFBK
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  M82A7K

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  MBKLM2
15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A 2

GlobalFiler™ Express  MD77R6
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  MDQ33K
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  MEDGF9
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  MLXKH6
15,1617,24 11,1313,16 10,11.3 Not tested

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

Not tested21,24 Not tested 19,26.2 6,6 10,11

13,15 10 Not tested Not tested 2

PowerPlex® Fusion 5C  MMT3K7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  MQC4W6

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Investigator® 24plex  MQRMG3
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™ Express  MQW3RH
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  MR48GY
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  MR9NFX
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  MTZVN2
15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A 2

PowerPlex® Fusion 6C  MVN986
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™ Express  MWLET7

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C, DNA Signature Prep  MXE9TV
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  N3HQ4T
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  N3K9F7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  N4XZ72
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  N6N4Z9
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion  N7JTXB
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  N8CT78

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  N8TU44
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™ Express  N8UVMF
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  N8XB32
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  NAKN7D
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  NBZ68Y
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex QS  NDWPXB
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  NF48W8

15,1617,24 11,1313,16 10,11.3 NT

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NT21,24 NT 19,26.2 6,6 10,11

13,15 10 NT NT 2

Investigator® 24plex  NGJBYY
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

Investigator® 24plex QS  NHYUJW
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™ Express  NHZLH4
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  NM87B3
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  NNL36V
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  NPDK43
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  NTZW7E

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  NUUV9J
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex  NWC3KZ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™ Express  NWEP4Y
15,1617,24 11,1313,16 10,11.3 NT

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NT21,24 NT 19,26.2 6 10,11

13,15 10 NT NT 2

GlobalFiler™  NZ2A93
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion, GlobalFiler™  NZFMKT
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  P2949Z
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10,0 2,0
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  (STRmix)P2N69G

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  P88PWN
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex QS  P8BXHV
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  (STRmix)P8DPAC
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  P97MFW
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

Investigator® 24plex QS  PAU9Z8
15,1617,24 11,1313,16 10,11.3 n/a

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

n/a21,24 n/a 19,26.2 6,6 10,11

13,15 10 n/a n/a n/a

GlobalFiler™ Express  PB8X66
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 5C  PBC984

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™  (STRmix)PC8QA6
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  PECC7H
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  PETHBA
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  (STRmix)PF9TFU
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  (STRmix)PJ4LCA
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  PKWLYM
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  PLAX2X

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

Investigator® 24plex  PN2ZYY
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™ Express  (STRmix)PN4NHX
15,1617,24 11,1313,16 10,11.3 NT

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NT21,24 NT 19,26.2 6 10,11

13,15 10 NT NT 2

PowerPlex® Fusion 5C  PP8JQF
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

Investigator® 24plex QS  PTLE9X
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  PXN2E9
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  (STRmix)PXPUDG
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 5C  PYEC2V

15,1617,24 11,1313,16 10,11.3 NA

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 NA 6 10,11

13,15 10 NA NA NA

Investigator® 24plex  PYKE32
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion  Q23XF4
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

PowerPlex® Fusion 6C  Q49Q7W
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  (STRmix)Q62AFB
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  (STRmix)Q6JFK3
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  Q6VA3N
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10,10 16,16 16,16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  Q8C8UR

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex QS  Q9HT77
15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A N/A

GlobalFiler™  Q9L9MD
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  Q9LGJ4
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  QBMGP3
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  QCXEYD
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 5C  QDCKHA
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  QE89WY

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion  QGDVA4
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

VeriFiler Plus  QJGMJ4
15,1617,24 11,1313,16 10,11.3 15,19

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 2

PowerPlex® Fusion 5C  QKAKQB
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™  QKYHFX
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® 6C  QM2FP6
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  QMWAYU
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  QPTE34

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  QQ2QK6
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™ Express  QQPRQV
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  QTCL9H
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  QULG9N
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  QVDTC3
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion, GlobalFiler™  QVTUF4
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  QX4VCN

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  QXZDEP
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex  QYGAZX
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  QYGCP3
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion, GlobalFiler™  QYT6B4
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  (STRmix)QZR8FZ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  R2E69Y
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  R2TQH2

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  R39X2W
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  (STRmix)R7TNKE
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  R8GDBL
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex QS  R8MEN9
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

PowerPlex® Fusion 5C  RAMX27
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

GlobalFiler™ Express  (STRmix)RB423D
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
Investigator® 24plex QS  RB42ZR

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  RCDXLW
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  RCU9YV
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  RKTWV2
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion  RL4HMN
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

GlobalFiler™  (STRmix v2.4.06)RP24AK
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Investigator® 24plex QS  RP86M8
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

(217)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  RRE7MR

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  RVDU9L
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 5C  RVQNDZ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

GlobalFiler™  RXHJBU
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  RY76V6
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  RYPYKL
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex  T3NK7W
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™ Express  T3TYGC

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  T4J8DU
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6c  T839RF
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  T8CH3Y
15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A 2

PowerPlex® Fusion, GlobalFiler™  T9826Z
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  TAPTCP
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™ Express  TELDHU
15,1617,24 11,1313,16 10,11.3 NT

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NT21,24 NT 19,26.2 6 10,11

13,15 10 NT NT 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  THHAY9

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  TJG8FV
15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A 2

Identifiler® Plus  TMBBY2
15,1617,24 11,13

13,142 8,12 9,13 10,12

14.2,1515,17 30,31 X,Y 10,11

21,24 6,6 10,11

13,15

GlobalFiler™  TMQGER
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  TQRHHV
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  TR8V9D
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion, GlobalFiler™  TRL9LN
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  TTF2FL

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  TTLAME
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C, GlobalFiler™ Express  TUV8A4
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16 2

PowerPlex® Fusion 5C, MiniFiler  TV3KJ6
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

Investigator® 24plex  TV4GXU
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  (STRmix)TV6AW3
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™ Express  TYTLXT
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  TZZNGQ

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex QS  U67EQ3
15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A N/A

GlobalFiler™  U6TPZW
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Investigator® 24plex  UALKT4
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

Investigator® 24plex QS  (STRmix)UBT3MT
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion 5C  UCMLVM
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

GlobalFiler™  UEU7G2
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  UFPFXX

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex  UG363V
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion 6C  UHU8MQ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

Investigator® 24plex QS  UKHVW6
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  ULDFYW
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 5C  UNLCKZ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

GlobalFiler™  UPBVBZ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  UR6KTZ

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  UTEGD6
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™ Express  UTWJ7Y
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Investigator® 24plex QS  UU4UPV
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion  UU8CUL
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

PowerPlex® Fusion, GlobalFiler™  UV3VWM
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  UWFHE2
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  UY44ZX

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  UYLZG4
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  UZFME2
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™ Express  V288E7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  V62CKV
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion  V66T23
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

GlobalFiler™  V7U6DT
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 6C  V7YALC

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

Investigator® 24plex  V8AB7P
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™ Express  V8B44X
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  (STRmix)V8QGJU
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  VCHNXW
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  VERN33
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  VETLDY
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
Investigator® 24plex QS  VFH2EU

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion 6C  VGEBVQ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

Investigator® 24plex  VGHNMT
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  VGY4CU
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™ Express  VHRXD6
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

PowerPlex® Fusion 6C  VJ96HM
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™ Express  (STRmix)VJQVUR
15,1617,24 11,1313,16 10,11.3 NT

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NT21,24 NT 19,26.2 6 10,11

13,15 10 NT NT 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion  VP9H86

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

PowerPlex® Fusion 6C  VRZE3P
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

PowerPlex® 21  VVKBXV
15,1617,24 11,1313,16 15,19

13,14 23,232 8,12 9,13 10,12

14.2,1515,17 30,31 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15

GlobalFiler™  VVXZN2
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 5C  VXJKT6
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

PowerPlex® Fusion 6C  VXQTYC
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  VZRVRU
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion 5C  W2XRFV

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™  W3AE7W
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  W4PLH7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  (STRmix™)W6JA3M
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  W6LH7M
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  W6PJYT
15,1617,24 11,1313,16 10,11.3 NA

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NA21,24 NA 19,26.2 6,6 10,11

13,15 10 NA NA 2

GlobalFiler™  W7ZLKR
15,1617,24 11,1313,16 10,11.3 NA

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NA21,24 NA 19,26.2 6,6 10,11

13,15 10 NA NA 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
Investigator® 24plex  W8PXFR

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  W8QMNU
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  W9LT2M
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C Direct  WC6DVB
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  (STRmix)WDVTW7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  WHQFWL
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  WKTC63
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion  WL2GNJ

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

Investigator® 24plex QS  WNCDJN
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

Investigator® 24plex QS  WRBNEM
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

Investigator® 24plex QS  WX6QG3
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  WXV23N
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  X2CKLX
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  X2XYCV
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  X44LPZ

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

PowerPlex® Fusion 6C  XAFDBK
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  XARC49
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

PowerPlex® Fusion 5C  XB3YVV
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6,6 10,11

13,15 10

GlobalFiler™ Express  XBL383
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  XDTD7Q
15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A 2

PowerPlex® Fusion 6C  XFGRQU
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
Investigator® 24plex  (STRmix)XFHP2Q

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

GlobalFiler™  XFTM22
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

Identifiler® Plus  XH4DGW
15,1617,24 11,13

13,142 8,12 9,13 10,12

14.2,1515,17 30,31 X,Y 10,11

21,24 6,6 10,11

13,15

Investigator® 24plex  XJGZWQ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  XLJULU
15,1617,24 11,1313,16 10,11.3 N/A

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

N/A21,24 N/A 19,26.2 6,6 10,11

13,15 10 N/A N/A 2

GlobalFiler™  (STRmix)XN94XG
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex QS  (STRmix)XPJ7GU
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  XTGMXV

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  XVU4K9
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

Investigator® 24plex GO!  (TrueAllele)XWNPFL
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  XXXP4E
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

-21,24 - 19,26.2 6,6 10,11

13,15 10 - - 2

GlobalFiler™  XY4CEY
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™ Express  Y2B2L2
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10

GlobalFiler™  Y6DWBW
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
Investigator® 24plex  Y6YBXN

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10

PowerPlex® Fusion 5C  Y9PY4T
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

GlobalFiler™  YAD2AA
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  YAHRWQ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  YAKG6U
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 5C, GlobalFiler™  (Gene mapper IDX)YBGR3H
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  (STRmix)YBHK2Q
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  YCQ4ET

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  YCUFP4
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™ Express  YEYXR7
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  YFQ7PN
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  (STRmix v2.9.1)YFUNVY
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion  YKK8NG
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 INC

PowerPlex® Fusion 6C  YMAHTG
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  YMU2XN

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion  YNHQNU
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

PowerPlex® Fusion 6C  YNQEKF
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  YTX4MW
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NR21,24 NR 19,26.2 6,6 10,11

13,15 10 NR NR 2

PowerPlex® Fusion 6C  YU9VNQ
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6 10,11

13,15 10 16 16

GlobalFiler™  (STRmix)YV2WJF
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  (STRmix)YWJNQ6
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™ Express  YXF8T7

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  YY82RW
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

NGM SElect  YYNFLY
15,1617,2413,16 10,11.3

13,14 23,2315,162 10,12

14.2,1515,17 30,31 15,16 X,Y

21,24 19,26.2 6,6

13,15

GlobalFiler™  Z4LJJK
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  Z6CJ4U
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  Z97C8W
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™ Express  Z9A348
15,1617,24 11,1313,16 10,11.3 NT

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

NT21,24 NT 19,26.2 6 10,11

13,15 10 NT NT 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
PowerPlex® Fusion  ZD3ZYP

15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10

GlobalFiler™  ZDPBTR
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  ZGFZHA
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  ZJ73LC
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 6C  ZJQNGN
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

PowerPlex® Fusion 6C  ZKF3QJ
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 19,26.2 6,6 10,11

13,15 10 16 16

GlobalFiler™  ZKM6KX
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 2 - STR Results
GlobalFiler™  ZPX3DR

15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  (STRmix)ZRGAEY
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

GlobalFiler™  ZRKQNR
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™ Express  ZV4PBL
15,1617,24 11,1313,16 10,11.3

13,14 23,2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6,6 10,11

13,15 10 2

GlobalFiler™  ZVXT6V
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

21,24 19,26.2 6 10,11

13,15 10 2

PowerPlex® Fusion 5C  ZZEWHT
15,1617,24 11,1313,16 10,11.3

13,14 2315,162 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1321,24 11,12 6 10,11

13,15 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion  23FGHX

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

PowerPlex® Fusion  24A64E
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

Investigator® 24plex  28U69L
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  (TrueAllele)293AUX
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex  29PNBM
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

PowerPlex® Fusion 6C  (STRmix)29QG9V
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix v2.5)2BDVYQ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 5C  2DXU8U

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11

GlobalFiler™  2JJVZR
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix version 2.8)2KG48B
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion  2KVQJX
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

GlobalFiler™  (STRmix)2L8JKR
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  2P62HK
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix)2PEUK3
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  (STRmix 2.8)2QNLRX

16,17,1816,17,18,19 10,11,1216,16.3,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 10,11,12

12.2,13,13.2,1411,12,14,15 27,28,31.2,32.2 10,11,15,16,17 X,Y 9,10,11,12

20,21,22,23 15,15.2,16,17,17.2,18 5,6 10,11,12

15,16,17 10,11 2

GlobalFiler™  2TBA2C
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  2WQVXQ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  2WQWG3
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 5C  (STRmix v2.10)36JMJP
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

GlobalFiler™  36K8MR
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion  383LTD
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  38BE2M

17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A 2

GlobalFiler™  38P23N
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  3AEAJ6
17,1817,19 11,1217,17.3 10 NT

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NT21,23 NT 16,18 6 11,12

16,17 11 NT NT 2

PowerPlex® Fusion 6C  3B7GGM
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  3FFKGW
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  3GA7EU
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  3GWHAM
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 5C  3LNUYQ

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

PowerPlex® Fusion 6C  (STRmix)3MZPM4
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  3NQWJL
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRMix)3RAVTA
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex QS  (STRmix)3RFW7X
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

PowerPlex® Fusion 6C  3RQ9FL
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix)3RTQLX
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)3RYZH4

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,X 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)3T96XD
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)3VZYYN
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex QS  3WZBFW
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

PowerPlex® Fusion 6C  3XGHPK
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  3YUWDU
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  3YXMCP
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  47PAWU

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  49U2HF
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  4D9GBR
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 5C  4DDRDQ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

PowerPlex® Fusion 6C  4E7XE3
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  4EKCWK
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  4G644F
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  4JBT7P

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  4JH6CG
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)4JJG3B
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)4LLCLE
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix)4MWJKZ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)4NTW8T
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C, GlobalFiler™  4P6JXU
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® 6C  4RQEBM

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  4VB47K
17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A 2

GlobalFiler™  4VC6PX
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRmix v.2.8)4WHGG8
16,17,1816,17,18,19 10,11,1216,16.3,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 10,11,12

12.2,13,13.2,1411,12,14,15 27,28,31.2,32.2 10,11,15,16,17 X,Y 9,10,11,12

20,21,22,23 15,15.2,16,17,17.2,18 5,6 10,11,12

15,16,17 10,11 2

Investigator® 24plex  (STRmix)4XFXLH
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  62UZ2L
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 5C  66AG8J
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  66WC2F

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  699T7Q
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix 2.4)6BAXGP
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion  6CUCCU
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

Identifiler® Plus  6GK3HP
17,1817,19 11,12

11,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 X,Y 10,12

21,23 6,6 11,12

16,17

GlobalFiler™  6MEUUT
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRmix)6MNTYA
16,17,1817,18,19 11,1216,17,17.3 9,10

10,11,13,14 19,21,2213,143 11,12 11,12 11,12

12.2,13,13.2,1411,12,14,15 28,32.2 11,15,16 X,Y 10,11,12

20,21,22,23 15,16,17,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  6MRH2L

17,1817,19 11,1217,17.3 10,10 Not Tested

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

Not Tested21,23 Not Tested 16,18 6,6 11,12

16,17 11 Not Tested Not Tested 2

PowerPlex® Fusion, GlobalFiler™  6MVZ7C
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  6NMRHH
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  6RNTML
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  6VTG84
17,1817,19 11,1217,17.3 10 NT

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NT21,23 NT 16,18 6 11,12

16,17 11 NT NT 2

PowerPlex® Fusion 6C  6WJN6K
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion, GlobalFiler™  6XTXTC
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)6ZLQ22

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  74DE2F
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex QS  74GRTH
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

PowerPlex® Fusion 6C  (STRmix)74HJQQ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  74JECG
17,1817,19 11,1217,17.3 10 NT

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NT21,23 NT 16,18 6 11,12

16,17 11 NT NT 2

GlobalFiler™  76AH6N
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  78DPWF
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  7C96WN

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  7CA4QW
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  7D4Y8D
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  7EGEUM
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRmix)7EQMGT
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  7EZ4BM
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  7F9KYK
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  7HJD4K

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  7KZWUG
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex QS  (STRmix)7LXX3T
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

Investigator® 24plex QS  7N2QYD
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

PowerPlex® Fusion 6C  7NWFWE
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  7PTYXF
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C, GlobalFiler™, Precision ID NGS STR Globalfiler v2  (LRmixStudio, DNAxs)7R4LRN
17,1817,19 11,1217,17.3 10 12,14

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
Investigator® 24plex  7RNB4G

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

Investigator® 24plex  7V26UM
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  (STRmix, version 2.8)7VD2W7
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)7W29FB
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  7WWMVN
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  7XNWPP
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)7XT3GL
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)84CPMB

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 5C  (STRmix V2.10)84WHDM
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

GlobalFiler™  896W4X
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  89L29P
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion  8AD3CR
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

GlobalFiler™  8AFXPW
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

Investigator® 24plex QS  (STRmix)8AYL8R
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
Investigator® 24plex  8E83GF

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

PowerPlex® Fusion 6C  8H86HA
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix v2.8)8J2VL4
16,17,1816,17,18,19 10,11,1216,16.3,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 10,11,12

12.2,13,13.2,1412,14,15 28,32.2 11,15,16 X,Y 9,10,11,12

20,21,22,23 15,15.2,16,17,17.2,18 5,6 11,12

15,16,17 10,11 2

GlobalFiler™  8P9D6Q
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex  8RFQTJ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

PowerPlex® Fusion 6C  8T8TDD
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  8TAMTD
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  (STRmix v2.5)8UPQUJ

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)8YGXED
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  8ZQ4GG
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 5C  9ABW7H
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11

PowerPlex® Fusion, GlobalFiler™  (GeneMapper IDX 4)9ADEB9
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  9B77ME
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion  9CHARQ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  (STRmix)9HA4HX

16,17,1816,17,18,19 10,11,1216,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 11,12

12.2,13,13.2,1411,12,14,15 27,28,31.2,32.2 11,15,16,17 X,Y 9,10,11,12

20,21,22,23 15,15.2,16,17,17.2,18 6 11,12

15,16,17 10,11 2

GlobalFiler™  9JNPUK
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  9JYL8C
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion  9P3PVP
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

GlobalFiler™  (STRmix)9RUM83
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)9UJXF9
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 5C  (STRmix v2.10)9W7JZJ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
Investigator® 24plex QS  9WRTFE

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  9XGGFL
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  9YT8BJ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix 2.6.3)9ZMZ6G
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex  A2A2LP
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

PowerPlex® Fusion 6C  A2JHFJ

3

Identifiler® Plus  A43GML
17,1817,19 11,12

11,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 X,Y 10,12

21,23 6,6 11,12

16,17
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
Investigator® 24plex QS  A77KMM

17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A N/A

PowerPlex® Fusion 6C  A8GJ6B
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

Investigator® 24plex  A8KWWD
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  A8LU8A
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)A8PDWX
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  A9VPML
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)A9ZZPK
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

(261)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  AA6UZB

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

Investigator® 24plex  AACVBC
17,1817,19 11,1217,17.3 10,10

11,13 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  AADM9K
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (TrueAllele)ABMQQP
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 5C  (STRmix v2.10)ADBD7J
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

PowerPlex® Fusion 6C  AGRKQC
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)AJ39G4
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  AQFFLL

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (TrueAllele)AT3ZQP
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  AUD6XL
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  AXBKBF
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion  AXE4E7
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

Investigator® 24plex  AXYRPE
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  AYRJ2K
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  B2DRFE

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  B2R2NE
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  B2WHMD
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRmix)B3K2J6
16,17,1816,17,18,19 10,11,1216,16.3,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 11,12

12.2,13,13.2,1411,12,14,15 27,28,31.2,32.2 10,11,15,16,17 X,Y 9,10,11,12

20,21,22,23 15,16,17,18 6 11,12

15,16,17 11 2

GlobalFiler™  B4K648
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® 5C  B7NRT6
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

PowerPlex® Fusion 6C  (STRmix)BC2EZG
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
Identifiler®  BCW99K

17,1817,19 11,12

11,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 X,Y 10,12

21,23 6,6 11,12

16,17

PowerPlex® Fusion 6C  (STRmix)BD9WU7
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  BDJUUG
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Identifiler® Plus  BFVK4K
17,1817,19 11,12

11,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 X,Y 10,12

21,23 6,6 11,12

16,17

PowerPlex® Fusion 6C  (STRmix)BFZQVG
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix v2.8)BGMMNE
16,17,1816,17,18,19 10,11,1216,16.3,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 10,11,12

12.2,13,13.2,1411,12,14,15 27,28,31.2,32.2 10,11,15,16,17 X,Y 9,10,11,12

20,21,22,23 15,15.2,16,17,17.2,18 5,6 10,11,12

15,16,17 10,11 2

PowerPlex® Fusion 6C  BHG9LC
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  (STRmix)BJGAHW

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)BJY744
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  BK4YUW
17,1817,19 11,1217,17.3 10 NT

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NT21,23 NT 16,18 6 11,12

16,17 11 NT NT 2

GlobalFiler™  (STRmix)BKLUEJ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)BR73N2
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)BVN6V7
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  BWK9GA
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion  (STRmix v2.7)BWVGGN

17,1815*,17,19 11,1215*,17,17.3 10

11,14 19,2212*,13,143 11,12 11,12 11,12

13.2,1411*,12,15 28,32.2 11,16 X,Y 10,12

11,1221,23 10*,12,13 6 11,12

15*,16,17 INC

GlobalFiler™  (STRmix v2.5)BXTVXF
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  BY3WPF
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  BZWPHD
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex  (STRmix)C3GWKL
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

PowerPlex® Fusion, GlobalFiler™  C4VF76
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRmix)C4WYLT
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  C6N8HB

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  C8QA47
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 5C  (STRmix V2.10)CBT47G
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

Investigator® 24plex QS  CD37Y8
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

PowerPlex® Fusion 6C  (STRmix)CG3CJ6
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  CJPZUJ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)CJRC6V
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  CLHR7Q

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex QS  CQ32ZF
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  CV9TN9
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRMix)CVJBMK
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix v2.4)CVXTBX
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)CXNVD7
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRMix)CZ3ZB4
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
VeriFiler Plus  CZUCEH

17,1817,19 11,1217,17.3 10 12,14

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 2

PowerPlex® Fusion, MiniFiler  D22YNF
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11

GlobalFiler™  D3FCGJ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  D48E2D
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  D8VQ36
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  DBU3X4
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  DGUNNJ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  DKZ3FH

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)DM992J
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  DMMN3E
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Identifiler® Plus  DPAFXG
17,1817,19 11,12

11,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 X,Y 10,12

21,23 6,6 11,12

16,17

PowerPlex® 21  (STRmix 2.8)DPELPD
17,1817,19 11,1217,17.3 12,14

11,14 19,223 11,12 11,12 11,12

13.2,1412,15 28,32.2 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17

Investigator® 24plex QS  DPQNWJ
17,1817,19 11,1217,17.3 10,10 n/a

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

n/a21,23 n/a 16,18 6,6 11,12

16,17 11 n/a n/a n/a

GlobalFiler™  (STRmix 2.8)DRTM9X
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  DTAKXG

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex  (STRmix)DU7UYK
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  DUJNCZ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)DUPNPM
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  DW78FJ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex QS  DX2QGK
17,1817,19 11,1217,17.3 10,10 n/a

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

n/a21,23 n/a 16,18 6,6 11,12

16,17 11 n/a n/a n/a

GlobalFiler™  DZVD9F
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

(272)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  E2HM98

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)E7HK9Z
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)E8RPK4
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  E9HM44
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  EF4J4C
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  EFJY47
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

Identifiler® Plus  EFYDCG
17,1817,19 11,12

11,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 X,Y 10,12

21,23 6,6 11,12

16,17
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)EK29HX

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  EKB4XB
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix)EL44T2
16,17,1816,17,18,19 10,11,1216,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 10,11,12

12.2,13,13.2,1411,12,14,15 27,28,31.2,32.2 11,15,16,17 X,Y 9,10,11,12

20,21,22,23 15,16,17,18 5,6 11,12

15,16,17 11 2

PowerPlex® Fusion 6C  (STRmix)EPV664
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix v2.4)EQYXNG
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)EU3TH6
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix V2.8)EU4E87
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18
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Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  EVQ3GK

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  EWAVMP
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex  EWCMJC
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

PowerPlex® Fusion 6C  EX4Q47
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  EXD2EF
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  EXY968
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  EZQFBP
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  F23CJF

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™, MiniFiler  F2EDYM
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  F2W7T6
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  F6E9XP
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex  F6Y4M7
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  F6ZVKE
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  F9Z4PN
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  FAA93C

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  FARCM7
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRMIX)FGQRFK
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  FH2MTC
17,1817,19 11,1217,17.3 10,10 No tested

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

No tested21,23 No tested 16,18 6,6 11,12

16,17 11 No tested No tested 2

GlobalFiler™  (STRmix)FH3FPY
16,17,1816,17,18,19 10,11,1216,16.3,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 11,12

12.2,13,13.2,1412,14,15 27,28,32.2 11,15,16 X,Y 10,12

20,21,22,23 15,16,17,18 6 11,12

15,16,17 11 2

Investigator® 24plex  FKE2R8
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™, MiniFiler  FKRTH3
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  FLXCAJ

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex  FMJUL6
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  FP7RC4
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRmix)FRQDN6
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  FVRDWN
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  FZX9AW
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRMIX)G38CZR
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  G744RB

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  G7NQFL
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex  G7QJC9
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  G8NPX9
17,1817,19 11,1217,17.3 10,10 NA

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NA21,23 NA 16,18 6,6 11,12

16,17 11 NA NA 2

GlobalFiler™  (STRmix)G8X29H
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)G9C3GC
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

PowerPlex® Fusion 5C  (STRmix v2.10)GD8YZB
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  GFDZ43

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 5C  (STRmix V2.10)GG8BWB
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

GlobalFiler™  (STRmix 2.9.1)GGMLEG
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  GGNF6A
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)GHJXHW
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  GMXK7A
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix 2.8)GNK9HA
16,17,1816,17,18,19 10,11,1216,16.3,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 10,11,12

12.2,13,13.2,1411,12,14,15 27,28,31.2,32.2 10,11,15,16,17 X,Y 9,10,11,12

20,21,22,23 15,15.2,16,17,17.2,18 5,6 10,11,12

15,16,17 10,11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  GP32MD

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  GQVE86
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

Investigator® 24plex  GQXQR8
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

PowerPlex® Fusion 6C  GTHV2P
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  GXDMC8
17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A 2

PowerPlex® Fusion 5C  (STRmix v2.10)GXQ2VB
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

GlobalFiler™  GYMQTC
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  GZ22WB

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix)H2MAEB
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  H32EDA
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)H4YWZW
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  H6LF7A
17,1817,19 11,1217,17.3 10,10 -

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18 -

PowerPlex® 21  (STRmix)H7MA49
17,1817,19 11,1217,17.3 12,14

11,14 19,223 11,12 11,12 11,12

13.2,1412,15 28,32.2 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17

GlobalFiler™  H9TY3B
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  HBCXAD

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™, SigPrepB  HBDJYE
17,1817,19 11,1217,17.3 10 12,14

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18 2

GlobalFiler™  HBQBRV
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  HBUUX8
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)HBWC4H
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)HCF9KP
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  HEDVUE
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  HEXMR7

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  HHEW23
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  HJKEXD
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  HKGWYE
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 5C  (STRmix v2.10)HKZQLB
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

GlobalFiler™  (STRmix)HL36LP
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)HLE72W
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion  (STRMix)HM8X3H

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

PowerPlex® Fusion 6C  HRH2V6
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix)HUXBFQ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  HWBDKA
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  HWDNVK
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  HWT6VE
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)HYMUEZ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)HZZL6W

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)J29VWU
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex QS  J2XM8D
17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A N/A

Investigator® 24plex  J499C7
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  J4DNML
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion  J644LV
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

GlobalFiler™  (STRmix)J87L3C
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)J8DU7X

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)JA4UQN
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  JAZHFD
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  JBRKZ8
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion  JBRQEF
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

GlobalFiler™  JC8QT4
17,1817,19 11,1217,17.3 10 NT

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NT21,23 NT 16,18 6 11,12

16,17 11 NT NT 2

PowerPlex® Fusion 6C  (STRmix)JCQH3N
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  JDGPZ7

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  JF7Y62
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® 21, GlobalFiler™  JFKRGU
17,1817,19 11,1217,17.3 10,10 12,14

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)JFQTUH
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRMIX)JG2UFF
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)JHUGDD
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

VERIFILER Plus  JL7H6B
17,1817,19 11,1217,17.3 10 12,14

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  JMLWE7

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  JQL7P8
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  JTQLCD
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)JWP2JF
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)JZE8CD
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion, MiniFiler  K2GNP9
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11

GlobalFiler™  K4L9JZ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

(289)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  K8KPUA

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  K93MG8
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  KAGYB7
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

Identifiler® Plus  KBLLNB
17,1817,19 11,12

11,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 X,Y 10,12

21,23 6,6 11,12

16,17

GlobalFiler™  (STRmix)KBQ4L9
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRmix)KBQRF7
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  KC2XAL
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)KFMJJW

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 5C  (STRmix V2.10)KGB448
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

GlobalFiler™  KGB7MJ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 5C  KGT287
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11

GlobalFiler™  KGVU3T
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  KH7T29
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex QS  (STRmix)KKB8XE
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  (STRmix)KKGHUL

16,17,1816,17,18,19 10,11,1216,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 10,11,12

12.2,13,13.2,1411,12,14,15 27,28,31.2,32.2 10,11,15,16,17 X,Y 9,10,11,12

20,21,22,23 15,15.2,16,17,17.2,18 5,6 10,11,12

15,16,17 10,11 2

GlobalFiler™  KL68KR
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex  KLPUA2
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  KMHLL9
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)KNEY9Z
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  KPBY6Y
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  KQGVMA
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)KQJQW8

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  KVAZC8
17,1817,19 11,1217,17.3 10,10 Not Tested

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

Not Tested21,23 Not Tested 16,18 6,6 11,12

16,17 11 Not Tested Not Tested 2

Investigator® 24plex  KVFFEZ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

Investigator® 24plex QS  KX6KEY
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  (STRmix)KYB44U
16,17,1817,19 11,1216,17,17.3 9,10

11,13,14 19,2213,143 11,12 11,12 11,12

12.2,13.2,1412,15 28,32.2 11,15,16 X,Y 10,12

20,21,22,23 16,17,18 6 11,12

16,17 11 2

GlobalFiler™  L2G2W2
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  L3RPB8
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)L43Q9R

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex  L6HXQ3
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

Investigator® 24plex  L7DFR4
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  L7F4B4
17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A 2

PowerPlex® Fusion 5C, GlobalFiler™  (Gene mapper IDX)L9ADRV
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 2

GlobalFiler™  L9C3U8
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

Investigator® 24plex  LARB82
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  LAU37A

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  LCGF8Z
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  LCU6YR
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex QS  (STRmix)LCZ7CE
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

PowerPlex® Fusion 6C  (STRmix)LDDTUT
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex  LJYVV4
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  (STRmix)LKFZFM
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
Investigator® 24plex  LMX7Q4

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

PowerPlex® Fusion 6C  (STRmix v2.8)LTK4AY
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  LTPECX
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion  LWKARB
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11

  LY8VE8
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  M46HZ9
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)M7RFBK
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  M82A7K

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  MBKLM2
17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A 2

GlobalFiler™  MD77R6
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)MDQ33K
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  MEDGF9
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  MLXKH6
17,1817,19 11,1217,17.3 10,10 Not tested

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

Not tested21,23 Not tested 16,18 6,6 11,12

16,17 11 Not tested Not tested 2

PowerPlex® Fusion  MMT3K7
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  MQC4W6

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex  MQRMG3
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  (STRmix)MQW3RH
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)MR48GY
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  MR9NFX
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  MTZVN2
17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A 2

PowerPlex® Fusion 6C  MVN986
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  MWLET7

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)MXE9TV
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)N3HQ4T
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix)N3K9F7
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  N4XZ72
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  N6N4Z9
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion  N7JTXB
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)N8CT78

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  N8TU44
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  N8UVMF
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  N8XB32
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  NAKN7D
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  NBZ68Y
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 5C  NDWPXB
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  (STRmix)NF48W8

17,1817,19 11,1217,17.3 10,10 NT

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NT21,23 NT 16,18 6,6 11,12

16,17 11 NT NT 2

Investigator® 24plex  NGJBYY
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

Investigator® 24plex QS  NHYUJW
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  NHZLH4
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  NM87B3
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  NNL36V
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  NPDK43
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  NTZW7E

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)NUUV9J
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex  NWC3KZ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  NWEP4Y
17,1817,19 11,1217,17.3 10 NT

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NT21,23 NT 16,18 6 11,12

16,17 11 NT NT 2

GlobalFiler™  (STRmix v2.5)NZ2A93
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion, GlobalFiler™  NZFMKT
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 2

GlobalFiler™  P2949Z
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

(302)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  P2N69G

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)P88PWN
16,17,1817,19 11,1217,17.3 9,10

10,11,13,14 19,2213,143 11,12 11,12 11,12

12.2,13,13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,22,23 16,18 6 11,12

16,17 11 2

Investigator® 24plex QS  P8BXHV
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  (STRmix)P8DPAC
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)P97MFW
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

Investigator® 24plex QS  PAU9Z8
17,1817,19 11,1217,17.3 10,10 n/a

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

n/a21,23 n/a 16,18 6,6 11,12

16,17 11 n/a n/a n/a

GlobalFiler™  PB8X66
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 5C  (STRmix v2.10)PBC984

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

GlobalFiler™  (STRmix)PC8QA6
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  PECC7H
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  (TrueAllele)PETHBA
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™, MiniFiler  PF9TFU
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRmix)PJ4LCA
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRmix 2.8.0)PKWLYM
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
Investigator® 24plex QS  PLAX2X

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

Investigator® 24plex  PN2ZYY
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  PN4NHX
17,1817,19 11,1217,17.3 10 NT

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NT21,23 NT 16,18 6 11,12

16,17 11 NT NT 2

GlobalFiler™  PP8JQF
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)PTLE9X
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  PXN2E9
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  PXPUDG
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

(305)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 5C  PYEC2V

17,1817,19 11,1217,17.3 10 NA

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 NA 6 11,12

16,17 11 NA NA NA

Investigator® 24plex  PYKE32
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

PowerPlex® Fusion  Q23XF4
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,[16] X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11

PowerPlex® Fusion 6C  Q49Q7W
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix)Q62AFB
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  Q6JFK3
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  Q6VA3N
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)Q8C8UR

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex QS  Q9HT77
17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A N/A

GlobalFiler™  Q9L9MD
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  Q9LGJ4
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  QBMGP3
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  QCXEYD
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 5C  QDCKHA
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion, MiniFiler  QGDVA4

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11

VeriFiler Plus  QJGMJ4
17,1817,19 11,1217,17.3 10 12,14

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 2

Investigator® 24plex QS  QKAKQB
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  QKYHFX
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® 6C  QM2FP6
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  QMWAYU
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  QPTE34
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  QQ2QK6

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  QQPRQV
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)QTCL9H
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)QULG9N
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  QVDTC3
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion, GlobalFiler™, MiniFiler  QVTUF4
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)QX4VCN
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)QXZDEP

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex  QYGAZX
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  QYGCP3
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion, GlobalFiler™, AmpFLSTR MiniFiler  QYT6B4
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRmix)QZR8FZ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix 2.8)R2E69Y
16,17,1816,17,18,19 10,11,1216,16.2,16.3,17,17.3 9,10,11

10,11,12,13,14 18,19,21,2212,13,143 10,11,12 10,11,12,13 10,11,12

12.2,13,13.2,1411,12,14,15 27,28,31.2,32.2 10,11,15,16,17 X,Y 9,10,11,12

20,21,22,23,24 15,15.2,16,17,17.2,18 5,6 10,11,12

15,16,17 10,11 2

GlobalFiler™  R2TQH2
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
Investigator® 24plex QS  R39X2W

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  (STRmix)R7TNKE
16,17,1816,17,18,19 10,11,1216,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 11,12

12.2,13,13.2,1411,12,14,15 27,28,31.2,32.2 11,15,16,17 X,Y 9,10,11,12

20,21,22,23 15,15.2,16,17,17.2,18 6 11,12

15,16,17 10,11 2

GlobalFiler™  R8GDBL
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

Investigator® 24plex QS  (STRmix v2.9.1)R8MEN9
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

PowerPlex® Fusion 5C  RAMX27
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

GlobalFiler™  (STRmix)RB423D
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

Investigator® 24plex QS  RB42ZR
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

(311)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  RCDXLW

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  RCU9YV
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix)RKTWV2
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion  RL4HMN
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

GlobalFiler™  (STRmix v2.4.06)RP24AK
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex QS  (STRmix)RP86M8
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  RRE7MR
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)RVDU9L

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion  RVQNDZ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

GlobalFiler™  RXHJBU
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  RY76V6
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)RYPYKL
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex  T3NK7W
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  (STRmix)T3TYGC
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  T4J8DU

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6c  (STRmix)T839RF
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  T8CH3Y
17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A 2

PowerPlex® Fusion, MiniFiler  T9826Z
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11

GlobalFiler™  TAPTCP
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  TELDHU
17,1817,19 11,1217,17.3 10 NT

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NT21,23 NT 16,18 6 11,12

16,17 11 NT NT 2

GlobalFiler™  THHAY9
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  TJG8FV

17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A 2

Identifiler® Plus  TMBBY2
17,1817,19 11,12

11,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 X,Y 10,12

21,23 6,6 11,12

16,17

GlobalFiler™  TMQGER
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  TQRHHV
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRmix)TR8V9D
17,1817,19 11,1217,17.3 9,10

10,11,14 19,2213,143 11,12 11,12 11,12

12.2,13,13.2,1412,15 28,32.2 11,16 X,Y 10,12

20,21,22,23 16,17,18 6 11,12

16,17 11 2

PowerPlex® Fusion, GlobalFiler™  TRL9LN
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRmix)TTF2FL
16,17,1817,19 11,1216,17,17.3 9,10

10,11,13,14 19,2212,13,143 10,11,12 11,12 11,12

12.2,13.2,1412,15 28,31.2,32.2 11,15,16 X,Y 10,12

20,21,22,23 15,16,17,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  (STRmix)TTLAME

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  TUV8A4
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

Investigator® 24plex  TV4GXU
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  TV6AW3
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  TYTLXT
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  TZZNGQ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

Investigator® 24plex QS  U67EQ3
17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A N/A
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  (STRmix v2.5)U6TPZW

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex  (STRmix)UALKT4
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

PowerPlex® Fusion 6C  UBT3MT
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

PowerPlex® Fusion 5C  UCMLVM
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

GlobalFiler™  UEU7G2
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  UFPFXX
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

Investigator® 24plex  UG363V
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  UHU8MQ

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  UKHVW6
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix v2.5)ULDFYW
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 5C  UNLCKZ
17,18[17],19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,[13] 6 11,12

16,17 11

GlobalFiler™  UPBVBZ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  UR6KTZ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix 2.8)UTEGD6
16,17,1816,17,18,19 10,11,1216,16.3,17,17.3 9,10

10,11,13,14 19,21,2212,13,143 10,11,12 10,11,12 10,11,12

12.2,13,13.2,1412,14,15 28,32.2 11,15,16 X,Y 10,11,12

20,21,22,23 15,15.2,16,17,18 6 11,12

15,16,17 10,11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  UTWJ7Y

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion  UU8CUL
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

PowerPlex® Fusion, GlobalFiler™  UV3VWM
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 2

GlobalFiler™  UWFHE2
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  UY44ZX
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)UYLZG4
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  UZFME2
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  V62CKV

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion  V66T23
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11

GlobalFiler™  V7U6DT
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)V7YALC
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex  V8AB7P
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

GlobalFiler™  V8B44X
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  V8QGJU
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

(320)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  VCHNXW

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix 2.8)VERN33
16,17,1816,17,18,19 10,11,1216,16.3,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 10,11,12

12.2,13,13.2,1411,12,14,15 27,28,31.2,32.2 10,11,15,16,17 X,Y 9,10,11,12

20,21,22,23 15,15.2,16,17,17.2,18 5,6 11,12

15,16,17 10,11 2

GlobalFiler™  (STRmix)VETLDY
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix v2.8)VGEBVQ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

Investigator® 24plex  VGHNMT
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

PowerPlex® Fusion 6C  (STRmix)VJ96HM
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  VJQVUR
17,1817,19 11,1217,17.3 10 NT

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NT21,23 NT 16,18 6 11,12

16,17 11 NT NT 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion  VP9H86

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

PowerPlex® Fusion 6C  VRZE3P
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

PowerPlex® 21  (STRmix)VVKBXV
17,1817,19 11,1217,17.3 12,14

11,14 19,223 11,12 11,12 11,12

13.2,1412,15 28,32.2 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17

GlobalFiler™  VVXZN2
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 5C  VXJKT6
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

PowerPlex® Fusion 6C  (STRmix)VXQTYC
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  VZRVRU
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 5C  (STRmix v2.10)W2XRFV

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

GlobalFiler™  W3AE7W
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  W4PLH7
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  W6JA3M
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  W6LH7M
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  W6PJYT
17,1817,19 11,1217,17.3 10,10 NA

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NA21,23 NA 16,18 6,6 11,12

16,17 11 NA NA 2

GlobalFiler™  W7ZLKR
17,1817,19 11,1217,17.3 10,10 NA

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NA21,23 NA 16,18 6,6 11,12

16,17 11 NA NA 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
Investigator® 24plex  W8PXFR

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  (STRmix v2.5)W8QMNU
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  W9LT2M
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)WC6DVB
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  WDVTW7
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)WHQFWL
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

Investigator® 24plex QS  WKTC63
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11
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Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion  WL2GNJ

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

Investigator® 24plex QS  WNCDJN
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

Investigator® 24plex QS  WRBNEM
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

Investigator® 24plex QS  (STRmix)WX6QG3
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  WXV23N
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  X2CKLX
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  X2XYCV
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  (TrueAllele)X44LPZ

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix)XAFDBK
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 6C  (STRmix)XARC49
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 5C  (STRmix v2.10)XB3YVV
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6,6 11,12

16,17 11

GlobalFiler™  XDTD7Q
17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A 2

PowerPlex® Fusion 6C  XFGRQU
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

Investigator® 24plex  XFHP2Q
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  XFTM22

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

Identifiler® Plus  XH4DGW
17,1817,19 11,12

11,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 X,Y 10,12

21,23 6,6 11,12

16,17

Investigator® 24plex  XJGZWQ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  XLJULU
17,1817,19 11,1217,17.3 10,10 N/A

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

N/A21,23 N/A 16,18 6,6 11,12

16,17 11 N/A N/A 2

GlobalFiler™  (STRmix)XN94XG
16,17,1816,17,18,19 11,1216,17,17.3 9,10

11,13,14 19,21,2212,13,143 10,11,12 10,11,12 11,12

12.2,13,13.2,1412,14,15 27,28,32.2 11,15,16 X,Y 10,11,12

20,21,22,23 15,16,17,18 5,6 11,12

16,17 11 2

GlobalFiler™  XPJ7GU
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  XTGMXV
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  (STRmix)XVU4K9

16,17,1816,17,18,19 10,11,1216,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 10,11,12

12.2,13,13.2,1411,12,14,15 27,28,31.2,32.2 11,15,16,17 X,Y 9,10,11,12

20,21,22,23 15,15.2,16,17,17.2,18 6 11,12

15,16,17 10,11 2

Investigator® 24plex QS  XWNPFL
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11

GlobalFiler™  (STRmix v 2.4.06)XXXP4E
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

-21,23 - 16,18 6,6 11,12

16,17 11 - - 2

PowerPlex® Fusion 6C  XY4CEY
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  Y6DWBW
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

Investigator® 24plex  Y6YBXN
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11

PowerPlex® Fusion 5C  Y9PY4T
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  (STRmix)YAD2AA

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  YAHRWQ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  YAKG6U
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 5C, GlobalFiler™  (Gene mapper IDX)YBGR3H
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  YBHK2Q
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  YCQ4ET
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  YCUFP4
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  (STRmix)YEYXR7

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion 6C  YFQ7PN
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix v2.9.1)YFUNVY
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® Fusion  YKK8NG
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 INC

PowerPlex® Fusion 6C  (STRmix)YMAHTG
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  YMU2XN
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

PowerPlex® ESI16  YNHQNU
17,1817,1917,17.3 10

11,14 19,2213,143 11,12

13.2,1412,15 28,32.2 11,[16] X,Y

21,23 6

16,17
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
PowerPlex® Fusion 6C  (STRmix)YNQEKF

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix)YTX4MW
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NR21,23 NR 16,18 6,6 11,12

16,17 11 NR NR 2

PowerPlex® Fusion 6C  YU9VNQ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix)YV2WJF
16,17,1816,17,18,19 10,11,1216,17,17.3 9,10

10,11,13,14 18,19,21,2212,13,143 10,11,12 10,11,12 11,12

12.2,13,13.2,1412,14,15 28,31.2,32.2 11,15,16 X,Y 10,11,12

20,21,22,23 15,16,17,18 6 11,12

16,17 11 2

GlobalFiler™  YWJNQ6
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  (STRMix)YXF8T7
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  YY82RW
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  Z4LJJK

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  Z6CJ4U
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  Z97C8W
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  Z9A348
17,1817,19 11,1217,17.3 10 NT

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

NT21,23 NT 16,18 6 11,12

16,17 11 NT NT 2

PowerPlex® Fusion  ZD3ZYP
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11

GlobalFiler™  (STRmix v2.5)ZDPBTR
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  ZGFZHA
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  ZJ73LC

17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  ZJQNGN
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  (STRmix v2.8.0)ZKF3QJ
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6,6 11,12

16,17 11 17 18

GlobalFiler™  (STRmix)ZKM6KX
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  ZPX3DR
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

GlobalFiler™  (STRmix)ZRGAEY
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

GlobalFiler™  ZRKQNR
17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3 - STR Results
GlobalFiler™  ZV4PBL

17,1817,19 11,1217,17.3 10,10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6,6 11,12

16,17 11 2

PowerPlex® Fusion 6C  ZVXT6V
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 16,18 6 11,12

16,17 11 17 18

PowerPlex® Fusion 5C  ZZEWHT
17,1817,19 11,1217,17.3 10

11,14 19,2213,143 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3e - STR Results
PowerPlex® Fusion  MMT3K7

17,1817,19 11,1217,17.3 10

11,14 19,2213,143e 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

16,17 11

PowerPlex® Fusion  RVQNDZ
17,1817,19 11,1217,17.3 10

11,14 19,2213,143e 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

11,1221,23 12,13 6 11,12

GlobalFiler™  VGY4CU
17,1817,19 11,1217,17.3 10

11,14 19,2213,143e 11,12 11,12 11,12

13.2,1412,15 28,32.2 11,16 X,Y 10,12

21,23 16,18 6 11,12

16,17 11 2

NGM SElect  YYNFLY
17,1817,1917,17.3 10,10

11,14 19,2213,143e 11,12

13.2,1412,15 28,32.2 11,16 X,Y

21,23 16,18 6,6

16,17
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 3sp - STR Results
GlobalFiler™  VGY4CU

17,1817,19

193sp 11

28 X

18 6

11

NGM SElect  YYNFLY

3sp
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion  23FGHX

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

PowerPlex® Fusion  (STRMix)24A64E
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

Investigator® 24plex  (STRMix)28U69L
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (TrueAllele)293AUX
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex  (STRmix)29PNBM
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  (STRmix)29QG9V
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix v2.5)2BDVYQ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 5C  2DXU8U

14,15,16,1717,[18,24] 7,[11,13][13,14],16 10,[11.3]

12,13,[14],16 [17,18],2314,15,16,174 [8],11,[12] [8,9],13 [10],11,[12]

13,[14.2,15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,12

9,[12,13][19,21],24 [7],10,11,[12] 6,9.3 [10],11

[13,15],17,18 10

GlobalFiler™  (STRmix)2JJVZR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix version 2.8)2KG48B
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion  (STRmix)2KVQJX
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

GlobalFiler™  (STRmix)2L8JKR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)2P62HK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)2PEUK3
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix 2.8)2QNLRX

13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,15.2,16 9,10,11,11.3

11,12,13,14,15,16 16,17,18,22,2313,14,15,16,174 7,8,10,11,12 7,8,9,12,13 9,10,11,12

12,13,13.2,14,14.2,
15

13,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16,17 X,Y 9,10,11,12

18,19,20,21,23,24 18,26.2,27.2,18.2,19,
20,21,21.2,22,25.2,

5,6,8.3,9.3 10,11

12,13,14,15,16,17,1
8

9,10 2

GlobalFiler™  2TBA2C
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)2WQVXQ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  2WQWG3
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 5C  (STRmix v2.10)36JMJP
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y/X,X 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  36K8MR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

(339)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion  (STRmix)383LTD

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

GlobalFiler™  38BE2M
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A 2

GlobalFiler™  38P23N
14,15,16,1717,18,24 7,[11],[13]13,14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,9,13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] 10,11,12

19,21,24 19,22,26.2 6,9.3 [10],11

13,15,17,18 10 2

GlobalFiler™  3AEAJ6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NT

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NT19,21,24 NT 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NT NT 2

PowerPlex® Fusion 6C  (STRmix)3B7GGM
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)3FFKGW
14,15,16,1717,[18],[24] 7,[11],[13][13],[14],16 10,[11.3]

12,13,[14],16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,[17] 28,30,31,31.2 15,[16] X,[Y] [10],11,12

19,[21],24 [19],[22],26.2 6,9.3 [10],11

13,15,17,18 10 2

GlobalFiler™  3GA7EU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

(340)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  3GWHAM

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 5C  3LNUYQ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  (STRmix)3MZPM4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)3NQWJL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRMIX)3RAVTA
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex QS  (STRmix)3RFW7X
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  (STRmix)3RQ9FL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)3RTQLX

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)3RYZH4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)3T96XD
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)3VZYYN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex QS  3WZBFW
14,15,16,1717,18,[24] 7,[11],[13][13],[14],16 10,[11.3]

12,[13],[14],16 17,[18],2314,15,16,174 [8],11,[12] [8],[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,12

19,[21],24 [19],22,26.2 6,9.3 [10],11

13,15,17,18 10

PowerPlex® Fusion 6C  (STRmix)3XGHPK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  3YUWDU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

(342)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix 2.6)3YXMCP

14,15,16,1717,18,[24] 7,[11],[13][13],14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,12

9,[12],[13]19,[21],24 7,10,11,12 [19],[22],26.2 6,9.3 [10],11

13,15,17,18 10 16 16

GlobalFiler™  47PAWU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  49U2HF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  4D9GBR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 5C  4DDRDQ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  4E7XE3
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  4EKCWK
14,15,16,1717,18,24 7,11,1313,14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,[16] X,[Y] 10,11,12

19,21,24 19,22,26.2 6,9.3 [10],11

13,15,17,18 10 2

(343)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  4G644F

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)4JBT7P
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  4JH6CG
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)4JJG3B
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)4LLCLE
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)4MWJKZ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)4NTW8T
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C, GlobalFiler™  4P6JXU

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16 2

PowerPlex® 6C  4RQEBM
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  4VB47K
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A 2

GlobalFiler™  (STRmix)4VC6PX
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,20,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix v.2.8)4WHGG8
13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,15.2,16 9,10,10.3,11,11.3

11,12,13,14,15,16 16,17,18,22,2313,14,15,16,174 8,10,11,12 7,8,9,12,13 9,10,11,12

12,13,13.2,14,14.2,
15

13,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16,17 X,Y 9,10,11,12

18,19,20,21,22,23,2
4

18,18.2,19,20,21,21.2
,22,25.2,26,26.2,27.2

5,6,8.3,9.3 10,11

12,13,14,15,16,17,1
8

9,10 2

Investigator® 24plex  (STRmix)4XFXLH
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 14,15,16 X,Y 10,11,12

19,21,24 19,22,25.2,26.2 6,9.3 10,11

13,15,17,18 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)62UZ2L

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 5C  66AG8J
14,15,16,1717,18,[24] 7,[11],[13][13],14,16 10,[11.3]

12,[13],14,16 17,18,2314,15,16,174 [8],11,[12] 8,9,13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,12

9,[12],[13]19,[21],24 7,10,11,12 6,9.3 [10],11

[13],[15],17,18 10

GlobalFiler™  66WC2F
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  699T7Q
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix 2.4)6BAXGP
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion  (STRmix)6CUCCU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

Identifiler® Plus  6GK3HP
14,15,16,1717,18,24 7,11,13

12,13,14,164 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 X,X,Y 10,11,12

19,21,24 6,9.3 10,11

13,15,17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  6MEUUT

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)6MNTYA
14,15,16,1717,18,24 7,11,1313,14,16 9,10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

12,13,14.2,1514,15,16,17 28,30,31,31.2 14,15,16 X,Y 10,11,12

19,21,23,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  6MRH2L
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 Not Tested

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

Not Tested19,21,24 Not Tested 19,22,26.2 6,9.3 10,11

13,15,17,18 10 Not Tested Not Tested 2

PowerPlex® Fusion, GlobalFiler™  6MVZ7C
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix ver. 2.6.1)6NMRHH
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)6RNTML
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)6VTG84
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NT

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NT19,21,24 NT 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NT NT 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)6WJN6K

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion, GlobalFiler™  6XTXTC
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)6ZLQ22
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)74DE2F
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex QS  (STRmix V2.4.06)74GRTH
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  (STRmix)74HJQQ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)74JECG
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NT

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NT19,21,24 NT 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NT NT 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  76AH6N

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)78DPWF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  7C96WN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  7CA4QW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix v 2.8.0)7D4Y8D
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  7EGEUM
14,15,16,1717,18,24 7,11,1313,14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,[Y] 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)7EQMGT
14,15,16,1717,[18],[24] 7,[11],[13][13],[14],16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,[17] 28,30,31,31.2 15,[16] X,[Y] [10],11,[12]

19,[21],24 [19],[22],26.2 6,9.3 [10],11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  7EZ4BM

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)7F9KYK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)7HJD4K
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)7KZWUG
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex QS  (STRmix)7LXX3T
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

Investigator® 24plex QS  (STRmix v2.4)7N2QYD
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  (STRmix v.2.8)7NWFWE
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)7PTYXF

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C, GlobalFiler™, Precision ID NGS STR Globalfiler v2  (LRmixStudio, DNAxs)7R4LRN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16 2

Investigator® 24plex  (STRmix)7RNB4G
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

Investigator® 24plex  (STRmix)7V26UM
14,15,16,1717,[18],[24] 7,[11],[13][13],14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,9,13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,[12]

[19],[21],24 [19],[22],26.2 [6],9.3 [10],11

[13],[15],17,18 10

GlobalFiler™  (STRmix, version 2.8)7VD2W7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)7W29FB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)7WWMVN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  7XNWPP

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)7XT3GL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)84CPMB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 5C  (STRmix V2.10)84WHDM
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,X/X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)896W4X
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  89L29P
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion  (STRmix)8AD3CR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)8AFXPW

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex QS  (STRmix)8AYL8R
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

Investigator® 24plex  (STRmix)8E83GF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  8H86HA
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix v2.8)8J2VL4
13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,16 9,10,11.3

11,12,13,14,15,16 16,17,18,22,2313,14,15,16,174 8,10,11,12 7,8,9,12,13 9,10,11,12

12,13,13.2,14,14.2,
15

13,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16,17 X,Y 9,10,11,12

18,19,20,21,23,24,2
5

18,18.2,19,20,21,21.2
,22,25.2,26,26.2

5,6,8.3,9.3 10,11

13,15,16,17,18 9,10 2

GlobalFiler™  8P9D6Q
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex  (STRMix)8RFQTJ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix v2.8)8T8TDD

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  8TAMTD
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix v2.5)8UPQUJ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)8YGXED
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  8ZQ4GG
14,15,16,1717,18,[24] 7,[11],[13][13],14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,[12]

[19],[21],24 [19],22,26.2 [6],9.3 [10],11

13,15,17,18 10 2

PowerPlex® Fusion 5C  (STRmix)9ABW7H
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion, GlobalFiler™  (GeneMapper IDX 4)9ADEB9
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)9B77ME

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion  (STRmix)9CHARQ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

GlobalFiler™  (STRmix)9HA4HX
13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,16 9,10,11.3

11,12,13,14,15,16 16,17,18,22,2313,14,15,16,174 8,10,11,12 7,8,9,12,13 9,10,11,12

12,13,13.2,14,14.2,
15

13,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16,17 X,Y 9,10,11,12

18,19,20,21,23,24 18,19,21,21.2,22,25.2
,26,26.2

6,9.3 10,11

12,13,14,15,16,17,1
8

10 2

GlobalFiler™  9JNPUK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  9JYL8C
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion  (STRmix)9P3PVP
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)9RUM83

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)9UJXF9
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 5C  (STRmix v2.10)9W7JZJ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,X/X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

Investigator® 24plex QS  (STRmix)9WRTFE
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  9XGGFL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  9YT8BJ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix 2.6.3)9ZMZ6G
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
Investigator® 24plex  A2A2LP

14,15,16,1717,[18],[24] 7,[11],[13][13],14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,[31],31.2 15,[16] X,[Y] [10],11,[12]

19,[21],24 [19],[22],26.2 6,9.3 [10],11

13,15,17,18 10

PowerPlex® Fusion 6C  A2JHFJ

4

Identifiler® Plus  A43GML
14,15,16,1717,18,24 7,11,13

12,13,14,164 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 X,Y 10,11,12

19,21,24 6,9.3 10,11

13,15,17,18

Investigator® 24plex QS  A77KMM
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A N/A

PowerPlex® Fusion 6C  (STRmix v.2.8)A8GJ6B
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex  (STRmix)A8KWWD
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™, MiniFiler  A8LU8A
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)A8PDWX

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  A9VPML
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)A9ZZPK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  AA6UZB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex  (STRmix)AACVBC
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 14,15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  AADM9K
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (TrueAllele)ABMQQP
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 5C  (STRmix v2.10)ADBD7J

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y / X,X 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  AGRKQC
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)AJ39G4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  AQFFLL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (TrueAllele)AT3ZQP
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)AUD6XL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  AXBKBF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion  (STRmix 2.7)AXE4E7

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

Investigator® 24plex  (STRmix)AXYRPE
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  AYRJ2K
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  B2DRFE
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)B2R2NE
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  B2WHMD
14,15,16,1717,18,24 7,[11],[13]13,14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,[Y] 10,11,12

19,21,24 19,22,26.2 6,9.3 [10],11

13,15,17,18 10 2

GlobalFiler™  (STRmix)B3K2J6
13,14,15,16,1716,17,18,23,24 7,11,12,1313,14,15,16 9,10,11.3

11,12,13,14,15,16 17,18,22,2313,14,15,16,174 8,10,11,12 8,9,12,13 10,11,12

12,13,14.2,1513,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16,17 X,Y 10,11,12

19,20,21,23,24 18,19,21,22,25.2,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™, MiniFiler  B4K648

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® 5C  (STRmix 2.7)B7NRT6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

PowerPlex® Fusion 6C  (STRmix)BC2EZG
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Identifiler®  BCW99K
14,15,16,1717,18,24 7,11,13

12,13,14,164 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 X,Y 10,11,12,[13]

19,21,24 6,9.3 10,11

13,15,17,18

PowerPlex® Fusion 6C  (STRmix)BD9WU7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)BDJUUG
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Identifiler® Plus  BFVK4K
14,15,16,1717,18,24 7,11,13

12,13,14,164 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 X,X,Y 10,11,12

19,21,24 6,9.3 10,11

13,15,17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)BFZQVG

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix v2.8)BGMMNE
13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,16 9,10,11.3

11,12,13,14,15,16 16,17,18,22,2313,14,15,16,174 8,10,11,12 8,9,12,13,14 10,11,12

12,13,13.2,14,14.2,
15

13,14,15,16,17 28,30,30.2,31,31.2 14,15,16 X,Y 10,11,12

18,19,20,21,23,24 18,19,21,21.2,22,25.2
,26,26.2

5,6,8.3,9.3 10,11

13,15,16,17,18 9,10 2

PowerPlex® Fusion 6C  (STRmix)BHG9LC
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)BJGAHW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)BJY744
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)BK4YUW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NT

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NT19,21,24 NT 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NT NT 2

GlobalFiler™  (STRmix)BKLUEJ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)BR73N2

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)BVN6V7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  BWK9GA
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion  (STRmix v2.7)BWVGGN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

GlobalFiler™  (STRmix v2.5)BXTVXF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)BY3WPF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  BZWPHD
14,15,16,1717,[18],[24] 7,[11],[13][13],[14],16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] [8],[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,[31],31.2 15,[16] X,[Y] [10],11,[12]

19,[21],24 [19],[22],26.2 [6],9.3 [10],11

[13],15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
Investigator® 24plex  (STRmix)C3GWKL

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion, GlobalFiler™  C4VF76
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)C4WYLT
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)C6N8HB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  C8QA47
14,15,16,1717,18,24^ 7,11^,13^13^,14,16 10,11.3^

12,13^,14,16 17^,18^,2314^,15^,16,174 8^,11,12^ 8,9,13 10,11,12

13,14.2^,15^14^,15^,16^,17^ 28,30,31,31.2 15,16^ X,Y 10,11,12

9,12^,13^19^,21^,24^ 7,10,11^,12^ 19,22,26.2 6,9.3 10^,11

13^,15^,17,18 10 16 16

PowerPlex® Fusion 5C  (STRmix V2.10)CBT47G
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y/X,X 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

Investigator® 24plex QS  (STRmix v.2.4)CD37Y8
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  CG3CJ6

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  CJPZUJ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)CJRC6V
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  CLHR7Q
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex QS  (STRmix)CQ32ZF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  CV9TN9
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRMix)CVJBMK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix v2.4)CVXTBX

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)CXNVD7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRMix)CZ3ZB4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

VeriFiler Plus  CZUCEH
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 11,15,19,21.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 2

PowerPlex® Fusion, MiniFiler  D22YNF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  D3FCGJ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  D48E2D
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  D8VQ36

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  DBU3X4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  DGUNNJ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  DKZ3FH
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)DM992J
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  DMMN3E
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Identifiler® Plus  DPAFXG
14,15,16,1717,18,24 7,11,13

12,13,14,164 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 X,X,X,Y 10,11,12

19,21,24 6,9.3 10,11

13,15,17,18
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Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® 21  (STRmix 2.8)DPELPD

14,15,16,1717,18,24 7,11,1313,14,16 11,15,19,21.3

12,13,14,16 17,18,234 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18

Investigator® 24plex QS  DPQNWJ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 n/a

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

n/a19,21,24 n/a 19,22,26.2 6,9.3 10,11

13,15,17,18 10 n/a n/a n/a

GlobalFiler™  (STRmix 2.8)DRTM9X
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  DTAKXG
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex  (STRmix)DU7UYK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  DUJNCZ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)DUPNPM
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317
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Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)DW78FJ

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex QS  DX2QGK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 n/a

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

n/a19,21,24 n/a 19,22,26.2 6,9.3 10,11

13,15,17,18 10 n/a n/a n/a

GlobalFiler™  DZVD9F
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)E2HM98
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)E7HK9Z
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)E8RPK4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  E9HM44
14,15^,16,17^17,18,24^ 7,11^,13^13^,14^,16 10,11.3^

12,13,14^,16 17^,18^,23^14^,15^,16^,17
^

4 8^,11,12^ 8,9^,13 10^,11,12^

13^,14.2^,15^14^,15^,16^,17^ 28,30^,31^,31.2 15,16 X,Y 10^,11,12

9,12^,13^19^,21^,24^ 7,10,11^,12^ 19,22,26.2 6,9.3 10^,11

13^,15^,17,18^ 10 16 16
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Item 4 - STR Results
GlobalFiler™  EF4J4C

4

PowerPlex® Fusion 6C  (STRMix)EFJY47
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Identifiler® Plus  EFYDCG
14,15,16,1717,18,24 7,11,13

12,13,14,164 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 X,X,Y 10,11,12

19,21,24 6,9.3 10,11

13,15,17,18

PowerPlex® Fusion 6C  (STRmix)EK29HX
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)EKB4XB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)EL44T2
13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,16 9,10,11.3

11,12,13,14,15,16 17,18,22,2313,14,15,16,174 8,10,11,12 8,9,12,13 10,11,12

12,13,13.2,14.2,1513,14,15,16,17 28,30,30.2,31,31.2 14,15,16 X,Y 10,11,12

18,19,20,21,23,24 18,19,21,22,25.2,26.2 6,9.3 10,11

13,15,16,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)EPV664
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix v2.4)EQYXNG

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)EU3TH6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix V2.8)EU4E87
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  EVQ3GK
14,15,16,1717,18,[24] 7,[11],[13][13],14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,[12]

9,[12],[13]19,[21],24 7,10,11,[12] [19],22,26.2 6,9.3 [10],11

[13],15,17,18 10 16 16

PowerPlex® Fusion 6C  EWAVMP
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex  EWCMJC
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  (STRmix v2.8)EX4Q47
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  EXD2EF

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix v2.8)EXY968
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  EZQFBP
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  F23CJF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™, MiniFiler  (STRmix)F2EDYM
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)F2W7T6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)F6E9XP
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
Investigator® 24plex  (STRmix)F6Y4M7

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  F6ZVKE
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)F9Z4PN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)FARCM7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRMIX)FGQRFK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  FH2MTC
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 No tested

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

No tested19,21,24 No tested 19,22,26.2 6,9.3 10,11

13,15,17,18 10 No tested No tested 2

GlobalFiler™  (STRmix)FH3FPY
13,14,15,16,1716,17,18,24 7,11,1313,14,15,16 9,10,11.3

12,13,14,15,16 17,18,22,2314,15,16,174 8,10,11,12 8,9,13 10,11,12

12,13,14.2,1514,15,16,17 28,30,31,31.2 14,15,16 X,Y 10,11,12

19,21,23,24 18,19,21,22,25.2,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
Investigator® 24plex  (STRmix)FKE2R8

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™, MiniFiler  FKRTH3
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  FLXCAJ
14,[15],[16],1717,18,[24] 7,[11],[13][13],14,16 10,[11.3]

12,[13],[14],16 17,18,[23]14,[15],[16],174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,[15],16,[17] 28,[30],[31],31.2 15,[16] X,[Y] [10],11,12

19,[21],24 [19],22,26.2 [6],9.3 [10],11

[13],[15],17,18 10 2

Investigator® 24plex  (STRmix)FMJUL6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  FP7RC4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)FRQDN6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (Bullet Proof Sentry)FVRDWN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  FZX9AW

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRMIX)G38CZR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  G744RB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  G7NQFL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex  (STRmix)G7QJC9
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  G8NPX9
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NA

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NA19,21,24 NA 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NA NA 2

GlobalFiler™  (STRmix)G8X29H
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)G9C3GC

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 5C  (STRmix v2.10)GD8YZB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y/ X,X 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  GFDZ43
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 5C  (STRmix V2.10)GG8BWB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,X/X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix 2.9.1)GGMLEG
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  GGNF6A
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)GHJXHW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)GMXK7A

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix 2.8)GNK9HA
13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,16 9,10,11.3

11,12,13,14,15,16 16,17,18,22,2313,14,15,16,174 8,10,11,12 8,9,12,13 10,11,12

12,13,13.2,14,14.2,
15

13,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16,17 X,Y 10,11,12

18,19,20,21,23,24 18,18.2,19,21,21.2,22
,25.2,26,26.2

6,8.3,9.3 10,11

13,15,16,17,18 10 2

GlobalFiler™  GP32MD
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  GQVE86
14,15,16,1717,18,[19],24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex  (STRMix)GQXQR8
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,25.2,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  GTHV2P
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  GXDMC8
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 5C  (STRmix v2.10)GXQ2VB

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,X / X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)GYMQTC
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix v. 2.8)GZ22WB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)H2MAEB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)H32EDA
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)H4YWZW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  H6LF7A
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 -

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16 -
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® 21  (STRmix)H7MA49

14,15,16,1717,18,24 7,11,1313,14,16 11,15,19,21.3

12,13,14,16 17,18,234 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18

GlobalFiler™  H9TY3B
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  HBCXAD
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™, SigPrepB  (STRmix)HBDJYE
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16 2

GlobalFiler™  HBQBRV
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  HBUUX8
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)HBWC4H
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)HCF9KP

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)HEDVUE
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  HEXMR7
14,15,16,1717,18,24 7,11,1313,14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] 10,11,12

19,21,24 19,22,26.2 6,9.3 [10],11

13,15,17,18 10 2

GlobalFiler™  HHEW23
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  HJKEXD
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  HKGWYE
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 5C  (STRmix v2.10)HKZQLB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,X/X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)HL36LP

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11,Q

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)HLE72W
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion  (STRMix)HM8X3H
14,15,16,1717,18,24 7,11,12,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

PowerPlex® Fusion 6C  (STRmix)HRH2V6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)HUXBFQ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)HWBDKA
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  HWDNVK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)HWT6VE

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)HYMUEZ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)HZZL6W
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)J29VWU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex QS  J2XM8D
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A N/A

Investigator® 24plex  J499C7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)J4DNML
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion  (STRmix v2.7)J644LV

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

GlobalFiler™  (STRmix)J87L3C
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)J8DU7X
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)JA4UQN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  JAZHFD
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  JBRKZ8
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion  (STRmix v 2.7)JBRQEF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)JC8QT4

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NT

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NT19,21,24 NT 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NT NT 2

PowerPlex® Fusion 6C  (STRmix)JCQH3N
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)JDGPZ7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  JF7Y62
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Plus, GlobalFiler™  JFKRGU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 11,15,19,21.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)JFQTUH
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRMIX)JG2UFF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)JHUGDD

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

VERIFILER Plus  JL7H6B
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 11,15,19,21.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 2

PowerPlex® Fusion 6C  (STRmix)JMLWE7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)JQL7P8
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  JTQLCD
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)JWP2JF
14,15,16,1717,[18],[24] 7,[11],[13]13,[14],16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,[12]

19,[21],24 [19],[22],26.2 6,9.3 [10],11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)JZE8CD
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion, MiniFiler  K2GNP9

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  K4L9JZ

4

GlobalFiler™  K8KPUA
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix v2.6)K93MG8
14,15,16,1717,18,[24] 7,[11],[13]13,14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] 10,11,12

9,[12],[13]19,[21],24 7,10,11,12 [19],22,26.2 6,9.3 [10],11

[13],15,17,18 10 16 16

GlobalFiler™  KAGYB7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Identifiler® Plus  KBLLNB
14,15,16,1717,18,24 7,11,13

12,13,14,164 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 X,X,Y 10,11,12

19,21,24 6,9.3 10,11

13,15,17,18

GlobalFiler™  (STRmix)KBQ4L9
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)KBQRF7

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31.2,31 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

  KC2XAL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)KFMJJW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 5C  (STRmix V2.10)KGB448
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y/X,X 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  KGB7MJ
14,15,16,1717,18,[24] 7,[11],[13][13],14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,[12]

[19],[21],24 [19],[22],26.2 6,9.3 [10],11

13,15,17,18 10 2

PowerPlex® Fusion 5C  (STRmix)KGT287
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  KGVU3T
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)KH7T29

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex QS  (STRmix)KKB8XE
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)KKGHUL
13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,16 9,10,11.3

11,12,13,14,15,16 16,17,18,22,2313,14,15,16,174 8,10,11,12 7,8,9,12,13 9,10,11,12

12,13,14,14.2,1513,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16 X,Y 10,11,12

18,19,20,21,23,24 18,19,21,21.2,22,25.2
,26,26.2

6,9.3 10,11

13,15,16,17,18 10 2

GlobalFiler™  (STRmix)KL68KR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex  (STRmix)KLPUA2
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  KMHLL9
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)KNEY9Z
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  KPBY6Y

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)KQGVMA
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)KQJQW8
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  KVAZC8
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 Not Tested

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

Not Tested19,21,24 Not Tested 19,22,26.2 6,9.3 10,11

13,15,17,18 10 Not Tested Not Tested 2

Investigator® 24plex  (STRmix)KVFFEZ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,25.2,26.2 6,9.3 10,11

13,15,17,18 10

Investigator® 24plex QS  (TrueAllele)KX6KEY
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)KYB44U
14,15,16,1717,18,24 7,11,1313,14,15,16 9,10,11.3

12,13,14,16 17,18,2314,15,16,174 8,10,11,12 8,9,12,13 10,11,12

12,13,14.2,1514,15,16,17 28,30,31,31.2 14,15,16 X,Y 10,11,12

18,19,20,21,23,24 18,19,22,25.2,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  L2G2W2

14,15,16,1717,18,24 7,11,1313,14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,9,13 10,11,12

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] 10,11,12

19,21,24 19,22,26.2 6,9.3 [10],11

13,15,17,18 10 2

GlobalFiler™  (STRmix)L3RPB8
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)L43Q9R
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex  (STRmix V2.4.06)L6HXQ3
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

Investigator® 24plex  L7DFR4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  L7F4B4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A 2

PowerPlex® Fusion 5C, GlobalFiler™  (Gene mapper IDX)L9ADRV
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  L9C3U8

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex  (STRmix)LARB82
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  (STRmix)LAU37A
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  LCGF8Z
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (GeneMapper IDX v1.4)LCU6YR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex QS  (STRmix)LCZ7CE
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  (STRmix)LDDTUT
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
Investigator® 24plex  (STRMix)LJYVV4

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)LKFZFM
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex  (STRmix)LMX7Q4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  (STRmix v2.8)LTK4AY
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™, MiniFiler  (STRmix)LTPECX
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion  LWKARB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  LY8VE8
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,[Y] 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  M46HZ9

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)M7RFBK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  M82A7K
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  MBKLM2
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A 2

GlobalFiler™  MD77R6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)MDQ33K
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  MEDGF9
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  MLXKH6

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 Not tested

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

Not tested19,21,24 Not tested 19,22,26.2 6,9.3 10,11

13,15,17,18 10 Not tested Not tested 2

PowerPlex® Fusion  MMT3K7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  MQC4W6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex  (STRMix)MQRMG3
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 14,15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)MQW3RH
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)MR48GY
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)MR9NFX
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  MTZVN2

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A 2

PowerPlex® Fusion 6C  (STRmix v2.8.0)MVN986
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  MWLET7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)MXE9TV
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)N3HQ4T
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)N3K9F7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)N4XZ72
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  N6N4Z9

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion  (STRmix 2.7)N7JTXB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

PowerPlex® Fusion 6C  (STRmix)N8CT78
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRMix)N8TU44
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  N8UVMF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)N8XB32
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix v2.7)NAKN7D
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)NBZ68Y

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 5C  NDWPXB
14,15,16,1717,18,[24] 7,[11],[13][13],14,16 10,[11.3]

12,[13],[14],16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,[17] 28,30,31,31.2 15,[16] X,[Y] [10],11,12

9,[12],[13]19,[21],24 7,10,[11],[12] 6,9.3 [10],11

(13),15,17,18 10

GlobalFiler™  (STRmix)NF48W8
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NT

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NT19,21,24 NT 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NT NT 2

Investigator® 24plex  (STRmix)NGJBYY
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

Investigator® 24plex QS  NHYUJW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  NHZLH4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)NM87B3
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  NNL36V

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)NPDK43
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  NTZW7E
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)NUUV9J
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex  (STRMix)NWC3KZ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)NWEP4Y
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NT

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NT19,21,24 NT 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NT NT 2

GlobalFiler™  (STRmix v2.5)NZ2A93
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion, GlobalFiler™  NZFMKT

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  P2949Z
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)P2N69G
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)P88PWN
13,14,15,16,1716,17,18,24 7,11,1313,14,15,16 9,10,11.3

11,12,13,14,15,16 17,18,22,2313,14,15,16,174 8,10,11,12 8,9,12,13 10,11,12

12,13,14.2,1514,15,16,17 28,30,31,31.2 14,15,16 X,Y 10,11,12

18,19,20,21,23,24 19,21,22,25.2,26.2 6,9.3 10,11

13,15,17,18 9,10 2

Investigator® 24plex QS  (STRmix v2.4)P8BXHV
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)P8DPAC
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)P97MFW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
Investigator® 24plex QS  PAU9Z8

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 n/a

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

n/a19,21,24 n/a 19,22,26.2 6,9.3 10,11

13,15,17,18 10 n/a n/a n/a

GlobalFiler™  PB8X66
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 5C  (STRmix v2.10)PBC984
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,X / X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)PC8QA6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  PECC7H
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (TrueAllele)PETHBA
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™, MiniFiler  (STRmix)PF9TFU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)PJ4LCA

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix 2.8.0)PKWLYM
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex QS  (STRmix)PLAX2X
14,15,16,1717,[18],[24] 7,[11],[13][13],[14],16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] [8],[9],13 [10],11,[12]

13,[14.2],[15]14,[15],16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,[12]

19,[21],24 [19],22,26.2 6,9.3 [10],11

13,15,17,18 10

Investigator® 24plex  (STRMix)PN2ZYY
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)PN4NHX
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NT

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NT19,21,24 NT 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NT NT 2

GlobalFiler™  (STRmix v2.5.11)PP8JQF
14,15,16,1717,18,[24] 7,[11],[13][13],[14],16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] [8],[9],13 [10],11,[12]

13,[14.2],[15]14,[15],16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,12

19,[21],24 [19],[22],26.2 6,9.3 [10],11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)PTLE9X
14,15,16,1717,[18],[24] 7,[11],[13][13],14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,[12]

9,[12],[13]19,[21],24 7,10,11,[12] [19],[22],26.2 6,9.3 [10],11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  PXN2E9

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)PXPUDG
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 5C  PYEC2V
INCINC INCINC INC NA

INC INCINC4 INC INC INC

INCINC INC INC INC INC

INCINC INC NA INC INC

INC INC NA NA NA

Investigator® 24plex  (STRmix)PYKE32
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion  Q23XF4
14,[15],16,1717,[18,24] 7,[11,13][13],14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] [8,9],13 [10],11,[12]

13,[14.2,15]14,15,16,[17] 28,30,31,31.2 15,[16] X,[Y] [10],11,[12]

9,[12,13][19,21],24 7,10,11,12 6,9.3 [10],11

[13,15],17,[18] 10

PowerPlex® Fusion 6C  (STRmix)Q49Q7W
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)Q62AFB
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)Q6JFK3

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  Q6VA3N
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)Q8C8UR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex QS  Q9HT77
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A N/A

GlobalFiler™  (Bulletproof Sentry)Q9L9MD
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  Q9LGJ4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)QBMGP3
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  QCXEYD

14,15,[16],1717,[18],[24] 7,[11],[13][13],14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,[31],31.2 15,[16] X,[Y] [10],11,12

19,[21],24 [19],22,26.2 6,9.3 [10],11

13,15,17,18 10 2

PowerPlex® Fusion 5C  (STRMix)QDCKHA
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

PowerPlex® Fusion  QGDVA4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

VeriFiler Plus  QJGMJ4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 11,15,19,21.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 2

Investigator® 24plex QS  QKAKQB
14,15,16,1717,[18],[24] 7,[11],[13][13],[14],16 10,[11.3]

12,13,[14],16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,[30],[31],31.2 15,[16] X,[Y] [10],11,12

19,[21],24 [19],[22],26.2 [6],9.3 [10],11

13,15,17,18 10

GlobalFiler™  (STRmix)QKYHFX
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® 6C  (STRMIX)QM2FP6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix v. 2.8)QMWAYU

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  QPTE34
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)QQ2QK6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  QQPRQV
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)QTCL9H
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)QULG9N
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)QVDTC3
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

(405)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion, GlobalFiler™, MiniFiler  QVTUF4

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)QX4VCN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)QXZDEP
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex  (STRMIX)QYGAZX
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  QYGCP3
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion, GlobalFiler™  QYT6B4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)QZR8FZ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix 2.8)R2E69Y

13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,15.2,16 9,10,10.3,11.3

11,12,13,14,15,16 16,17,18,22,2313,14,15,16,174 8,10,11,12 7,8,9,12,13 9,10,11,12

12,13,13.2,14,14.2,
15

13,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16,17 X,Y 9,10,11,12

18,19,20,21,22,23,2
4

18,18.2,19,21,21.2,22
,25.2,26,26.2

5,6,8.3,9.3 10,11

12,13,14,15,16,17,1
8

9,10 2

GlobalFiler™  R2TQH2
14,15,16,1717,18,24 7,[11],[13]13,14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 [10],11

13,15,17,18 10 2

Investigator® 24plex QS  R39X2W
14,15,[16],1717,18,[24] 7,[11],[13][13],14,16 10,[11.3]

12,13,[14],16 17,18,2314,[15],16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,12

19,[21],24 [19],[22],26.2 6,9.3 [10],11

13,15,17,18 10

GlobalFiler™  (STRmix)R7TNKE
13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,16 9,10,11.3

11,12,13,14,15,16 16,17,18,22,2313,14,15,16,174 8,10,11,12 8,9,12,13 10,11,12

12,13,14,14.2,1513,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16,17 X,Y 10,11,12

18,19,20,21,22,23,2
4

18,19,21,21.2,22,25.2
,26,26.2

6,9.3 10,11

13,15,16,17,18 10,11 2

GlobalFiler™  R8GDBL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex QS  (STRmix v2.9.1)R8MEN9
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 5C  (STRMix)RAMX27

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

GlobalFiler™  (STRmix)RB423D
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex QS  (STRmix v2.4)RB42ZR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  RCDXLW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,[16] X,[Y] 10,11,12

19,21,24 19,22,26.2 6,9.3 [10],11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)RCU9YV
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)RKTWV2
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion  (STRmix)RL4HMN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix v2.4.06)RP24AK

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex QS  (STRmix)RP86M8
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  RRE7MR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)RVDU9L
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion  RVQNDZ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)RXHJBU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  RY76V6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)RYPYKL

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex  T3NK7W
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)T3TYGC
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)T4J8DU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6c  (STRmix)T839RF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  T8CH3Y
14,15,16,1717,18,[19],24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,[22],2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A 2

PowerPlex® Fusion, MiniFiler  T9826Z
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™, MiniFiler  TAPTCP

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)TELDHU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NT

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NT19,21,24 NT 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NT NT 2

GlobalFiler™  (STRmix 2.7.0)THHAY9
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  TJG8FV
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A 2

Identifiler® Plus  TMBBY2
14,15,16,1717,18,24 7,11,13

12,13,14,164 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 X,X,Y 10,11,12

19,21,24 6,9.3 10,11

13,15,17,18

GlobalFiler™  TMQGER
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  TQRHHV
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,[16] X,[Y] 10,11,12

19,21,24 19,22,26.2 6,9.3 [10],11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)TR8V9D

13,14,15,16,1716,17,18,24 6,7,11,12,1313,14,15,16 9,10,11.3

11,12,13,14,15,16 16,17,18,22,2313,14,15,16,174 8,10,11,12 8,9,12,13 9,10,11,12

12,13,13.2,14.2,1513,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16 X,Y 10,11,12

18,19,20,21,23,24 18,19,21,21.2,22,25.2
,26.2

6,9.3 10,11

13,15,16,17,18 10 2

PowerPlex® Fusion, GlobalFiler™  TRL9LN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)TTF2FL
13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,16 9,10,11.3

11,12,13,14,15,16 16,17,18,22,2313,14,15,16,174 8,10,11,12 7,8,9,12,13 9,10,11,12

12,13,13.2,14,14.2,
15

13,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16,17 X,Y 9,10,11,12

18,19,20,21,23,24 18,19,21,22,25.2,26.2
,27.2

6,9.3 10,11

12,13,14,15,16,17,1
8

10 2

GlobalFiler™  (STRmix)TTLAME
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  TUV8A4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex  (STRmix)TV4GXU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)TV6AW3

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  TYTLXT
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  TZZNGQ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex QS  U67EQ3
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A N/A

GlobalFiler™  (STRmix v2.5)U6TPZW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex  (STRmix)UALKT4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  UBT3MT
14,15,16,1717,18,(24) 7,(11),(13)(13),14,16 10,(11.3)

12,13,14,16 17,18,2314,(15),16,174 (8),11,(12) (8),(9),13 (10),11,(12)

13,(14.2),(15)14,15,16,17 28,30,31,31.2 15,(16) X,(Y) (10),11,12

9,(12),(13)(19),(21),24 7,10,11,12 (19),22,26.2 6,9.3 (10),11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 5C  (STRMix)UCMLVM

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

GlobalFiler™  UEU7G2
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix v. 2.11)UFPFXX
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex  UG363V
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  (STRmix v2.8)UHU8MQ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  UKHVW6
14,[15],[16],1717,18,[24] 7,[11],[13][13],14,16 10,[11.3]

12,13,14,16 17,[18],2314,15,16,174 [8],11,[12] [8],[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,[17] 28,30,31,31.2 15,[16] X,[Y] [10],11,[12]

9,[12],[13][19],[21],24 7,10,11,[12] [19],[22],26.2 [6],9.3 [10],11

[13],15,17,18 10 16 16

GlobalFiler™  (STRmix v2.5)ULDFYW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 5C  UNLCKZ

14,[15,16],1717,[18,24] 7,[11,13][13],14,16 10,[11.3]

12,[13,14],16 17,18,2314,[15,16],174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2,15][14,15],16,[17] 28,[30,31],31.2 15,[16] X,[Y] [10],11,12

9,[12,13][19,21],24 [7],10,[11,12] 6,9.3 [10],11

[13,15],17,[18] 10

GlobalFiler™  UPBVBZ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  UR6KTZ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix 2.8)UTEGD6
14,15,16,1716,17,18,23,24 6,7,11,12,1313,14,15,16 9,10,11.3

11,12,13,14,15,16 17,18,22,2314,15,16,174 8,10,11,12 8,9,12,13 10,11,12

12,13,14,14.2,1514,15,16,17 28,30,31,31.2 14,15,16 X,Y 10,11,12

18,19,20,21,23,24 18,19,21,22,25.2,26,2
6.2

6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  UTWJ7Y
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion  (Strmix v2.7)UU8CUL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

PowerPlex® Fusion, GlobalFiler™  UV3VWM
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  UWFHE2

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)UY44ZX
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)UYLZG4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  UZFME2
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)V62CKV
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion  V66T23
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  V7U6DT
14,15,16,1717,18,[24] 7,[11],[13][13],14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] [8],[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,[17] 28,30,[31],31.2 15,[16] X,[Y] [10],11,12

19,[21],24 [19],22,26.2 6,9.3 [10],11

[13],15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)V7YALC

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex  (STRMix)V8AB7P
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  V8B44X
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)V8QGJU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)VCHNXW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix 2.8)VERN33
13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,16 9,10,11.3

11,12,13,14,15,16 17,18,22,2313,14,15,16,174 8,10,11,12 8,9,12,13 9,10,11,12

12,13,13.2,14,14.2,
15

13,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16 X,Y 10,11,12

18,19,20,21,23,24 18,19,21,22,25.2,26,2
6.2

6,8.3,9.3 10,11

13,15,16,17,18 10 2

GlobalFiler™  (STRmix)VETLDY
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix v2.8)VGEBVQ

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex  (STRMix)VGHNMT
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  (STRmix)VJ96HM
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)VJQVUR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NT

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NT19,21,24 NT 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NT NT 2

PowerPlex® Fusion  (STRmix)VP9H86
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

PowerPlex® Fusion 6C  (STRmix)VRZE3P
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® 21  (STRmix)VVKBXV
14,15,16,1717,18,24 7,11,1313,14,16 11,15,19,21.3

12,13,14,16 17,18,234 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  VVXZN2

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 5C  VXJKT6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

PowerPlex® Fusion 6C  (STRmix)VXQTYC
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  VZRVRU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 5C  (STRmix v2.10)W2XRFV
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y / X,X 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)W3AE7W
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  W4PLH7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™, MiniFiler™  (STRmix™)W6JA3M

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  W6LH7M
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  W6PJYT
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NA

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NA19,21,24 NA 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NA NA 2

GlobalFiler™  W7ZLKR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NA

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NA19,21,24 NA 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NA NA 2

Investigator® 24plex  (STRmix)W8PXFR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix v2.5)W8QMNU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  W9LT2M
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)WC6DVB

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™, MiniFiler  (STRmix)WDVTW7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)WHQFWL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex QS  WKTC63
14,15,16,1717,[18],[24] 7,[11],[13]13,14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] 8,[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,[12]

[19],[21],24 19,22,26.2 6,9.3 [10],11

13,15,17,18 10

PowerPlex® Fusion  (STRmix v 2.7)WL2GNJ
15,1617,24 11,1313,16 10,11.3

13,14 2315,164 8,12 9,13 10,12

14.2,1515,17 30,31 15,16 X,Y 10,11

12,1319,21,24 11,12 6 10,11

13,15 INC

Investigator® 24plex QS  (STRmix v2.4)WNCDJN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

Investigator® 24plex QS  (STRmix V2.4.06)WRBNEM
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
Investigator® 24plex QS  (STRmix)WX6QG3

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (BulletProof Sentry)WXV23N
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  X2CKLX
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)X2XYCV
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (TrueAllele)X44LPZ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)XAFDBK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 6C  (STRmix)XARC49
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 5C  (STRmix v2.10)XB3YVV

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,X / X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  XDTD7Q
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A 2

PowerPlex® Fusion 6C  (STRmix)XFGRQU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

Investigator® 24plex  (STRmix)XFHP2Q
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 6C  XFTM22
14,15,[16],1717,[18],[24] 7,[11],[13][13],14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] [8],[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,[17] 28,30,31,31.2 15,[16] X,[Y] [10],11,12

9,[12],[13]19,[21],24 7,10,11,[12] [19],22,26.2 6,9.3 [10],11

[13],[15],17,18 10 16 16

Identifiler® Plus  XH4DGW
14,15,16,1717,18,24 7,11,13

12,13,14,164 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 X,X,Y 10,11,12

19,21,24 6,9.3 10,11

13,15,17,18

Investigator® 24plex  (STRmix)XJGZWQ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

(423)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  XLJULU

14,15,16,1717,18,24,[25] 7,11,1313,14,16 10,11.3 N/A

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

N/A19,21,24 N/A 19,22,26.2 6,9.3 10,11

13,15,17,18 10 N/A N/A 2

GlobalFiler™  (STRmix)XN94XG
13,14,15,16,1716,17,18,24 7,11,1313,14,15,16 9,10,11.3

12,13,14,16 17,18,22,2314,15,16,174 8,10,11,12 8,9,13 10,11,12

12,13,14.2,1514,15,16,17 28,30,31,31.2 14,15,16 X,Y 10,11,12

18,19,21,23,24 19,21,22,25.2,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)XPJ7GU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  XTGMXV
14,15,16,1717,18,24 7,11,1313,14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,[16] X,[Y] 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)XVU4K9
14,15,16,1716,17,18,23,24 7,11,1313,14,15,16 9,10,11.3

11,12,13,14,15,16 17,18,22,2313,14,15,16,174 8,10,11,12 8,9,12,13 10,11,12

12,13,14.2,1514,15,16,17 28,30,30.2,31,31.2 14,15,16 X,Y 10,11,12

18,19,20,21,23,24 19,21,22,25.2,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex QS  (TrueAllele)XWNPFL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix v2.4.06)XXXP4E
13,14,15,16,1716,17,18,23,24 6,7,11,12,1313,14,16 9,10,11.3 -

11,12,13,14,15,16 16,17,18,22,2312,13,14,15,16,174 8,10,11,12 8,9,12,13 9,10,11,12

12,13,13.2,14,14.2,
15

13,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16,17 X,Y 9,10,11,12

-18,19,20,21,23,24 - 19,22,26.2 5,6,8.3,9.3 10,11

12,13,14,15,16,17,1
8

10 - - 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 6C  (STRmix)XY4CEY

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  Y6DWBW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

Investigator® 24plex  Y6YBXN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10

PowerPlex® Fusion 5C  Y9PY4T
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix)YAD2AA
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  YAHRWQ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  YAKG6U
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion 5C, GlobalFiler™  (Gene mapper IDX)YBGR3H

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)YBHK2Q
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  YCQ4ET
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix (v 2.7.0))YCUFP4
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)YEYXR7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)YFQ7PN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix v2.9.1)YFUNVY
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
PowerPlex® Fusion  (STRmix v2.7.0)YKK8NG

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 INC

PowerPlex® Fusion 6C  (STRmix)YMAHTG
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)YMU2XN
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® ESI16  YNHQNU
14,15,[16,17]17,[18,24][13],14,16 10,[11.3]

12,13,14,16 17,18,2314,[15],16,174 [10],11,[12]

13,[14.2,15]14,15,16,[17] 28,30,31,31.2 15,[16] X,[Y]

[19,21],24 [6],9.3

[13,15],17,18

PowerPlex® Fusion 6C  (STRmix)YNQEKF
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

GlobalFiler™  (STRmix)YTX4MW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NR19,21,24 NR 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NR NR 2

PowerPlex® Fusion 6C  (STRmix)YU9VNQ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

(427)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)YV2WJF

13,14,15,16,1716,17,18,24 6,7,11,1313,14,15,16 9,10,11.3

11,12,13,14,15,16 17,18,22,2313,14,15,16,174 8,10,11,12 8,9,12,13 10,11,12

12,13,14,14.2,1513,14,15,16,17 28,29,30,31,31.2 14,15,16 X,Y 10,11,12

18,19,20,21,23,24 18,19,20,21,22,25.2,2
6.2

6,9.3 10,11

13,15,16,17,18 10 2

GlobalFiler™  (STRmix)YWJNQ6
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRMix)YXF8T7
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  YY82RW
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  Z4LJJK
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  Z6CJ4U
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  Z97C8W
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  Z9A348

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3 NT

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

NT19,21,24 NT 19,22,26.2 6,9.3 10,11

13,15,17,18 10 NT NT 2

PowerPlex® Fusion  ZD3ZYP
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 inc X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10

GlobalFiler™  (STRmix v2.5)ZDPBTR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix v2.8)ZGFZHA
13,14,15,16,1716,17,18,23,24 6,7,10,11,12,1312,13,14,15,16 9,10,11.3

11,12,13,14,15,16 16,17,18,22,2313,14,15,16,174 8,10,11,12 7,8,9,12,13 10,11,12

12,13,13.2,14,14.2,
15

13,14,15,16,17 27,28,29,30,30.2,31
,31.2

14,15,16,17 X,Y 9,10,11,12

18,19,20,21,22,23,2
4

18,18.2,19,20,21,21.2
,22,25.2,26,26.2

5,6,8.3,9.3 10,11

13,15,16,17,18 10 2

GlobalFiler™  ZJ73LC
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix version 2.5.11)ZJQNGN
14,15,16,1717,[18],[24] 7,[11],[13]13,14,16 10,[11.3]

12,13,14,16 17,18,2314,15,16,174 [8],11,[12] [8],[9],13 [10],11,[12]

13,[14.2],[15]14,15,16,17 28,30,31,31.2 15,[16] X,[Y] [10],11,[12]

[19],[21],24 [19],[22],26.2 6,9.3 [10],11

[13],15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix v2.8.0)ZKF3QJ
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4 - STR Results
GlobalFiler™  (STRmix)ZKM6KX

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)ZPX3DR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)ZRGAEY
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  (STRmix)ZRKQNR
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  ZV4PBL
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

PowerPlex® Fusion 6C  (STRmix)ZVXT6V
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 19,22,26.2 6,9.3 10,11

13,15,17,18 10 16 16

PowerPlex® Fusion 5C  ZZEWHT
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

9,12,1319,21,24 7,10,11,12 6,9.3 10,11

13,15,17,18 10
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4e - STR Results
GlobalFiler™  FAA93C

14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174e 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

GlobalFiler™  VGY4CU
14,15,16,1717,18,24 7,11,1313,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174e 8,11,12 8,9,13 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y 10,11,12

19,21,24 19,22,26.2 6,9.3 10,11

13,15,17,18 10 2

NGM SElect  YYNFLY
14,15,16,1717,18,2413,14,16 10,11.3

12,13,14,16 17,18,2314,15,16,174e 10,11,12

13,14.2,1514,15,16,17 28,30,31,31.2 15,16 X,Y

19,21,24 19,21,21.2,22,26.2 6,9.3

13,15,17,18
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TABLE 2
Amplification Kits  (Probabilistic Genotyping Software)WebCode

Item D7S820
D5S818D3S1358D2S1338 D2S441D1S1656

D16S539
D18S51

D8S1179 D10S1248 D12S391 D13S317

FGA
CSF1POAmelogeninD22S1045D21S11D19S433

vWA
TPOXTH01Penta D SE33

D6S1043

Penta E
DYS391 DYS570 DYS576 Y Indel

Item 4sp - STR Results
GlobalFiler™  FAA93C

4sp

GlobalFiler™  VGY4CU

17,23144sp 11

16 X,Y

NGM SElect  YYNFLY

4sp
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YSTR Amplification Kit(s) & Results
TABLE 3

Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
Yfiler™ Plus293AUX

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 2329PNBM

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus2A2AZP

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus2JJVZR

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 232JLU6L

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 232KVQJX

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus2L8JKR

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 232TVWQM

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus2WQVXQ

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™2WQWG3

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™38BE2M

2 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
Yfiler™ Plus38P23N

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus3C2ZHN

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 233FFKGW

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus3GA7EU

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 233MZPM4

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™3RAVTA

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 233RFW7X

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus3RTQLX

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus3YUWDU

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus47PAWU

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus4D9GBR

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus4EKCWK

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
Yfiler™4G644F

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ Plus4JH6CG

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 234LLCLE

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 234P6JXU

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus4RQEBM

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™4VB47K

2 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 234XFXLH

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus66WC2F

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus699T7Q

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus6MRH2L

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216Not Tested 16 Not Tested11 1941

PowerPlex® Y 236MVZ7C

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus6RNTML

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
PowerPlex® Y 236XTXTC

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 2374DE2F

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 2374HJQQ

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 237EQMGT

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 237LXX3T

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 237NWFWE

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus, PowerPlex® Y 237R4LRN

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 121611 16 1311 1941

Yfiler™ Plus7V26UM

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 2383ELRE

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus89L29P

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus8AFXPW

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 238AYL8R

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
Yfiler™ Plus8P9D6Q

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 239ADEB9

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus9RUM83

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus9UH26D

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 239ZMZ6G

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusA9VPML

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusA9ZZPK

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23AACVBC

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusABMQQP

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™AQFFLL

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusAT3ZQP

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusB2DRFE

2 11 16 13 30 21 12 15 1716

1916412211 3114 17,1811

10 2138,4027 111014
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
Yfiler™ PlusB2WHMD

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23BHG9LC

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23BJY744

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusBKLUEJ

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusBLXNXP

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusBWK9GA

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23BWVGGN

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™C3GWKL

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusCV9TN9

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23CVJBMK

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23CXNVD7

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusCZUCEH

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
Yfiler™D22YNF

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusD326WM

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23D8VQ36

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusDGUNNJ

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™DU7UYK

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusDUL7JC

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusDUPNPM

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23DW78FJ

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23E8RPK4

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23EPV664

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23EWAVMP

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™EXD2EF

2 17 17,18 13 30 21 10 11 14

161522101114

21 12
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
PowerPlex® Y 23F6E9XP

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusF9Z4PN

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23FARCM7

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusFGQRFK

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusFLXCAJ

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusFP7RC4

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusFTLVQ7

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusFZX9AW

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23G7NQFL

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™G8NPX9

2 17 17,18 13 30 21 10 11 14NA

1615221011 NANA NA14

21 12NANA NA NANA NANA

Yfiler™ PlusG8X29H

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusGFDZ43

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
Yfiler™ PlusGQVE86

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™GXDMC8

2 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 23GZ22WB

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusH2MAEB

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23H4YWZW

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23H6LF7A

2 17 17,18 13 30 21 10 11 14-

1615221011 27- -14

21 121611 16 1311 --

PowerPlex® Y 23, SigPrepBHBDJYE

2 17 17,18 13 30 21 10 11 1438,40

1615221011 271114

21 121611 16 1311

Yfiler™ PlusHBWC4H

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23HEDVUE

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusHEXMR7

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusHJKEXD

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusHWBDKA

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
PowerPlex® Y 23HWT6VE

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23HYMUEZ

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23J644LV

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23JBLDU6

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23JCQH3N

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusJFKRGU

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusJFQTUH

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusJG2UFF

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusJL7H6B

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusJQL7P8

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™K8KPUA

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

PowerPlex® Y 23K93MG8

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
Yfiler™ PlusKBQ4L9

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23KKB8XE

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23KKDZU2

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusKL68KR

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusKPBY6Y

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23KQJQW8

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusKVAZC8

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216Not Tested 16 Not Tested11 1941

Yfiler™KX6KEY

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusL2G2W2

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusL3RPB8

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™L7F4B4

2 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 23L9ADRV

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
Yfiler™ PlusLCU6YR

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23LCZ7CE

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23LMX7Q4

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusLV8QUZ

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23LWKARB

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™MBKLM2

2 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

Yfiler™ PlusMBZUL4

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusMEDGF9

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Y-23MMT3K7

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™MTZVN2

2 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 23, DNA Signature PrepMXE9TV

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23N3HQ4T

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
Yfiler™ PlusN3K9F7

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusN4XZ72

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23N8CT78

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusN8TU44

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™N8UVMF

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusNNL36V

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23NTZW7E

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23P3KN9W

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23P8BXHV

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusP8DPAC

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™PB8X66

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusPC8QA6

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
Yfiler™ PlusPETHBA

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusPLAX2X

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23PN2ZYY

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusPP8JQF

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23PTLE9X

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusQ62AFB

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusQ6JFK3

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™QGDVA4

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusQJGMJ4

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23QM2FP6

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23QQ2QK6

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23QULG9N

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
Yfiler™ PlusQUP3LV

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™QVTUF4

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

PowerPlex® Y 23QYGAZX

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™QYT6B4

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusR6HVGZ

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusR8GDBL

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23R8MEN9

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusRCDXLW

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusRKTWV2

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23RP86M8

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusRRE7MR

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23RVDU9L

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
PowerPlex® Y 23RVQNDZ

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusRY76V6

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23RYPYKL

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™T9826Z

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™TJG8FV

2 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

Yfiler™ PlusTQRHHV

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusTUV8A4

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23TV3KJ6

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23TV4GXU

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusTV6AW3

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusTZZNGQ

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™UALKT4

2 17 17,18 13 30 21 10 11 14

161522101114

21 12
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
PowerPlex® Y 23UCMLVM

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

UU8CUL

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23UV3VWM

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusV24N8U

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23V66T23

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusV7U6DT

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23V7YALC

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusVETLDY

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23VFH2EU

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23VGEBVQ

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23VGHNMT

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusVX8VH7

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

(449)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
PowerPlex® Y 23VXJKT6

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusVXQTYC

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusW6LH7M

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™W6PJYT

2 17 17,18 13 30 21 10 11 14NA

1615221011 NANA NA14

21 12NANA NA NANA NANA

Yfiler™W7ZLKR

2 17 17,18 13 30 21 10 11 14NA

1615221011 NANA NA14

21 12NANA NA NANA NANA

Yfiler™ PlusW9LT2M

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusWFER7U

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23WNCDJN

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusWPPURV

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23WX6QG3

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusWXV23N

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusX44LPZ

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
PowerPlex® Y 23XAFDBK

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23XARC49

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™XDTD7Q

2 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 23XJGZWQ

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusXPJ7GU

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™XWNPFL

2 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusXXXP4E

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216- 16 -11 1941

PowerPlex® Y 23XY4CEY

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23YBGR3H

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusYCQ4ET

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusYFUNVY

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23YKK8NG

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 2 - YSTR Results
PowerPlex® Y 23YMAHTG

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23YNQEKF

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusYWJNQ6

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusZ4LJJK

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23Z96K3M

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusZ97C8W

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusZGFZHA

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23ZKF3QJ

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusZKM6KX

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusZRGAEY

2 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23ZVXT6V

2 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
Yfiler™ Plus293AUX

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 2329PNBM

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ Plus2A2AZP

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 232DXU8U

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ Plus2JJVZR

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 232JLU6L

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 232KVQJX

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ Plus2L8JKR

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 232TVWQM

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ Plus2WQVXQ

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™2WQWG3

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

Yfiler™38BE2M

3 14 11,15 13 29 24 11 13 13N/A

1715191212 N/AN/A N/A15

23 12N/AN/A N/A N/AN/A N/AN/A
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
Yfiler™ Plus38P23N

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ Plus3C2ZHN

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 233FFKGW

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ Plus3GA7EU

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 233MZPM4

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™3RAVTA

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 233RFW7X

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ Plus3RTQLX

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ Plus3YUWDU

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ Plus47PAWU

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ Plus4D9GBR

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ Plus4EKCWK

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
Yfiler™4G644F

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

Yfiler™ Plus4JH6CG

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 234LLCLE

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

4P6JXU

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ Plus4RQEBM

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™4VB47K

3 14 11,15 13 29 24 11 13 13N/A

1715191212 N/AN/A N/A15

23 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 234XFXLH

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ Plus66WC2F

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ Plus699T7Q

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ Plus6MRH2L

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217Not Tested 18 Not Tested12 2039

PowerPlex® Y 236MVZ7C

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ Plus6RNTML

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
PowerPlex® Y 236XTXTC

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 2374DE2F

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 2374HJQQ

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 237EQMGT

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 237LXX3T

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 237NWFWE

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ Plus, PowerPlex® Y 237R4LRN

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 121712 18 1012 2039

Yfiler™ Plus7V26UM

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 2383ELRE

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ Plus89L29P

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ Plus8AFXPW

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 238AYL8R

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
8P9D6Q

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 239ADEB9

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ Plus9RUM83

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ Plus9UH26D

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 239ZMZ6G

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusA9VPML

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusA9ZZPK

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23AACVBC

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusABMQQP

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™AQFFLL

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

Yfiler™ PlusB2DRFE

3 11 17 13 29 23 12 15 1417

2018391913 3115 11,1512

11 2435,3723 121213

Yfiler™ PlusB2WHMD

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
PowerPlex® Y 23BHG9LC

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23BJY744

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusBKLUEJ

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusBWK9GA

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23BWVGGN

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™C3GWKL

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

Yfiler™ PlusCV9TN9

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23CVJBMK

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23CXNVD7

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusCZUCEH

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™D22YNF

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

PowerPlex® Y 23D8VQ36

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
Yfiler™ PlusDGUNNJ

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™DU7UYK

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

Yfiler™ PlusDUL7JC

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusDUPNPM

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23DW78FJ

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23E8RPK4

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23EPV664

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23EWAVMP

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™EXD2EF

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

PowerPlex® Y 23F6E9XP

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusF9Z4PN

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23FARCM7

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
Yfiler™ PlusFGQRFK

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusFLXCAJ

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusFP7RC4

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusFTLVQ7

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™G8NPX9

3 14 11,15 13 29 24 11 13 13NA

1715191212 NANA NA15

23 12NANA NA NANA NANA

Yfiler™ PlusG8X29H

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusGFDZ43

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusGQVE86

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™GXDMC8

3 14 11,15 13 29 24 11 13 13N/A

1715191212 N/AN/A N/A15

23 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 23GZ22WB

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusH2MAEB

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23H4YWZW

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
PowerPlex® Y 23H6LF7A

3 14 11,15 13 29 24 11 13 13-

1715191212 23- -15

23 121712 18 1012 --

PowerPlex® Y 23, SigPrepBHBDJYE

3 14 11,15 13 29 24 11 13 1335,37

1715191212 231115

23 121712 18 1012

Yfiler™ PlusHBWC4H

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23HEDVUE

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusHEXMR7

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusHJKEXD

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusHWBDKA

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23HWT6VE

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23HYMUEZ

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23J644LV

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23JCQH3N

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusJFKRGU

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
Yfiler™ PlusJFQTUH

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusJG2UFF

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusJL7H6B

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusJQL7P8

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™K8KPUA

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

PowerPlex® Y 23K93MG8

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusKBQ4L9

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23KKB8XE

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23KKDZU2

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusKL68KR

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusKPBY6Y

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23KQJQW8

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
Yfiler™ PlusKVAZC8

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217Not Tested 18 Not Tested12 2039

Yfiler™KX6KEY

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

Yfiler™ PlusL2G2W2

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusL3RPB8

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™L7F4B4

3 14 11,15 13 29 24 11 13 13N/A

1715191212 N/AN/A N/A15

23 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 23L9ADRV

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusLCU6YR

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23LCZ7CE

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23LMX7Q4

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusLV8QUZ

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23LWKARB

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™MBKLM2

3 14 11,15 13 29 24 11 13 13N/A

1715191212 N/AN/A N/A15

23 12N/AN/A N/A N/AN/A N/AN/A
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
Yfiler™ PlusMBZUL4

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusMEDGF9

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

MMT3K7

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™MTZVN2

3 14 11,15 13 29 24 11 13 13N/A

1715191212 N/AN/A N/A15

23 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 23MXE9TV

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23N3HQ4T

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusN3K9F7

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusN4XZ72

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23N8CT78

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusN8TU44

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™N8UVMF

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

Yfiler™ PlusNNL36V

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
PowerPlex® Y 23NTZW7E

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23P3KN9W

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23P8BXHV

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusP8DPAC

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™PB8X66

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

Yfiler™ PlusPC8QA6

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusPETHBA

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusPLAX2X

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23PN2ZYY

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusPP8JQF

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23PTLE9X

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusQ62AFB

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
Yfiler™ PlusQ6JFK3

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™QGDVA4

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

Yfiler™ PlusQJGMJ4

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23QM2FP6

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23QQ2QK6

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23QULG9N

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusQUP3LV

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™QVTUF4

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

PowerPlex® Y 23QYGAZX

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™QYT6B4

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

Yfiler™ PlusR6HVGZ

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusR8GDBL

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
PowerPlex® Y 23R8MEN9

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusRCDXLW

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusRKTWV2

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23RP86M8

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusRRE7MR

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23RVDU9L

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23RVQNDZ

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusRY76V6

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23RYPYKL

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™T9826Z

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

Yfiler™TJG8FV

3 14 11,15 13 29 24 11 13 13N/A

1715191212 N/AN/A N/A15

23 12N/AN/A N/A N/AN/A N/AN/A

Yfiler™ PlusTQRHHV

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
Yfiler™ PlusTUV8A4

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23TV4GXU

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusTV6AW3

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusTZZNGQ

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™UALKT4

3 14 11,15 13 29 24 11 13 13

171519121215

23 12

PowerPlex® Y 23UCMLVM

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

UU8CUL

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23UV3VWM

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusV24N8U

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23V66T23

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusV7U6DT

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23V7YALC

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
Yfiler™ PlusVETLDY

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23VGEBVQ

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23VGHNMT

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23VXJKT6

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusVXQTYC

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusW6LH7M

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™W6PJYT

3 14 11,15 13 29 24 11 13 13NA

1715191212 NANA NA15

23 12NANA NA NANA NANA

Yfiler™W7ZLKR

3 14 11,15 13 29 24 11 13 13NA

1715191212 NANA NA15

23 12NANA NA NANA NANA

Yfiler™ PlusW9LT2M

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusWFER7U

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23WNCDJN

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusWPPURV

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
PowerPlex® Y 23WX6QG3

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusWXV23N

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusX44LPZ

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23XAFDBK

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23XARC49

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™XDTD7Q

3 14 11,15 13 29 24 11 13 13N/A

1715191212 N/AN/A N/A15

23 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 23XJGZWQ

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusXPJ7GU

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23XY4CEY

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23YBGR3H

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusYCQ4ET

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusYFUNVY

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 3 - YSTR Results
PowerPlex® Y 23YKK8NG

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23YMAHTG

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

PowerPlex® Y 23YNQEKF

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusYWJNQ6

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusZ4LJJK

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23Z96K3M

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusZ97C8W

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusZGFZHA

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23ZKF3QJ

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012

Yfiler™ PlusZKM6KX

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

Yfiler™ PlusZRGAEY

3 14 11,15 13 29 24 11 13 1335,37

1715191212 2331 1115

23 1217 1812 2039

PowerPlex® Y 23ZVXT6V

3 14 11,15 13 29 24 11 13 13

1715191212 2315

23 121712 18 1012
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™ Plus293AUX

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 2329PNBM

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus2A2AZP

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 232DXU8U

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus2JJVZR

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 232JLU6L

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 232KVQJX

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus2L8JKR

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 232TVWQM

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus2WQVXQ

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™2WQWG3

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™38BE2M

4 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™ Plus38P23N

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus3C2ZHN

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 233FFKGW

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus3GA7EU

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 233MZPM4

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™3RAVTA

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 233RFW7X

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus3RTQLX

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus3YUWDU

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus47PAWU

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus4D9GBR

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus4EKCWK

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™4G644F

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ Plus4JH6CG

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 234LLCLE

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 234P6JXU

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus4RQEBM

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™4VB47K

4 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 234XFXLH

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus66WC2F

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus699T7Q

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus6GK3HP

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus6MRH2L

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216Not Tested 16 Not Tested11 1941

PowerPlex® Y 236MVZ7C

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™ Plus6RNTML

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 236XTXTC

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 2374DE2F

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 2374HJQQ

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 237CA4QW

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 237EQMGT

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 237LXX3T

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 237NWFWE

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus, PowerPlex® Y 237R4LRN

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 121611 16 1311 1941

Yfiler™ Plus7V26UM

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 2383ELRE

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus89L29P

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™ Plus8AFXPW

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 238AYL8R

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus8P9D6Q

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 239ADEB9

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ Plus9RUM83

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ Plus9UH26D

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 239ZMZ6G

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

A43GML

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusA9VPML

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusA9ZZPK

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23AACVBC

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusABMQQP

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™AQFFLL

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusAT3ZQP

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusB2DRFE

4 11 16 13 30 21 12 15 1716

1916412211 3114 17,1811

10 2138,4027 111014

Yfiler™ PlusB2WHMD

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusBCW99K

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusBFVK4K

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23BHG9LC

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23BJY744

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusBKLUEJ

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusBWK9GA

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23BWVGGN

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™C3GWKL

4 17 17,18 13 30 21 10 11 14

161522101114

21 12
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™ PlusCV9TN9

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23CVJBMK

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23CXNVD7

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusCZUCEH

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™D22YNF

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

PowerPlex® Y 23D8VQ36

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusDGUNNJ

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusDPAFXG

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™DU7UYK

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusDUL7JC

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusDUPNPM

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23DW78FJ

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
PowerPlex® Y 23E8RPK4

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusEFYDCG

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23EPV664

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23EWAVMP

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™EXD2EF

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

PowerPlex® Y 23F6E9XP

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusF9Z4PN

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23FARCM7

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusFGQRFK

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusFLXCAJ

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusFP7RC4

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusFTLVQ7

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
PowerPlex® Y 23G7NQFL

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™G8NPX9

4 17 17,18 13 30 21 10 11 14NA

1615221011 NANA NA14

21 12NANA NA NANA NANA

Yfiler™ PlusG8X29H

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusGFDZ43

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusGQVE86

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™GXDMC8

4 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 23GZ22WB

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusH2MAEB

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23H4YWZW

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23H6LF7A

4 17 17,18 13 30 21 10 11 14-

1615221011 27- -14

21 121611 16 1311 --

PowerPlex® Y 23, SigPrepBHBDJYE

4 17 17,18 13 30 21 10 11 1438,40

1615221011 271114

21 121611 16 1311

Yfiler™ PlusHBWC4H

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
PowerPlex® Y 23HEDVUE

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusHEXMR7

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusHJKEXD

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusHWBDKA

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23HWT6VE

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23HYMUEZ

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23J644LV

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23JCQH3N

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusJFKRGU

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusJFQTUH

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusJG2UFF

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusJL7H6B

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™ PlusJQL7P8

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™K8KPUA

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

PowerPlex® Y 23K93MG8

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusKBLLNB

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusKBQ4L9

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23KKB8XE

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23KKDZU2

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusKL68KR

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusKPBY6Y

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23KQJQW8

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusKVAZC8

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216Not Tested 16 Not Tested11 1941

KX6KEY

4 17 17,18 13 30 21 10 11 14

161522101114

21 12
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™ PlusL2G2W2

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusL3RPB8

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™L7F4B4

4 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 23L9ADRV

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusLCU6YR

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23LCZ7CE

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23LMX7Q4

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusLV8QUZ

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23LWKARB

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™MBKLM2

4 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

Yfiler™ PlusMBZUL4

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusMEDGF9

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
PowerPlex® Y 23MMT3K7

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™MTZVN2

4 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

PowerPlex® Y 23MXE9TV

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23N3HQ4T

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusN3K9F7

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusN4XZ72

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23N8CT78

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusN8TU44

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™N8UVMF

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusNNL36V

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23NTZW7E

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23P3KN9W

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
PowerPlex® Y 23P8BXHV

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusP8DPAC

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™PB8X66

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusPC8QA6

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusPETHBA

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusPLAX2X

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23PN2ZYY

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusPP8JQF

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23PTLE9X

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusQ62AFB

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusQ6JFK3

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™QGDVA4

4 17 17,18 13 30 21 10 11 14

161522101114

21 12
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™ PlusQJGMJ4

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23QM2FP6

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23QQ2QK6

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23QULG9N

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusQUP3LV

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™QVTUF4

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

PowerPlex® Y 23QYGAZX

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™QYT6B4

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusR6HVGZ

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusR8GDBL

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23R8MEN9

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusRCDXLW

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™ PlusRKTWV2

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23RP86M8

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusRRE7MR

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23RVDU9L

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

RVQNDZ

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusRY76V6

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23RYPYKL

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™T9826Z

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™TJG8FV

4 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

Yfiler™ PlusTMBBY2

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusTQRHHV

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusTUV8A4

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

(487)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
PowerPlex® Y 23TV4GXU

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusTV6AW3

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusTZZNGQ

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™UALKT4

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

PowerPlex® Y 23UCMLVM

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23UU8CUL

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23UV3VWM

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusV24N8U

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23V66T23

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusV7U6DT

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23V7YALC

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusVETLDY

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
PowerPlex® Y 23VGEBVQ

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23VGHNMT

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23VXJKT6

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusVXQTYC

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusW6LH7M

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™W6PJYT

4 17 17,18 13 30 21 10 11 14NA

1615221011 NANA NA14

21 12NANA NA NANA NANA

Yfiler™W7ZLKR

4 17 17,18 13 30 21 10 11 14NA

1615221011 NANA NA14

21 12NANA NA NANA NANA

Yfiler™ PlusW9LT2M

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusWFER7U

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23WNCDJN

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusWPPURV

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23WX6QG3

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™ PlusWXV23N

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusX44LPZ

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23XAFDBK

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23XARC49

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™XDTD7Q

4 17 17,18 13 30 21 10 11 14N/A

1615221011 N/AN/A N/A14

21 12N/AN/A N/A N/AN/A N/AN/A

Yfiler™ PlusXH4DGW

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23XJGZWQ

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusXPJ7GU

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™XWNPFL

4 17 17,18 13 30 21 10 11 14

161522101114

21 12

Yfiler™ PlusXXXP4E

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216- 16 -11 1941

PowerPlex® Y 23XY4CEY

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23YBGR3H

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™ PlusYCQ4ET

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusYFUNVY

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23YKK8NG

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23YMAHTG

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

PowerPlex® Y 23YNQEKF

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusYWJNQ6

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusZ4LJJK

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23Z96K3M

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusZ97C8W

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

Yfiler™ PlusZGFZHA

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23ZKF3QJ

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311

Yfiler™ PlusZKM6KX

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941
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TABLE 3
Amplification KitWebCode

Item DYS385 DYS389-I DYS389-II DYS390DYS19 DYS391 DYS392 DYS393
DYS437 DYS438 DYS439 DYS448 DYS456 DYS458 DYS481

DYS533 DYS635 YGATAH4DYS643DYS576DYS570DYS549

DYF387S1
DYS449 DYS460

DYS627DYS518

Item 4 - YSTR Results
Yfiler™ PlusZRGAEY

4 17 17,18 13 30 21 10 11 1438,40

1615221011 2731 1114

21 1216 1611 1941

PowerPlex® Y 23ZVXT6V

4 17 17,18 13 30 21 10 11 14

1615221011 2714

21 121611 16 1311
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Additional DNA Results
TABLE 4

Additional DNA results found to be concordant at a pre-existing locus are retained solely within the 
applicable tables. Non-concordant results and results for loci not found elsewhere will remain in this table.

Locus Item 2Item 1 Item 4Item 3 Item 4spItem 4eWebCode Item 3e Item 3sp
D12ATA63 13 13,15 13,1516,177R4LRN

D14S1434 13,14 13,14 13,1410,137R4LRN

D17S1301 11,12 13 11HBDJYE

D1S1677 11,14 15 11,14,15147R4LRN

D20S482 15 14,15 13,15HBDJYE

D2S1776 9,11 8,11 8,9,1112,137R4LRN

D3S4529 15 12,14 12,14,1513,177R4LRN

D4S2408 9,10 9 9,1087R4LRN

9,10 9 8HBDJYE

D5S2800 14,17 14,24 14,17,2414,177R4LRN

D6S474 15,17 14,16 14,15,16,17147R4LRN

D9S1122 12 12,13 10,12HBDJYE

DXS10074 16,17 11 19HBDJYE

DXS10103 16,18 19 16HBDJYE

DXS10135 17.1,27 25 24HBDJYE

DXS7132 13,15 15 15HBDJYE

DXS7423 15,16 15 14HBDJYE

DXS8378 10,12 10 11HBDJYE

DYS505 NR 13 1312HBDJYE

DYS522 NR 11 1110HBDJYE

DYS612 NR 28 2829HBDJYE

HPRTB 14 13 13HBDJYE

QS1 Q Q QQJ2XM8D

Q Q QQLCZ7CE

QS2 S S SSJ2XM8D

S S SSLCZ7CE

RS10495407 GMXE9TV
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TABLE 4
Locus Item 2Item 1 Item 4Item 3 Item 4spItem 4eWebCode Item 3e Item 3sp
RS10495407 
cont'd

GN3HQ4T

GXAFDBK

GYMAHTG

RS1294331 AMXE9TV

AN3HQ4T

AXAFDBK

AYMAHTG

RS1490413 AMXE9TV

AN3HQ4T

AXAFDBK

AYMAHTG

RS560681 AMXE9TV

AN3HQ4T

AXAFDBK

AYMAHTG

RS891700 A,GMXE9TV

A,GN3HQ4T

A,GXAFDBK

A,GYMAHTG

SRY 1 117R4LRN
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Mitochondrial DNA - HVRI Results

Polymorphisms from Reference Sequence

TABLE 5a - ITEM 1

T

T

T

T

T

T

T

T

C-T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

C

C

C

C

C

C

C

C

T-C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

T-C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

 ITEM 1

34L4RV

4G644F

6KZJMN

7R4LRN

979V7K

A8JXRJ

AFD3KK

ANMUNN

EF4J4C

F6E9XP

FXUFED

H6LF7A

HBDJYE

HEDVUE

JF7Y62

JFKRGU

LCU6YR

LHKGW9

M83BMC

PHRT9U

PWNBXT

PYEC2V

RKBM78

T4WNM2

TMQGER

TV3KJ6

UZWYJZ

VJ3LQP

WXV23N

Z4RWEJ

ZC4XUT

ZKDF8K

16
51

9.
0

16
36

2.
0

16
32

5.
0

16
22

3.
0
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Polymorphisms from Reference Sequence

TABLE 5a - ITEM 2

C

C

C

C

C

C

C

A-C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

T-C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

M

C

D

del T

T DEL

del T

DEL

D

del T

del T

A

A

A

T del

del

-

-

-

del

DEL

D

T del

-

DEL

-

Tdel

C

C

C

C

C

C

T-C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

A-C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

T-C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

N

C

C

C

C

C

C

C

C

C

C

A

A

A

A

A

A

A

A

A

A

C

C

C

C

C

C

C

C

C

C

 ITEM 2

34L4RV

4G644F

6KZJMN

7R4LRN

979V7K

A8JXRJ

AFD3KK

ANMUNN

EF4J4C

F6E9XP

FXUFED

H6LF7A

HBDJYE

HEDVUE

JF7Y62

JFKRGU

LCU6YR

LHKGW9

M83BMC

PHRT9U

PWNBXT

PYEC2V

RKBM78

T4WNM2

TMQGER

TV3KJ6

UZWYJZ

VJ3LQP

WXV23N

Z4RWEJ

ZC4XUT

ZKDF8K

16
51

9.
0

16
43

8.
0

16
42

2.
0

16
36

0.
0

16
26

3.
0

16
25

8.
0

16
21

7.
0

16
19

5.
0

16
19

4.
0

16
18

9.
0

16
18

3.
0
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Polymorphisms from Reference Sequence

TABLE 5a - ITEM 3

T

T

T

T

T

T

C-T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

C-T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

C-T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

A

A

A

A

A

A

G-A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

C

C

C

C

C

C

T-C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

 ITEM 3

34L4RV

4G644F

7R4LRN

979V7K

AFD3KK

ANMUNN

EF4J4C

F6E9XP

H6LF7A

HBDJYE

HEDVUE

JF7Y62

JFKRGU

LCU6YR

LHKGW9

M83BMC

PHRT9U

PWNBXT

PYEC2V

RKBM78

T4WNM2

TMQGER

TV3KJ6

UZWYJZ

VJ3LQP

WXV23N

Z4RWEJ

ZC4XUT

ZKDF8K

16
36

2.
0

16
31

9.
0

16
29

0.
0

16
22

3.
0

16
11

1.
0
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Polymorphisms from Reference Sequence

TABLE 5a - ITEM 4

T

T

T

C

C

C

C

C

C

C

C

C

 ITEM 4

979V7K

LHKGW9

T4WNM2

16
51

9.
0

16
36

2.
0

16
32

5.
0

16
22

3.
0

(498)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

Mitochondrial DNA - HVRI Results
TABLE 5b

Bases Sequenced: HVR I

15998-16569

15998-16375

15998-16400

1-600

16024-16569

15998-16400

16024-16569

15998-16569

16024-16389

16024-16365

15998-16400

16000-16390

16024-16365

16024-16365

15998-16375

16024-16520

15975-16410

16024-16569

16024-16365

16017-16377

15998-16390

15998-16390

16024-16365

16024-16569

15998-16390

15998-16569

16003-16371, 
16412-16569
16017-16192; 
16228-16371

15998-16400

1-600

16024-16569

15998-16400

16024-16569

16010-16371, 
16411-16569

16024-16385

16024-16182, 
16242-16365

15998-16400

16000-16390

16024-16192, 
16242-16365
16024-16193, 
16242-16365
16014-16193, 
16228-16375

(16024-16197)/
(16293-16520)

15975-16410

16024-16569

16024-16225, 
16339-16365
16022-16224, 
16239-16377
16022-16224, 
16234-16377

16016-16369

16024-16365

16024-16569

16014-16193, 
16228-16371
16003-16371, 
16418-16569

15998-16380

15998-16390

1-600

16024-16569

16024-16569

15998-16367

16024-16396

16024-16365

16000-16390

16024-16365

16024-16365

15998-16390

16024-16520

15975-16410

16024-16569

16024-16365

16014-16381

16014-16376

15998-16390

16024-16365

16024-16569

15998-16390

15998-16367

INCONCLUSIVE

16024-16569

Inconclusive

MIX

16024-16569

mixture-not interpreted

INC

INC

INC

Mixture- Not Interpreted

16024-16569

INC

TV3KJ6

TMQGER

T4WNM2

RKBM78

PYEC2V

PWNBXT

PHRT9U

M83BMC

LHKGW9

LCU6YR

JFKRGU

JF7Y62

HEDVUE

HBDJYE

H6LF7A

FXUFED

F6E9XP

EF4J4C

ANMUNN

AFD3KK

A8JXRJ

979V7K

7R4LRN

6KZJMN

4G644F

34L4RV

ITEM 4ITEM 3ITEM 2ITEM 1Webcode
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TABLE 5b
Bases Sequenced: HVR I

Webcode

16024-16569

16014-16386

16023-16374

15998-16390

16024-16391

15998-16375

16024-16569

16014-16377

16023-16374

16021-16222; 
16226-16369

16024-16377

16014-16193, 
16228-16375

16024-16391

16021-16382

16023-16374

16014-16390

16024-16391

15998-16390

Inconclusive

INC

INC

Inconclusive

INCONCLUSIVEZKDF8K

ZC4XUT

Z4RWEJ

WXV23N

VJ3LQP

UZWYJZ

ITEM 4ITEM 3ITEM 2ITEM 1
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Forensic Biology Test 25-5702

Mitochondrial DNA - HVRII Results

Polymorphisms from Reference Sequence

TABLE 6a - ITEM 1

G

G

G

G

G

G

G

G

A-G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

A

A

A

A

A

A

A

A

G-A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

A

C

C

C

C

C

C

C

C

T-C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

G

G

G

G

G

G

G

G

A-G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

A-G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

.1C

.1C

C

C

C

C ins

C

C

Additio
nal C

C

C

C

C

C

C

C

C

C

C

C

C

C

.1C

.1C

C

C

C

C ins

C

C

Additio
nal C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

 ITEM 1

34L4RV

4G644F

6KZJMN

7R4LRN

979V7K

A8JXRJ

AFD3KK

ANMUNN

EF4J4C

F6E9XP

FXUFED

H6LF7A

HBDJYE

HEDVUE

JF7Y62

JFKRGU

LCU6YR

LHKGW9

M83BMC

PHRT9U

PWNBXT

PYEC2V

RKBM78

T4WNM2

TMQGER

TV3KJ6

UZWYJZ

VJ3LQP

48
9.

0

31
5.

1

31
5.

0

30
9.

1

30
9.

0

26
3.

0

15
3.

0

14
6.

0

10
9.

0

73
.0
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Polymorphisms from Reference Sequence

TABLE 6a - ITEM 1

G

G

G

G

A

A

A

A

C

C

C

C

G

G

G

G

G

G

G

G

C

C

C

C

C

C

WXV23N

Z4RWEJ

ZC4XUT

ZKDF8K

48
9.

0

31
5.

1

31
5.

0

30
9.

1

30
9.

0

26
3.

0

15
3.

0

14
6.

0

10
9.

0

73
.0
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Polymorphisms from Reference Sequence

TABLE 6a - ITEM 2

G

G

G

G

G

G

G

G

A-G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

A-G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

A-G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

C

.1C

.1C

C

C

C

C ins

C

C

Additio
nal C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

N

C

C

C

C

C

C

C

C

C

A

A

A

A

A

A

A

A

A

N N

T

 ITEM 2

34L4RV

4G644F

6KZJMN

7R4LRN

979V7K

A8JXRJ

AFD3KK

ANMUNN

EF4J4C

F6E9XP

FXUFED

H6LF7A

HBDJYE

HEDVUE

JF7Y62

JFKRGU

LCU6YR

LHKGW9

M83BMC

PHRT9U

PWNBXT

PYEC2V

RKBM78

T4WNM2

TMQGER

TV3KJ6

UZWYJZ

VJ3LQP

WXV23N

Z4RWEJ

59
2.

0

57
4.

0

56
4.

0

49
9.

0

48
0.

0

32
0.

0

31
5.

1

31
5.

0

30
9.

0

26
3.

0

21
0.

0

73
.0
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Polymorphisms from Reference Sequence

TABLE 6a - ITEM 2

G

G

G

G

G

G C

ZC4XUT

ZKDF8K

59
2.

0

57
4.

0

56
4.

0

49
9.

0

48
0.

0

32
0.

0

31
5.

1

31
5.

0

30
9.

0

26
3.

0

21
0.

0

73
.0
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Polymorphisms from Reference Sequence

TABLE 6a - ITEM 3

T

T

T

T

T

T

C-T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

T

G

G

G

G

G

G

A-G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

C

C

C

C

C

C

T-C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

G

G

G

G

G

G

A-G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

A-G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

A-G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

G

.1C

C

C

C ins

C

Additio
nal C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

N

N

.1C

.1C

C

C

C ins

C

Additio
nal C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

C

A del

A DEL

DEL

A del

A DEL

C del

C DEL

DEL

C del

C DEL

 ITEM 3

34L4RV

4G644F

7R4LRN

979V7K

AFD3KK

ANMUNN

EF4J4C

F6E9XP

H6LF7A

HBDJYE

HEDVUE

JF7Y62

JFKRGU

LCU6YR

LHKGW9

M83BMC

PHRT9U

PWNBXT

PYEC2V

RKBM78

T4WNM2

TMQGER

TV3KJ6

UZWYJZ

VJ3LQP

WXV23N

Z4RWEJ

ZC4XUT

ZKDF8K

52
4.

0

52
3.

0

31
5.

1

31
5.

0

30
9.

2

30
9.

1

30
9.

0

26
3.

0

23
5.

0

15
3.

0

14
6.

0

73
.0

64
.0
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Polymorphisms from Reference Sequence

TABLE 6a - ITEM 4

G

G

G

A

A

A

C

C

C

G

G

G

G

G

G

C

C

C

 ITEM 4

979V7K

LHKGW9

T4WNM2

48
9.

0

26
3.

0

15
3.

0

14
6.

0

10
9.

0

73
.0
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Mitochondrial DNA - HVRII Results
TABLE 6b

Bases Sequenced: HVR II

1-537

70-381

30-407

16030-16569

1-302, 316-576

30-407

1-302, 316-576

1-540

65-379

73-340

30-407

45-390

73-340

73-340

70-381

40-400

015-389

1-302; 316-576

73-340

66-393

64-393

68-391

73-340

1-302, 316-576

70-381

1-544

49-385

30-407

16300-16569

1-302, 316-576

30-407

1-302, 316-576

1-538

65-382

73-340

30-407

45-390

73-340

73-340

49-385

40-400

015-389

1-302; 316-576

73-289, 299-340

69-406

67-407

64-368

73-340

1-302, 316-576

49-385

48-365

49-401

16030-16569

1-302, 316-576

1-302, 316-576

46-358

46-395

73-340

45-390

73-340

73-340

49-401

40-400

015-389

1-302; 316-576

73-340

63-393

63-393

49-385

73-248, 299-340

1-302, 316-576

49-401

INCONCLUSIVE

1-302, 316-576

Inconclusive

MIX

1-302; 316-576

mixture-not interpreted

INC

INC

INC

Mixture- Not Interpreted

1-302, 316-576

INCTMQGER

T4WNM2

RKBM78

PYEC2V

PWNBXT

PHRT9U

M83BMC

LHKGW9

LCU6YR

JFKRGU

JF7Y62

HEDVUE

HBDJYE

H6LF7A

FXUFED

F6E9XP

EF4J4C

ANMUNN

AFD3KK

A8JXRJ

979V7K

7R4LRN

6KZJMN

4G644F

34L4RV

ITEM 4ITEM 3ITEM 2ITEM 1Webcode
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TABLE 6b
Bases Sequenced: HVR II
Webcode

1-540

1-302, 316-576

64-393

61-385

65-390

35-302, 316-369

71-381

1-540

1-302, 316-576

64-393

61-385

49-407

35-302, 316-369

49-385

50-357

35-302, 316-464

63-393

61-385

64-385

35-302, 316-369

63-399

Inconclusive

INC

INC

Inconclusive

INCONCLUSIVEZKDF8K

ZC4XUT

Z4RWEJ

WXV23N

VJ3LQP

UZWYJZ

TV3KJ6

ITEM 4ITEM 3ITEM 2ITEM 1
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Based on results obtained from DNA analysis, could the Victim (Item 1) and/or the Suspect (Item 2) be a contributor to 
the questioned stains (Items 3 & 4)?

DNA Interpretations

TABLE 7
 Victim  ( Item  1 ) Suspect  ( Item  2 )

Item 3 Item 4Item 3 Item 4Item 3 Item 4

 Victim  ( Item  1 )

Item 4Item 3

 Suspect  ( Item  2 )

WebCode WebCode

YesNoYesNo23FGHX

YesNoYesNo24A64E

YesNoYesNo28U69L

YesNoYesNo293AUX

YesNoYesNo29PNBM

YesNoYesNo29QG9V

YesNoNo InterpNo Interp2A2AZP

YesNoYesNo2BDVYQ

YesNoYesNo2DXU8U

YesNoYesNo2JJVZR

YesNoNo InterpNo Interp2JLU6L

YesNoYesNo2KG48B

YesNoYesNo2KVQJX

YesNoYesNo2L8JKR

YesNoYesNo2P62HK

YesNoYesNo2PEUK3

YesNoYesNo2QNLRX

YesNoYesNo2TBA2C

YesNoNo InterpNo Interp2TVWQM

YesNoYesNo2WQVXQ

YesNoYesNo2WQWG3

No InterpNoNo InterpNo34L4RV

YesNoYesNo36JMJP

YesNoYesNo36K8MR

YesNoYesNo383LTD

YesNoYesNo38BE2M

YesNoYesNo38P23N

YesNoYesNo3AEAJ6

YesNoYesNo3B7GGM

YesNoNo InterpNo Interp3C2ZHN

YesNoYesNo3FFKGW

YesNoYesNo3GA7EU

YesNoYesNo3GWHAM

YesNoYesNo3LNUYQ

YesNoYesNo3MZPM4

YesNoYesNo3NQWJL

YesNoYesNo3RAVTA

YesNoYesNo3RFW7X

YesNoYesNo3RQ9FL

YesNoYesNo3RTQLX

YesNoYesNo3RYZH4

YesNoYesNo3T96XD

YesNoYesNo3VZYYN

YesNoYesNo3WZBFW

YesNoYesNo3XGHPK

YesNoYesNo3YUWDU

YesNoYesNo3YXMCP

YesNoYesNo47PAWU

YesNoYesNo49U2HF

YesNoYesNo4D9GBR

YesNoYesNo4DDRDQ

YesNoYesNo4E7XE3

YesNoYesNo4EKCWK

YesNoYesNo4G644F

YesNoYesNo4JBT7P

YesNoYesNo4JH6CG

YesNoYesNo4JJG3B

YesNoYesNo4LLCLE

YesNoYesNo4MWJKZ

YesNoYesNo4NTW8T
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TABLE 7
 Victim  ( Item  1 ) Suspect  ( Item  2 )

Item 3 Item 4Item 3 Item 4Item 3 Item 4

 Victim  ( Item  1 )

Item 4Item 3

 Suspect  ( Item  2 )

WebCode WebCode

YesNoYesNo4P6JXU

YesNoYesNo4RQEBM

YesNoYesNo4VB47K

YesNoYesNo4VC6PX

YesNoYesNo4WHGG8

YesNoYesNo4XFXLH

YesNoYesNo62UZ2L

YesNoYesNo66AG8J

YesNoYesNo66WC2F

YesNoYesNo699T7Q

YesNoYesNo6BAXGP

YesNoYesNo6CUCCU

YesNoYesNo6GK3HP

No InterpNo InterpNo InterpNo Interp6KZJMN

YesNoYesNo6MEUUT

YesNoYesNo6MNTYA

YesNoYesNo6MRH2L

YesNoYesNo6MVZ7C

YesNoYesNo6NMRHH

YesNoYesNo6RNTML

YesNoYesNo6VTG84

YesNoYesNo6WJN6K

YesNoYesNo6XTXTC

YesNoYesNo6ZLQ22

YesNoYesNo74DE2F

YesNoYesNo74GRTH

YesNoYesNo74HJQQ

YesNoYesNo74JECG

YesNoYesNo76AH6N

YesNoYesNo78DPWF

YesNoYesNo7C96WN

YesNoYesNo7CA4QW

YesNoYesNo7D4Y8D

No InterpNoNo InterpNo7EGEUM

YesNoYesNo7EQMGT

YesNoYesNo7EZ4BM

YesNoYesNo7F9KYK

YesNoYesNo7HJD4K

YesNoYesNo7KZWUG

YesNoYesNo7LXX3T

YesNoYesNo7N2QYD

YesNoYesNo7NWFWE

YesNoYesNo7PTYXF

YesNoYesNo7R4LRN

YesNoYesNo7RNB4G

YesNoYesNo7V26UM

YesNoYesNo7VD2W7

YesNoYesNo7W29FB

YesNoYesNo7WWMVN

YesNoYesNo7XNWPP

YesNoYesNo7XT3GL

YesNoNo InterpNo Interp83ELRE

YesNoYesNo84CPMB

YesNoYesNo84WHDM

YesNoYesNo896W4X

YesNoYesNo89L29P

YesNoYesNo8AD3CR

YesNoYesNo8AFXPW

YesNoYesNo8AYL8R

YesNoYesNo8E83GF

YesNoYesNo8H86HA

YesNoYesNo8J2VL4

YesNoYesNo8P9D6Q

YesNoYesNo8RFQTJ

YesNoYesNo8T8TDD

YesNoYesNo8TAMTD
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TABLE 7
 Victim  ( Item  1 ) Suspect  ( Item  2 )

Item 3 Item 4Item 3 Item 4Item 3 Item 4

 Victim  ( Item  1 )

Item 4Item 3

 Suspect  ( Item  2 )

WebCode WebCode

YesNoYesNo8UPQUJ

YesNoYesNo8YGXED

YesNoYesNo8ZQ4GG

NoNoYesNo979V7K

YesNoYesNo9ABW7H

YesNoYesNo9ADEB9

YesNoYesNo9B77ME

YesNoYesNo9CHARQ

9H9BKP No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNo9HA4HX

YesNoYesNo9JNPUK

YesNoYesNo9JYL8C

YesNoYesNo9P3PVP

YesNoYesNo9RUM83

YesNoNo InterpNo Interp9UH26D

YesNoYesNo9UJXF9

YesNoYesNo9W7JZJ

YesNoYesNo9WRTFE

YesNoYesNo9XGGFL

YesNoYesNo9YT8BJ

YesNoYesNo9ZMZ6G

YesNoYesNoA2A2LP

No InterpNo InterpNo InterpNo InterpA2JHFJ

YesNoYesNoA43GML

YesNoYesNoA77KMM

YesNoYesNoA8GJ6B

No InterpNo InterpNo InterpNo InterpA8JXRJ

YesNoYesNoA8KWWD

No InterpNo InterpNo InterpNo InterpA8LU8A

YesNoYesNoA8PDWX

YesNoYesNoA9VPML

YesNoYesNoA9ZZPK

YesNoYesNoAA6UZB

YesNoYesNoAACVBC

YesNoYesNoAADM9K

YesNoYesNoABMQQP

YesNoYesNoADBD7J

IncNoIncNoAFD3KK

YesNoYesNoAGRKQC

YesNoYesNoAJ39G4

No InterpNoNo InterpNoANMUNN

YesNoYesNoAQFFLL

YesNoYesNoAT3ZQP

YesNoYesNoAUD6XL

YesNoYesNoAXBKBF

YesNoYesNoAXE4E7

YesNoYesNoAXYRPE

YesNoYesNoAYRJ2K

YesNoYesNoB2DRFE

YesNoYesNoB2R2NE

YesNoYesNoB2WHMD

YesNoYesNoB3K2J6

No InterpNo InterpNo InterpNo InterpB4K648

B7KANE No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoB7NRT6

BA9KY7 No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoBC2EZG

YesNoYesNoBCW99K

YesNoYesNoBD9WU7

YesNoYesNoBDJUUG

YesNoYesNoBFVK4K

YesNoYesNoBFZQVG

YesNoYesNoBGMMNE

YesNoYesNoBHG9LC
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TABLE 7
 Victim  ( Item  1 ) Suspect  ( Item  2 )

Item 3 Item 4Item 3 Item 4Item 3 Item 4

 Victim  ( Item  1 )

Item 4Item 3

 Suspect  ( Item  2 )

WebCode WebCode

YesNoYesNoBJGAHW

YesNoYesNoBJY744

YesNoYesNoBK4YUW

YesNoYesNoBKLUEJ

BLXNXP No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoBR73N2

YesNoYesNoBVN6V7

YesNoYesNoBWK9GA

YesNoYesIncBWVGGN

YesNoYesNoBXTVXF

YesNoYesNoBY3WPF

YesNoYesNoBZWPHD

YesNoYesNoC3GWKL

YesNoYesNoC4VF76

YesNoYesNoC4WYLT

YesNoYesNoC6N8HB

YesNoYesNoC8QA47

YesNoYesNoCBT47G

YesNoYesNoCD37Y8

YesNoYesNoCG3CJ6

YesNoYesNoCJPZUJ

YesNoYesNoCJRC6V

YesNoYesNoCLHR7Q

YesNoYesNoCQ32ZF

YesNoYesNoCV9TN9

YesNoYesNoCVJBMK

YesNoYesNoCVXTBX

YesNoYesNoCXNVD7

No InterpNo InterpNo InterpNo InterpCZ3ZB4

YesNoYesNoCZUCEH

YesNoYesNoD22YNF

D326WM No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoD3FCGJ

YesNoYesNoD48E2D

YesNoYesNoD8VQ36

YesNoYesNoDBU3X4

YesNoYesNoDGUNNJ

YesNoYesNoDKZ3FH

DM992J No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoDMMN3E

YesNoYesNoDPAFXG

YesNoYesNoDPELPD

YesNoYesNoDPQNWJ

YesNoYesNoDRTM9X

YesNoYesNoDTAKXG

YesNoYesNoDU7UYK

YesNoYesNoDUJNCZ

YesNoNo InterpNo InterpDUL7JC

YesNoYesNoDUPNPM

YesNoYesNoDW78FJ

YesNoYesNoDX2QGK

YesNoYesNoDZVD9F

YesNoYesNoE2HM98

YesNoYesNoE7HK9Z

YesNoYesNoE8RPK4

YesNoYesNoE9HM44

No InterpNoNo InterpNoEF4J4C

YesNoYesNoEFJY47

YesNoYesNoEFYDCG

YesNoYesNoEK29HX

YesNoYesNoEKB4XB

YesNoYesNoEL44T2

YesNoYesNoEPV664

YesNoYesNoEQYXNG
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TABLE 7
 Victim  ( Item  1 ) Suspect  ( Item  2 )

Item 3 Item 4Item 3 Item 4Item 3 Item 4

 Victim  ( Item  1 )

Item 4Item 3

 Suspect  ( Item  2 )

WebCode WebCode

YesNoYesNoEU3TH6

YesNoYesNoEU4E87

YesNoYesNoEVQ3GK

YesNoYesNoEWAVMP

No InterpNo InterpNo InterpNo InterpEWCMJC

YesNoYesNoEX4Q47

YesNoYesNoEXD2EF

YesNoYesNoEXY968

YesNoYesNoEZQFBP

YesNoYesNoF23CJF

YesNoYesNoF2EDYM

YesNoYesNoF2W7T6

YesNoYesNoF6E9XP

YesNoYesNoF6Y4M7

YesNoYesNoF6ZVKE

YesNoYesNoF9Z4PN

IncNoIncNoFAA93C

YesNoYesNoFARCM7

YesNoYesNoFGQRFK

YesNoYesNoFH2MTC

YesNoYesNoFH3FPY

YesNoYesNoFKE2R8

No InterpNo InterpNo InterpNo InterpFKRTH3

YesNoYesNoFLXCAJ

YesNoYesNoFMJUL6

YesNoYesNoFP7RC4

YesNoYesNoFRQDN6

YesNoNo InterpNo InterpFTLVQ7

YesNoYesNoFVRDWN

No InterpNo InterpNo InterpNo InterpFXUFED

YesNoYesNoFZX9AW

YesNoYesNoG38CZR

YesNoYesNoG744RB

YesNoYesNoG7NQFL

YesNoYesNoG7QJC9

YesNoYesNoG8NPX9

YesNoYesNoG8X29H

YesNoYesNoG9C3GC

YesNoYesNoGD8YZB

YesNoYesNoGFDZ43

YesNoYesNoGG8BWB

YesNoYesNoGGMLEG

YesNoYesNoGGNF6A

YesNoYesNoGHJXHW

YesNoYesNoGMXK7A

YesNoYesNoGNK9HA

YesNoYesNoGP32MD

YesNoYesNoGQVE86

YesNoYesNoGQXQR8

YesNoYesNoGTHV2P

YesNoYesNoGXDMC8

YesNoYesNoGXQ2VB

YesNoYesNoGYMQTC

YesNoYesNoGZ22WB

YesNoYesNoH2MAEB

YesNoYesNoH32EDA

YesNoYesNoH4YWZW

YesNoYesNoH6LF7A

YesNoYesNoH7MA49

YesNoYesNoH9TY3B

YesNoYesNoHBCXAD

YesNoYesNoHBDJYE

No InterpNoNo InterpNoHBQBRV

YesNoYesNoHBUUX8

YesNoYesNoHBWC4H

YesNoYesNoHCF9KP

(513)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 7
 Victim  ( Item  1 ) Suspect  ( Item  2 )

Item 3 Item 4Item 3 Item 4Item 3 Item 4

 Victim  ( Item  1 )

Item 4Item 3

 Suspect  ( Item  2 )

WebCode WebCode

YesNoYesNoHEDVUE

YesNoYesNoHEXMR7

YesNoYesNoHHEW23

YesNoYesNoHJKEXD

YesNoYesNoHKGWYE

YesNoYesNoHKZQLB

YesNoYesNoHL36LP

No InterpNo InterpNo InterpNo InterpHLE72W

YesNoYesNoHM8X3H

HPJJ2J No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoHRH2V6

YesNoYesNoHUXBFQ

YesNoYesNoHWBDKA

YesNoYesNoHWDNVK

YesNoYesNoHWT6VE

YesNoYesNoHYMUEZ

YesNoYesNoHZZL6W

YesNoYesNoJ29VWU

YesNoYesNoJ2XM8D

No InterpNo InterpNo InterpNo InterpJ499C7

YesNoYesNoJ4DNML

YesNoYesNoJ644LV

YesNoYesNoJ87L3C

YesNoYesNoJ8DU7X

YesNoYesNoJA4UQN

YesNoYesNoJAZHFD

JBLDU6 No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoJBRKZ8

YesNoYesNoJBRQEF

YesNoYesNoJC8QT4

YesNoYesNoJCQH3N

YesNoYesNoJDGPZ7

YesNoYesNoJF7Y62

YesNoYesNoJFKRGU

YesNoYesNoJFQTUH

YesNoYesNoJG2UFF

YesNoYesNoJHUGDD

YesNoYesNoJL7H6B

YesNoYesNoJMLWE7

YesNoYesNoJQL7P8

YesNoYesNoJTQLCD

YesNoYesNoJWP2JF

YesNoYesNoJZE8CD

YesNoYesNoK2GNP9

No InterpNoNo InterpNoK4L9JZ

K63CMT No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoK8KPUA

YesNoYesNoK93MG8

YesNoYesNoKAGYB7

YesNoYesNoKBLLNB

YesNoYesNoKBQ4L9

YesNoYesNoKBQRF7

YesNoYesNoKC2XAL

YesNoYesNoKFMJJW

YesNoYesNoKGB448

YesNoYesNoKGB7MJ

YesNoYesNoKGT287

YesNoYesNoKGVU3T

YesNoYesNoKH7T29

YesNoYesNoKKB8XE

YesNoNo InterpNo InterpKKDZU2

YesNoYesNoKKGHUL

YesNoYesNoKL68KR

YesNoYesNoKLPUA2
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TABLE 7
 Victim  ( Item  1 ) Suspect  ( Item  2 )

Item 3 Item 4Item 3 Item 4Item 3 Item 4

 Victim  ( Item  1 )

Item 4Item 3

 Suspect  ( Item  2 )

WebCode WebCode

IncNoIncNoKMHLL9

YesNoYesNoKNEY9Z

YesNoYesNoKPBY6Y

YesNoYesNoKQGVMA

YesNoYesNoKQJQW8

YesNoYesNoKVAZC8

YesNoYesNoKVFFEZ

YesNoYesNoKX6KEY

YesNoYesNoKYB44U

YesNoYesNoL2G2W2

YesNoYesNoL3RPB8

YesNoYesNoL43Q9R

YesNoYesNoL6HXQ3

No InterpNo InterpNo InterpNo InterpL7DFR4

YesNoYesNoL7F4B4

YesNoYesNoL9ADRV

YesNoYesNoL9C3U8

YesNoYesNoLARB82

YesNoYesNoLAU37A

YesNoYesNoLCGF8Z

YesNoYesNoLCU6YR

YesNoYesNoLCZ7CE

YesNoYesNoLDDTUT

NoNoYesNoLHKGW9

YesNoYesNoLJYVV4

YesNoYesNoLKFZFM

YesNoYesNoLMX7Q4

YesNoYesNoLTK4AY

YesNoYesNoLTPECX

YesNoNo InterpNo InterpLV8QUZ

YesNoYesNoLWKARB

YesNoYesNoLY8VE8

YesNoYesNoM46HZ9

YesNoYesNoM7RFBK

YesNoYesNoM82A7K

No InterpNoNo InterpNoM83BMC

YesNoYesNoMBKLM2

YesNoNo InterpNo InterpMBZUL4

IncNoIncNoMD77R6

YesNoYesNoMDQ33K

YesNoYesNoMEDGF9

YesNoYesNoMLXKH6

YesNoYesNoMMT3K7

YesNoYesNoMQC4W6

YesNoYesNoMQRMG3

YesNoYesNoMQW3RH

YesNoYesNoMR48GY

YesNoYesNoMR9NFX

YesNoYesNoMTZVN2

YesNoYesNoMVN986

IncNoIncNoMWLET7

YesNoYesNoMXE9TV

YesNoYesNoN3HQ4T

YesNoYesNoN3K9F7

YesNoYesNoN4XZ72

YesNoYesNoN6N4Z9

YesNoYesNoN7JTXB

YesNoYesNoN8CT78

YesNoYesNoN8TU44

YesNoYesNoN8UVMF

YesNoYesNoN8XB32

YesNoYesNoNAKN7D

YesNoYesNoNBZ68Y

YesNoYesNoNDWPXB

YesNoYesNoNF48W8

YesNoYesNoNGJBYY
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TABLE 7
 Victim  ( Item  1 ) Suspect  ( Item  2 )

Item 3 Item 4Item 3 Item 4Item 3 Item 4

 Victim  ( Item  1 )

Item 4Item 3

 Suspect  ( Item  2 )

WebCode WebCode

YesNoYesNoNHYUJW

IncNoIncNoNHZLH4

YesNoYesNoNM87B3

YesNoYesNoNNL36V

YesNoYesNoNPDK43

YesNoYesNoNTZW7E

YesNoYesNoNUUV9J

YesNoYesNoNWC3KZ

YesNoYesNoNWEP4Y

YesNoYesNoNZ2A93

YesNoYesNoNZFMKT

YesNoYesNoP2949Z

YesNoYesNoP2N69G

YesNoNo InterpNo InterpP3KN9W

YesNoYesNoP88PWN

YesNoYesNoP8BXHV

YesNoYesNoP8DPAC

YesNoYesNoP97MFW

YesNoYesNoPAU9Z8

YesNoYesNoPB8X66

YesNoYesNoPBC984

YesNoYesNoPC8QA6

YesNoYesNoPECC7H

YesNoYesNoPETHBA

YesNoYesNoPF9TFU

No InterpNoNo InterpNoPHRT9U

YesNoYesNoPJ4LCA

YesNoYesNoPKWLYM

YesNoYesNoPLAX2X

YesNoYesNoPN2ZYY

YesNoYesNoPN4NHX

YesNoYesNoPP8JQF

YesNoYesNoPTLE9X

No InterpNoNo InterpNoPWNBXT

YesNoYesNoPXN2E9

YesNoYesNoPXPUDG

No InterpNoNo InterpNoPYEC2V

YesNoYesNoPYKE32

YesNoYesNoQ23XF4

YesNoYesNoQ49Q7W

YesNoYesNoQ62AFB

YesNoYesNoQ6JFK3

YesNoYesNoQ6VA3N

YesNoYesNoQ8C8UR

YesNoYesNoQ9HT77

YesNoYesNoQ9L9MD

YesNoYesNoQ9LGJ4

YesNoYesNoQBMGP3

YesNoYesNoQCXEYD

YesNoYesNoQDCKHA

QE89WY No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoQGDVA4

YesNoYesNoQJGMJ4

YesNoYesNoQKAKQB

YesNoYesNoQKYHFX

YesNoYesNoQM2FP6

YesNoYesNoQMWAYU

YesNoYesNoQPTE34

YesNoYesNoQQ2QK6

YesNoYesNoQQPRQV

YesNoYesNoQTCL9H

YesNoYesNoQULG9N

YesNoNo InterpNo InterpQUP3LV

YesNoYesNoQVDTC3

YesNoYesNoQVTUF4
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TABLE 7
 Victim  ( Item  1 ) Suspect  ( Item  2 )

Item 3 Item 4Item 3 Item 4Item 3 Item 4

 Victim  ( Item  1 )

Item 4Item 3

 Suspect  ( Item  2 )

WebCode WebCode

YesNoYesNoQX4VCN

YesNoYesNoQXZDEP

YesNoYesNoQYGAZX

YesNoYesNoQYGCP3

YesNoYesNoQYT6B4

YesNoYesNoQZR8FZ

YesNoYesNoR2E69Y

YesNoYesNoR2TQH2

YesNoYesNoR39X2W

YesNoNo InterpNo InterpR6HVGZ

YesNoYesNoR7TNKE

YesNoYesNoR8GDBL

YesNoYesNoR8MEN9

YesNoYesNoRAMX27

YesNoYesNoRB423D

YesNoYesNoRB42ZR

YesNoYesNoRCDXLW

YesNoYesNoRCU9YV

No InterpNoNo InterpNoRKBM78

YesNoYesNoRKTWV2

YesNoYesNoRL4HMN

YesNoYesNoRP24AK

YesNoYesNoRP86M8

YesNoYesNoRRE7MR

YesNoYesNoRVDU9L

YesNoYesNoRVQNDZ

YesNoYesNoRXHJBU

YesNoYesNoRY76V6

YesNoYesNoRYPYKL

No InterpNo InterpNo InterpNo InterpT3NK7W

YesNoYesNoT3TYGC

YesNoYesNoT4J8DU

NoNoYesNoT4WNM2

YesNoYesNoT839RF

YesNoYesNoT8CH3Y

YesNoYesNoT9826Z

No InterpNo InterpNo InterpNo InterpTAPTCP

YesNoYesNoTELDHU

YesNoYesNoTHHAY9

YesNoYesNoTJG8FV

YesNoYesNoTMBBY2

YesNoYesNoTMQGER

YesNoYesNoTQRHHV

YesNoYesNoTR8V9D

YesNoYesNoTRL9LN

YesNoYesNoTTF2FL

YesNoYesNoTTLAME

YesNoYesNoTUV8A4

No InterpNoNo InterpNoTV3KJ6

YesNoYesNoTV4GXU

YesNoYesNoTV6AW3

YesNoYesNoTYTLXT

YesNoYesNoTZZNGQ

YesNoYesNoU67EQ3

YesNoYesNoU6TPZW

YesNoYesNoUALKT4

YesNoYesNoUBT3MT

YesNoYesNoUCMLVM

YesNoYesNoUEU7G2

YesNoYesNoUFPFXX

No InterpNo InterpNo InterpNo InterpUG363V

YesNoYesNoUHU8MQ

YesNoYesNoUKHVW6

YesNoYesNoULDFYW

YesNoYesNoUNLCKZ

YesNoYesNoUPBVBZ

(517)Printed: June 09, 2025 Copyright ©2025 CTS, Inc



Forensic Biology Test 25-5702

TABLE 7
 Victim  ( Item  1 ) Suspect  ( Item  2 )

Item 3 Item 4Item 3 Item 4Item 3 Item 4

 Victim  ( Item  1 )

Item 4Item 3

 Suspect  ( Item  2 )

WebCode WebCode

YesNoYesNoUR6KTZ

YesNoYesNoUTEGD6

YesNoYesNoUTWJ7Y

UU4UPV No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoUU8CUL

YesNoYesNoUV3VWM

YesNoYesNoUWFHE2

YesNoYesNoUY44ZX

YesNoYesNoUYLZG4

YesNoYesNoUZFME2

IncNoIncNoUZWYJZ

YesNoNo InterpNo InterpV24N8U

V288E7 No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoV62CKV

YesNoYesNoV66T23

V7U6DT No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoV7YALC

YesNoYesNoV8AB7P

YesNoYesNoV8B44X

YesNoYesNoV8QGJU

YesNoYesNoVCHNXW

YesNoYesNoVERN33

YesNoYesNoVETLDY

VFH2EU No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoVGEBVQ

YesNoYesNoVGHNMT

YesNoYesNoVGY4CU

VHRXD6 No Interpretations Reported, DNA 
Analyzed for Database purposes only.

No InterpNoNo InterpNoVJ3LQP

YesNoYesNoVJ96HM

YesNoYesNoVJQVUR

YesNoYesNoVP9H86

YesNoYesNoVRZE3P

YesNoYesNoVVKBXV

YesNoYesNoVVXZN2

VX8VH7 No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoVXJKT6

YesNoYesNoVXQTYC

YesNoYesNoVZRVRU

YesNoYesNoW2XRFV

YesNoYesNoW3AE7W

YesNoYesNoW4PLH7

YesNoYesNoW6JA3M

YesNoYesNoW6LH7M

YesNoYesNoW6PJYT

YesNoYesNoW7ZLKR

YesNoYesNoW8PXFR

YesNoYesNoW8QMNU

YesNoYesNoW9LT2M

YesNoYesNoWC6DVB

YesNoYesNoWDVTW7

YesNoNo InterpNo InterpWFER7U

YesNoYesNoWHQFWL

YesNoYesNoWKTC63

YesNoYesNoWL2GNJ

YesNoYesNoWNCDJN

YesNoNo InterpNo InterpWPPURV

YesNoYesNoWRBNEM

YesNoYesNoWX6QG3

YesNoYesNoWXV23N

YesNoYesNoX2CKLX

YesNoYesNoX2XYCV
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 Victim  ( Item  1 ) Suspect  ( Item  2 )

Item 3 Item 4Item 3 Item 4Item 3 Item 4

 Victim  ( Item  1 )

Item 4Item 3

 Suspect  ( Item  2 )

WebCode WebCode

YesNoYesNoX44LPZ

YesNoYesNoXAFDBK

YesNoYesNoXARC49

YesNoYesNoXB3YVV

XBL383 No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoXDTD7Q

YesNoYesNoXFGRQU

YesNoYesNoXFHP2Q

YesNoYesNoXFTM22

YesNoYesNoXH4DGW

YesNoYesNoXJGZWQ

YesNoYesNoXLJULU

YesNoYesNoXN94XG

YesNoYesNoXPJ7GU

YesNoYesNoXTGMXV

YesNoYesNoXVU4K9

YesNoYesNoXWNPFL

YesNoYesNoXXXP4E

YesNoYesNoXY4CEY

Y2B2L2 No Interpretations Reported, DNA 
Analyzed for Database purposes only.

YesNoYesNoY6DWBW

YesNoYesNoY6YBXN

YesNoYesNoY9PY4T

YesNoYesNoYAD2AA

YesNoYesNoYAHRWQ

YesNoYesNoYAKG6U

YesNoYesNoYBGR3H

YesNoYesNoYBHK2Q

YesNoYesNoYCQ4ET

YesNoYesNoYCUFP4

YesNoYesNoYEYXR7

YesNoYesNoYFQ7PN

YesNoYesNoYFUNVY

YesNoYesNoYKK8NG

YesNoYesNoYMAHTG

YesNoYesNoYMU2XN

YesNoYesNoYNHQNU

YesNoYesNoYNQEKF

YesNoYesNoYTX4MW

YesNoYesNoYU9VNQ

YesNoYesNoYV2WJF

YesNoYesNoYWJNQ6

YesNoYesNoYXF8T7

YesNoYesNoYY82RW

YesNoYesNoYYNFLY

YesNoYesNoZ4LJJK

No InterpNoNo InterpNoZ4RWEJ

YesNoYesNoZ6CJ4U

YesNoNo InterpNo InterpZ96K3M

YesNoYesNoZ97C8W

YesNoYesNoZ9A348

IncNoIncNoZC4XUT

YesNoYesNoZD3ZYP

YesNoYesNoZDPBTR

YesNoYesNoZGFZHA

YesNoYesNoZJ73LC

YesNoYesNoZJQNGN

No InterpNoNo InterpNoZKDF8K

YesNoYesNoZKF3QJ

YesNoYesNoZKM6KX

YesNoYesNoZPX3DR

YesNoYesNoZRGAEY

YesNoYesNoZRKQNR

YesNoYesNoZV4PBL

YesNoYesNoZVXT6V
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 Victim  ( Item  1 ) Suspect  ( Item  2 )

Item 3 Item 4Item 3 Item 4Item 3 Item 4

 Victim  ( Item  1 )

Item 4Item 3

 Suspect  ( Item  2 )

WebCode WebCode

YesNoYesNoZZEWHT

Participants reporting DNA results: 709Response Summary
DNA Interpretation

Based on results obtained from DNA analysis, could the Victim (Item 1) and/or the Suspect (Item 2) be a contributor to 
the questioned stains (Items 3 & 4)?

Victim (Item 1) Suspect (Item 2)

Yes 0 635 0 650

No 657 0 676 3

Inc 1 8 0 8

 Item  4 Item  3 Item  4 Item  3

No Response 0 0 00

No Interpretation 33 48 15 30

Participants analyzing DNA for database purposes only: 18
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Additional CommentsWebCode

Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. DYS391 is 
reported as INC for the PowerPlex Fusion System per laboratory policy.

23FGHX

* Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. DYS391 
is reported as INC for the PowerPlex Fusion system as per laboratory policy.

24A64E

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

29QG9V

Semen serology, Male screen only. A team approach was used.2AE4CH

This laboratory does not generate an allele table for the evidence sample results. Therefore this 
procedure is used only for reporting results for this proficiency test. Evidence results were interpreted 
using a probabilistic genotyping approach. With probabilistic genotyping analysis, peaks in stutter 
position are considered as either allelic or stutter during the deconvolution of samples. This sometimes 
results in true stutter peaks reported as possible alleles, which would not affect the overall interpretation 
of the results. NR (no results)

2BDVYQ

Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. DYS391 is 
reported as INC for the PowerPlex® Fusion System as per laboratory policy.

2KVQJX

For items 3 and 4, the results include all detected alleles along with the associated stutter peaks. This 
reflects the data that is imported into STRmix in order to perform probabilistic genotyping.

2QNLRX

Foreign male profile found on item 3 (suspect's shirt).2TBA2C

Only the interpretation of Y-STR analysis was performed on this test.2TVWQM

For item 4, probabilistic genotyping software was used to aid in the interpretation and statistical analysis 
of the DNA profiles generated. The results listed in the CTS report reflect DNA profiles with stutter filters 
on.

2WQVXQ

Extraction: Item 3 and Item 4 were extracted using Automated ABI PrepFiler Express. Quantification: Item 
3 and Item 4 were quantified using the Quantifiler Human DNA quantitation kit and carried out by 
QuantStudioTM 5 Real-Time PCR. Amplification: Item 1 and Item 2 were amplified using GlobalFiler 
Express Kit on 9700 GeneAmp PCR system. Item 3 and Item 4 were amplified using GlobalFiler Kit on 
9700 GeneAmp PCR System. Item 1, Item 2 and Item 4 were amplified using AMPFlSTR YFiler Kit on 
9700 GeneAmp PCR System. Electrophoresis: The electrophoresis process was carried out by Genetic 
Analyser 3500xl for Item 1 to Item 4. Quality Control: Reagent blank, positive control, and negative 
control were carried out along with the analysis and all gave the intended results. *NM denotes non male 
profile.

2WQWG3

Serology not performed, STR not performed, and Y-STR not performed. Not authorized to report and 
perform analysis in STRs, YSTRs, or serology. A mixture was observed in the mtDNA profile of Item 4. 
That data is not reported because we do not have a validated protocol in place to deconvolute mixtures 
within a mtDNA profile. No interpretations can be made between Item 4 and Items 1 and 2.

34L4RV

DYS391 was reported as INC for Fusion profiles for all samples as per Laboratory policy. Any labeled 
peaks that are likely due to PCR/STR artifacts were not reported and will not be used for conclusions and 
comparisons.

383LTD

N/A = not applicable38BE2M

NR = No Results. NT = Not Tested. Screening and DNA benchwork were performed by qualified 
examiners. DNA analysis was performed by Test Participant. STRs only.

3AEAJ6

Authorized in STRs and Y-STRs. Not authorized in serology or mito; not performed.3FFKGW

reporting with stutter filters on. Mito and Y's not performed at this laboratory.3GWHAM

The probabilistic genotyping software, STRmix, was used for DNA interpretation. All potential alleles 
considered during deconvolution have been reported.

3RFW7X
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The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

3T96XD

The results reported for Items 3 and 4 were generated using probabilistic genotyping.  All alleles 
deemed possible for any contributor are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples.  This sometimes results in 
stutter peaks being reported as allelic. Per laboratory protocol the Y-STR markers (DYS391, DYS570 and 
DYS576) are not used for interpretation other than to determine if at least one male contributor is 
present. Therefore, for these loci all peaks above the analytical threshold, stutter or allelic, will be 
reported. Laboratory policy allows for analyst discretion, based upon training and experience, in the 
selection of screening tests being performed.

3VZYYN

Authorized in STRs. Not authorized in serology, mito, or YSTRs.3WZBFW

NID = No Interpretable Data. Note: Inclusions and exclusions were conducted by the analyst outside of 
the STRmix software program. See Test [Laboratory Report Name] for reported propositions Serology not 
conducted on PT (not SAK)

3YXMCP

A team approach was used. NR=No Results.49U2HF

ND = Not Detected4E7XE3

A team approach was used. NR = No Result.4G644F

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

4JJG3B

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

4LLCLE

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

4NTW8T

N/A=not applicable4VB47K

For Item #4, at SE33 the 20 allele peak is very low level compared to the rest of the profile and is likely 
elevated stutter.

4VC6PX

NR = No Result. For items interpreted with STRmix, the Globalfiler STR results include all possible alleles 
for all interpreted genotypes. This may incorporate stutter peaks that would have been filtered during 
conventional analysis.

4WHGG8

Authorized in STRs. Not authorized in serology, mito, or YSTRs.66AG8J

Authorized in serology only. Not authorized in STR, YSTR, or mito. Items 1 & 2 were not processed.68E7AT

NR=No results6BAXGP

Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. In regards 
to PowerPlex Fusion results, DYS319 is reported as "INC" as per [Laboratory] interpretation policy.

6CUCCU

No interpretation - only known samples tested. There are no evidentiary samples for comparison at this 
time. [Laboratory] will retain the mitochondrial DNA profiles for [Item 1] and [Item 2] if at any point 
evidentiary samples should become available for comparison.

6KZJMN

NR=No Results. NT=Not Tested. GFE testing was performed by a qualified examiner and analyzed by 
this DNA analyst.

6VTG84
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The results reported for Items 3 and 4 were generated using probabilistic genotyping.  All alleles 
deemed possible for any contributor are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples.  This sometimes results in 
stutter peaks being reported as allelic. Per laboratory protocol the Y-STR markers (DYS391, DYS570 and 
DYS576) are not used for interpretation other than to determine if at least one male contributor is 
present. Therefore, for these loci all peaks above the analytical threshold, stutter or allelic, will be 
reported. Laboratory policy allows for analyst discretion, based upon training and experience, in the 
selection of screening tests being performed.

6ZLQ22

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

74HJQQ

NR= No result. NT= Not tested.74JECG

No interpretation performed for Item 4 - not qualified to perform mixture interpretation7EGEUM

Serology and Mito not performed. Not authorized in serology or Mito.7EQMGT

The probabilistic genotyping software, STRmix, was used for DNA interpretation. All potential alleles 
considered during deconvolution have been reported.

7LXX3T

Item 3: Stutter filter was applied on DNA profiling. Item 3 (suspect's shirt) indicates the presence of one 
unknown male person. Item 4: Stutter filter was applied on DNA profiling. Item 4 (victim's shirt) indicates 
the presence of a mixture. The number of alleles indicates that the mixture may be a two person mixture. 
Item 4 (victim's shirt) could have originated from Victim (Item 1) and Suspect (Item 2). / Common 
parameters used for statistical analyses: P(dropin) = 0.05; Pmin = 0.001; FST = 0.015 / Hp hypothesis: 
POI + 1 unrelated unknown contributors / Hd hypothesis: 2 unrelated unknown contributors / 
LRmixStudio v2.1.5 (Two PowerPlex Fusion 6C DNA profile replicates): P(dropout) = 0.1; POI: Victim 
(Item 1) -> LR = 3.92E+14; POI: Suspect (Item 2) -> LR = 5.52E+16 / LRmixStudio v2.1.5 (Two 
GlobalFiler DNA profile replicates): P(dropout) = 0.1; POI: Victim (Item 1) -> LR = 6.23E+13; POI: 
Suspect (Item 2) -> LR = 6.30E+15 / The LR results of the statistical analyses strongly support the 
hypothesis that Item 4 (victim's shirt) contains both Victim's and Suspect's DNA.

7R4LRN

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

7W29FB

The results reported for Items 3 and 4 were generated using probabilistic genotyping.  All alleles 
deemed possible for any contributor are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples.  This sometimes results in 
stutter peaks being reported as allelic. Per laboratory protocol the Y-STR markers (DYS391, DYS570 and 
DYS576) are not used for interpretation other than to determine if at least one male contributor is 
present. Therefore, for these loci all peaks above the analytical threshold, stutter or allelic, will be 
reported. Laboratory policy allows for analyst discretion, based upon training and experience, in the 
selection of screening tests being performed.

7XT3GL

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

84CPMB

Per lab policy, DYS391 is reported as INC using the PowerPlex Fusion amplification kit. Any labeled 
peaks seen in samples that are likely due to the PCR/STR artifacts are not reported.

8AD3CR

NR = No result8AFXPW

The probabilistic genotyping software, STRmix, was used for DNA interpretation. All potential alleles 
considered during deconvolution have been reported.

8AYL8R

NR = no results8H86HA
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NR = No typing result obtained. For items interpreted with STRmix v2.8, reported alleles represent all 
alleles imported for STRmix interpretation.

8J2VL4

A team approach was used. NR=No results.8TAMTD

This laboratory does not generate an allele table for the evidence sample results. Therefore this 
procedure is used only for reporting results for this proficiency test. Evidence results were interpreted 
using a probabilistic genotyping approach. With probabilistic genotyping analysis, peaks in stutter 
position are considered as either allelic or stutter during the deconvolution of samples. This sometimes 
results in true stutter peaks reported as possible alleles, which would not affect the overall interpretation 
of the results. NR = no result

8UPQUJ

The laboratory does not provide an allele table in the report, therefore, this procedure is used only for 
reporting the results of proficiency tests. Probabilistic genotyping software was used to aid in the 
interpretation and statistical analysis of the DNA profiles generated. The results listed in the CTS report 
for the evidence samples reflect the possible alleles present that were given a weight of at least 99% of 
being a true allele. Therefore, some expected alleles may not be listed, particularly those that are in the 
stutter position. Genotypes are listed for reference samples, and 99% weighted alleles present are listed 
for evidence samples.

8YGXED

Not authorized in YSTRs, mito, or serology.8ZQ4GG

Only serology performed. STR, Y-STR, and mito not performed. Not authorized in Y-STR and mito. 
Authorized in STR for technical review only.

96WWAQ

This laboratory does not report mtDNA data for the HV2 C-stretch region.979V7K

Item 4 genotying data was showed the mixed pattern of Victim (Item 1) and Suspect (Item 2).9ADEB9

Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. DYS391 is 
reported as INC for the PowerPlex Fusion System as per laboratory policy.

9CHARQ

The Databank section does not use YSTRs, so they were not performed.9H9BKP

A team approach was used. NR = No results.9JYL8C

Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. DYS391 is 
reported as INC for PowerPlex Fusion System as per laboratory policy.

9P3PVP

NR = No result. It should be noted that a low-level 6 peak was detected at D7S820 for item 4. It is 
unclear if it is an allele or an artifact; therefore, it was not included in the table. STRmix modeled it as 
drop-in.

9RUM83

No interpretation of Item 1 (known blood from female victim) due to Y-STR analysis only.9UH26D

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

9UJXF9

The [Laboratory] does not test any additional loci and does not perform YSTR or MtDNA testing9XGGFL

Authorized in STRs. Not authorized in serology, mito, or YSTRs.A2A2LP

Y-screening was conducted in item 3 and item 4. Male DNA was indicated on item 3 and item 4. 
PowerPlex Fusion 6C sample processing was conducted on item 3 and item 4. Autosomal analysis and 
interpretation was not conducted. NID = Non-Interpretable Data

A2JHFJ

No interpretation - only known samples tested. There are no evidentiary items for comparison at this 
time. [Laboratory] will retain the mitochondrial DNA profiles for [Item 1] and [Item 2] if at any point 
evidentiary samples should become available for comparison.

A8JXRJ

Data analysis and interpretation are outside the scope of the participant’s current qualification and job 
duties. Data analysis was completed by a qualified DNA analyst prior to upload. No interpretations were 
performed.

A8LU8A

NR = No Result. A team approach was used.AA6UZB
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Item 4 is being reported as inconclusive due to an observed mtDNA mixture. This laboratory does not 
interpret mtDNA mixtures. This laboratory does not report 303-315 for samples processed using Sanger 
Sequencing technology.

AFD3KK

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

AJ39G4

Items 1 and 2 were not processed and items 3 and 4 were processed for Serology only. Authorized to 
process and report for serology only. Not authorized for STR, YSTR, or mito. PH testing is currently 
unavailable, testing not performed at this time.

AKMJRN

Authorized in mito only. Not authorized in Serology, STR, or Y-STR. A mixed mtDNA profile was obtained 
from Item 4. The data is not reported because we do not have a validated protocol for the deconvolution 
of mtDNA mixtures. No interpretation can be made between Items 1 and 4 and Items 2 and 4.

ANMUNN

1) Extraction: -Item 1 and Item 2 were extracted using in-situ method. -Item 3 and Item 4 were extracted 
using the QIAsymphony DNA Investigator kit on QIAsymphony SP. 2) Quantification: -Item 3 and Item 4 
were quantified using ABI Quantifiler Trio DNA Quantification kit on ABI QuantStudio 5 Real-Time PCR 
System. 3) Amplification: -Item 1 and Item 2 were amplified using GlobalFiler Express PCR Amplification 
Kit on ABI ProFlex PCR System. -Item 3 and Item 4 were amplified using GlobalFiler PCR Amplification 
Kit on ABI GeneAmp PCR System 9700. -Item 2, Item 3 and Item 4 were further amplified using AmFlSTR 
Y-Filer PCR Amplification Kit on ABI GeneAmp PCR System 9700. 4) Electrophoresis: -Electrophoresis 
was carried out on Genetic Analyzer 3500xL for Item 1 and Item 2 (GlobalFiler Express), Item 3 and Item 
4 (GlobalFiler). -Electrophoresis was also carried out on Genetic Analyzer 3500xL for Item 2, Item 3 and 
Item 4(Y-Filer). 5) Quality Control: Reagent blank, Positive Control and Negative Control were carried 
out through analysis and all gave intended results. 6) NM represent Non-male profile.

AQFFLL

NR = No ResultAUD6XL

DYS is reported as INC for all samples tested using PowerPlex® Fusion Kit per laboratory policy. Any 
labeled peaks that are likely due to PCR/STR artifacts were not reported and will not be used for 
conclusions or comparisons.

AXE4E7

Data analysis and interpretation are outside the scope of the participant’s current qualification and job 
duties. Data analysis was completed by a qualified DNA analyst prior to upload. No interpretations were 
performed.

B4K648

Databasing only; not authorized to process/report evidence samples, serology or mito. Evidence items 3 
and 4 not processed. Authorized in STRs. Authorized in YSTRs but not assigned this PT cycle.

B7KANE

* Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. * DYS391 
is reported as INC for the PowerPlex® Fusion System as per laboratory policy

B7NRT6

The results reported for Items 3 and 4 were generated using probabilistic genotyping.  All alleles 
deemed possible for any contributor are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples.  This sometimes results in 
stutter peaks being reported as allelic. Per laboratory protocol the Y-STR markers (DYS391, DYS570 and 
DYS576) are not used for interpretation other than to determine if at least one male contributor is 
present. Therefore, for these loci all peaks above the analytical threshold, stutter or allelic, will be 
reported. Laboratory policy allows for analyst discretion, based upon training and experience, in the 
selection of screening tests being performed.

BC2EZG

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

BD9WU7
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The results reported for Items 3 and 4 were generated using probabilistic genotyping.  All alleles 
deemed possible for any contributor are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples.  This sometimes results in 
stutter peaks being reported as allelic. Per laboratory protocol the Y-STR markers (DYS391, DYS570 and 
DYS576) are not used for interpretation other than to determine if at least one male contributor is 
present. Therefore, for these loci all peaks above the analytical threshold, stutter or allelic, will be 
reported. Laboratory policy allows for analyst discretion, based upon training and experience, in the 
selection of screening tests being performed.

BFZQVG

For items 3 and 4, the results include all detected alleles along with the associated stutter peaks. This 
reflects the data that is imported into STRmix in order to perform probabilistic genotyping.

BGMMNE

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor to the mixture are being reported. With probabilistic genotyping, stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples. This sometimes results in true 
stutter peaks being reported as possible alleles. In addition, probabilistic genotyping also considers the 
potential for allele drop-out. Possible missing alleles are reported as "Q" alleles in the results.

BJGAHW

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

BJY744

NR=No Results; NT=Not Tested; Different DNA analyst performed the KM testing. Samples processed 
by another examiner.

BK4YUW

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

BR73N2

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

BVN6V7

Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. 
Comparison results reported as inconclusive indicate a STRmix likelihood ratio result in the uninformative 
range. DYS391 is reported as INC for the PowerPlex® Fusion System as per laboratory policy. An 
asterisk (*) designates an allele that is indistinguishable from stutter.

BWVGGN

NR = No results. This laboratory does not generate an allele table for the evidence sample results. 
Therefore, this procedure is used only for reporting results for this proficiency test. Evidence results were 
interpreted using a probabilistic genotyping approach. With probabilistic genotyping analysis, peaks in 
stutter position are considered as either allelic or stutter during the deconvolution of samples. This 
sometimes results in true stutter peaks reported as possible alleles, which would not affect the overall 
interpretation of the results.

BXTVXF

Reporting results with stutter filters onBY3WPF

Authorized to report STRs. Not authorized to report YSTRs, mito, or serology.BZWPHD

NR = no results. ^ = below stochastic threshold per [Laboratory] policy.C8QA47

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

CG3CJ6
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The results reported for Items 3 and 4 were generated using probabilistic genotyping.  All alleles 
deemed possible for any contributor are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples.  This sometimes results in 
stutter peaks being reported as allelic. Per laboratory protocol the Y-STR markers (DYS391, DYS570 and 
DYS576) are not used for interpretation other than to determine if at least one male contributor is 
present. Therefore, for these loci all peaks above the analytical threshold, stutter or allelic, will be 
reported. Laboratory policy allows for analyst discretion, based upon training and experience, in the 
selection of screening tests being performed.

CJRC6V

Authorized in serology only. Not authorized in STR, YSTR, or mito. Item 1 and Item 2 were not processed.CRFBDM

Item 1 and Item 2 were not processed. Authorized in serology only. Not authorized in STR, YSTR, or mito.CTQDZL

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

CVJBMK

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

CXNVD7

The answers in this CTS report were generated using the technician workflow. The answers in this CTS 
report were reported using probabilistic genotyping. All alleles deemed possible for any contributor based 
on the >99% genotype weightings are being reported. With probabilistic genotyping, peaks in stutter 
position are considered as either allelic or stutter during the convolution of samples. This sometimes 
results in true stutter peaks being reported as possible allele(s).

CZ3ZB4

Items 1, 2, 3 and 4 were processed with Minifiler and Fusion. Results were concordant at all overlapping 
loci. Items 2, 3 and 4 were processed with the Yfiler and LCN Yfiler processing methods. Results were 
concordant at all overlapping loci. Also, Items 2, 3, and 4 were concordant at DYS391 between the 
Fusion, Yfiler and LCN Yfiler processing methods.

D22YNF

NR = No ResultsDBU3X4

The answers in this CTS report were generated using the technician workflow. The answers in this CTS 
report were reported using probabilistic genotyping. All alleles deemed possible for any contributor base 
on the >99% genotype weightings are being reported. With probabilistic genotyping, peaks in stutter 
position are considered as either allelic or stutter during the deconvolution of samples. This sometimes 
results in true stutter peaks being reported as possible allele(s). DNA interpretations not reported; 
samples 1 and 2 analyzed for databasing purposes only; samples 3 and 4 analyzed using the technician 
workflow.

DM992J

NR = no resultsDRTM9X

The [Laboratory] does not perform Y-STR or Mitochondrial DNA testing. No additional loci are tested at 
the lab.

DTAKXG

NR=No resultsDW78FJ

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

E7HK9Z

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

E8RPK4

NR-no results. ^ indicates peaks below stochastic threshold per [Laboratory] policy.E9HM44

Item 4 was noted to be a mixed sample. This laboratory does not interpret mixtures.EF4J4C
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The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

EK29HX

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

EPV664

NR = No resultsEQYXNG

The laboratory does not provide an allele table in the report, therefore, this procedure is used only for 
reporting the results of proficiency tests. Probabilistic genotyping software was used to aid in the 
interpretation and statistical analysis of the DNA profiles generated. The results listed in the CTS report 
for the evidence samples reflect the possible alleles present that were given a weight of at least 99% of 
being a true allele. Therefore, some expected alleles may not be listed, particularly those that are in the 
stutter position. Genotypes are listed for reference samples, and 99% weighted alleles present are listed 
for evidence samples.

EU3TH6

Serology, mito, and Y-STR not performed. Not authorized in YSTRs, mito, or serology.EVQ3GK

Alleles were entered with stutter filters on since probabilistic genotyping was not completed for this test. 
Only analytical DNA was performed on items 1-4.

EWCMJC

Extraction: Item 1 and Item 2 were extracted using in-situ extraction method while Item 3 and Item 4 were 
extracted using QIAsymphony DNA Investigator Kit via QIAsymphony SP platform. Quantification: Item 3 
and Item 4 were quantified using Quantifiler Trio DNA kit on RT-PCR QuantStudio 5 System. 
Amplification: Item 1 and Item 2 were amplified using GlobalFiler Express kit on ProFlex PCR System 
while Item 3 and Item 4 were amplified using GlobalFiler kit on 9700 GeneAmp PCR System. Y-STR 
amplification was carried out on Item 2, Item 3 and Item 4 using AmFlSTR YFiler kit on 9700 GeneAmp 
PCR System. Electrophoresis: Electrophoresis of GlobalFiler Express for Item 1 and Item 2, GlobalFiler for 
Item 3 and Item 4, and YFiler for Item 2, Item 3 and Item 4 were carried out on Genetic Analyzer 
3500xL. Quality Control: Reagent blank, positive control and negative control were incorporated 
throughout analysis and all gave intended results. NM : non-male profile.

EXD2EF

The [Laboratory] does not currently perform Y-screening, mitochondrial DNA testing, or Y-STR testing.F23CJF

MiniFiler was also used to amplify items 3 and 4. Concordant results were obtained for GlobalFiler and 
MiniFiler at all shared loci for these items.

F2EDYM

Item 4 mtDNA results not reported due to presence of mixture. NR=No Results.F6E9XP

The deduced male DNA profile obtained from sample [Item 4] matches the male DNA profile obtained 
from reference sample [Item 2]. The probability of selecting an unrelated individual at random from the 
population, whose DNA profile also matches the male DNA profile obtained from sample [Item 4] is 1 in 
45.06 septillion.

FH2MTC

Data analysis and interpretation are outside the scope of the participant’s current qualification and job 
duties. Data analysis was completed by a qualified DNA analyst prior to upload. No interpretations were 
performed.

FKRTH3

Mito and serology not performed. Not authorized in mito or serology.FLXCAJ

The laboratory does not provide an allele table in the report, therefore, this procedure is used only for 
reporting the results of proficiency tests. Probabilistic genotyping software was used to aid in the 
interpretation and statistical analysis of the DNA profiles generated. The results listed in the CTS report 
for the evidence samples reflect the possible alleles present that were given a weight of at least 99% of 
being a true allele. Therefore, some expected alleles may not be listed, particularly those that are in the 
stutter position. Genotypes are listed for reference samples, and 99% weighted alleles present are listed 
for evidence samples.

FRQDN6

No interpretation - only known samples tested. There are no evidentiary items for comparison at this 
time. [Laboratory] will retain the mitochondrial DNA profiles for [Item 1] and [Item 2] if at any point 
evidentiary samples should become available for comparison.

FXUFED
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NA=Not applicableG8NPX9

The locus at FGA in the profile obtained from Item 2 is deemed inconclusive due to possible allelic 
dropout.

GGNF6A

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

GHJXHW

For items 3 and 4, the results include all detected alleles along with the associated stutter peaks. This 
reflects the data that is imported into STRmix in order to perform probabilistic genotyping.

GNK9HA

The 19 allele reported at D2S1338 for Item 4 is defined per laboratory protocol as additional data not 
impacting the interpretation of results for the profile. This peak was further evaluated as stutter 
probabilistically using STRmix to support this interpretation.

GQVE86

N/A: Not ApplicableGXDMC8

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

H4YWZW

From the result of DNA profiles female victim and male suspect were excluded form the DNA profile of 
item3 but were not excluded from the DNA profile of item4. The DNA profile of item 3 reveal the other 
male which is not match to suspect's profile.

H6LF7A

NR = no results. Note re Item 4: SigPrepB and mtDNA results produced a mixture, these results are not 
interpretable and will not be reported in CTS. See autosomal results for this sample reported with 
GlobalFiler. Additional Y-loci data from SigPrep B reported (1 male) but not used in statistics. Only 
PowerPlex Y23 data generated for this sample used for statistics. Item 1 YSTR results were "NR" for all 
Y-loci in the SigPrepB chemistry.

HBDJYE

NR= No Result. Item 4 not interpreted due to being a mixture. Analyst approved for single source 
interpretation only.

HBQBRV

I did not perform mtDNA or Y-STR analysis as we do not have these technologies validated in the 
laboratory at this time. Serology is only tested once per year and was not included in this proficiency.

HBUUX8

The results reported for Items 3 and 4 were generated using probabilistic genotyping.  All alleles 
deemed possible for any contributor are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples.  This sometimes results in 
stutter peaks being reported as allelic. Per laboratory protocol the Y-STR markers (DYS391, DYS570 and 
DYS576) are not used for interpretation other than to determine if at least one male contributor is 
present. Therefore, for these loci all peaks above the analytical threshold, stutter or allelic, will be 
reported. Laboratory policy allows for analyst discretion, based upon training and experience, in the 
selection of screening tests being performed.

HCF9KP

NR = no results. Item 2 mtDNA results had partial HV1 region reported due to deletion. Item 4 mtDNA 
results not reported due to mixture; uninterpretable per SOP.

HEDVUE

A team approach was used. NR = no result.HHEW23

Authorized in serology only. Not authorized in STR, YSTR, or mito. Item 1 and Item 2 not processed. Item 
3 and Item 4 processed for serology only.

HHRRZF

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor to the mixture are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples. This sometimes results in true 
stutter peaks being reported as possible alleles. In addition, probabilistic genotyping also considers the 
potential for allele drop-out. Possible missing alleles are reported as "Q" alleles in the results.

HL36LP
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The answers in this CTS report were generated using the technician workflow. The answers in this CTS 
report were reported using probabilistic genotyping. All alleles deemed possible for any contributor based 
on the >99% genotype weightings are being reported. With probabilistic genotyping, peaks in stutter 
position are considered as either allelic or stutter during the deconvolution of samples. This sometimes 
results in true stutter peaks being reported as possible allele(s).

HLE72W

DYS391 is reported as INC for the PowerPlex Fusion System as per laboratory policy. Any labeled peaks 
seen in samples that are likely due to PCR/STR artifacts were not reported.

HM8X3H

NR= no resultsHWT6VE

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

HYMUEZ

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

HZZL6W

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

J29VWU

Only Analytical DNA was performed on items 1, 2, 3, and 4. Alleles were entered with stutter filters on 
since probabilistic genotyping was not completed for this test. Completed DNA analysis on previously 
prepared samples.

J499C7

Semen screening was not conducted on this test because these analysts are not conducting semen 
screening on casework.

J4DNML

DYS391 is reported as INC for the PowerPlex@Fusion System as per our laboratory policy. Any labeled 
peaks seen in the samples that are due to PCR/STR artifact were not reported.

J644LV

NR: No resultsJ87L3C

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

J8DU7X

The results reported for Items 3 and 4 were generated using probabilistic genotyping.  All alleles 
deemed possible for any contributor are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples.  This sometimes results in 
stutter peaks being reported as allelic. Per laboratory protocol the Y-STR markers (DYS391, DYS570 and 
DYS576) are not used for interpretation other than to determine if at least one male contributor is 
present. Therefore, for these loci all peaks above the analytical threshold, stutter or allelic, will be 
reported. Laboratory policy allows for analyst discretion, based upon training and experience, in the 
selection of screening tests being performed.

JA4UQN

Item 3 and 4 not processed forward. Authorized in STRs and YSTRs. Casework reference analyst; not 
authorized to report conclusions.

JBLDU6

Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. DYS391 is 
reported as INC for the PowerPlex Fusion System as per laboratory policy.

JBRQEF

NR = No Results. NT = Not Tested. The bench work was performed by one examiner and the 
analysis/interpretation by a second.

JC8QT4

NR = No Result. A team approach was used.JF7Y62

For mt DNA analysis, whole genome sequence have been analysed using forenseq mtDNA 
wholegenome kit on Miseq FGX. So, data reported here (HVR1 and HVR2) are just a part of the data 
available. According to scenario, no sperm or saliva tests were done.

JFKRGU
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The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

JHUGDD

Authorized in serology only. Not authorized in STR, YSTR, or mito. Item 1 and item 2 not processed. Item 
3 and item 4 processed for serology only.

JQ2GDE

For item 4, probabilistic genotyping software was used to aid in the interpretation and statistical analysis 
of the DNA profiles generated. The results listed in the CTS report reflect DNA profiles with stutter filters 
on.

JQL7P8

Authorized in STRs. Not authorized in serology, mito, or YSTRs.JWP2JF

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s)

JZE8CD

MiniFiler was performed on Items 3 and 4. Results were concordant with PowerPlex Fusion at all 
overlapping loci. Item 4 appears to be a mixture from at least two contributors. NR = No Results

K2GNP9

A team approach was used. NR= no results. Analyst only authorized to analyze and make comparisons 
on single source data, so no interpretation reported for Item 4.

K4L9JZ

Extraction: Item 1 and Item 2 were extracted using in-situ extraction method while Item 3 and Item 4 were 
extracted using QIAsymphony DNA Investigator Kit via QIAsymphony SP platform. Quantification: Item 3 
and Item 4 were quantified using Quantifiler Trio DNA kit on RT-PCR QuantStudio 5 System. 
Amplification: Item 1 and Item 2 were amplified using GlobalFiler Express kit on ProFlex PCR System 
while Item 3 and Item 4 were amplified using GlobalFiler kit on 9700 GeneAmp PCR System. Y-STR 
amplification was carried out on Item 2, Item 3 and Item 4 using AmFlSTR YFiler kit on 9700 GeneAmp 
PCR System. Electrophoresis: Electrophoresis of GlobalFiler Express for Item 1 and Item 2, GlobalFiler for 
Item 3 and Item 4, and YFiler for Item 2, Item 3 and Item 4 were carried out on Genetic Analyzer 
3500xL. Quality Control: Reagent blank, positive control and negative control were incorporated 
throughout analysis and all gave intended results. NM : non-male profile.

K8KPUA

NID = no interpretable data. autosomal and Y-STR proficiency; biological screening not conducted. 
Note: inclusions and exclusions were conducted by the analyst outside of the STRmix software program. 
STRmix was used, however, to calculate a likelihood ratio on the following proposition: Item 4 
1Cs1Ds_1CsU

K93MG8

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

KFMJJW

The probabilistic genotyping software, STRmix, was used for DNA interpretation. All potential alleles 
considered during deconvolution have been reported.

KKB8XE

Item 4 semen screening - AP testing was inconclusive, but micro exam was negative so Item 4 was 
reported as negative for semen. Item 4 was an approximate 50:50 mixture and could not be further 
interpreted using current policies and procedures; sample would be sent forward for TrueAllele testing.

KMHLL9

The laboratory does not provide an allele table in the report, therefore, this procedure is used only for 
reporting the results of proficiency tests. Probabilistic genotyping software was used to aid in the 
interpretation and statistical analysis of the DNA profiles generated. The results listed in the CTS report 
for the evidence samples reflect the possible alleles present that were given a weight of at least 99% of 
being a true allele. Therefore, some expected alleles may not be listed, particularly those that are in the 
stutter position. Genotypes are listed for reference samples, and 99% weighted alleles present are listed 
for evidence samples.

KNEY9Z

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

L43Q9R
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Alleles were entered with stutter filters on since probabilistic genotyping was not completed for this test. 
Only analytical DNA was performed on items 1-4.

L7DFR4

N/A = Not ApplicableL7F4B4

[Name] performed biology screening. [Name] performed DNA lab work and interpretation. [Name] 
performed technical review of the CTS data entry for biology and [Name] performed technical review of 
the CTS data entry for DNA. Item 3: Confirmatory testing for hemoglobin with HemDirect disclosed the 
presence of blood of probable human origin. The HemDirect test is not considered a confirmatory test for 
species (it is considered confirmatory for blood), due to the fact that some upper primates and under 
some conditions, ferrets, have been reported giving positive results with the HemDirect card. Item 4: The 
Infrared (IR) Light was used as a visual aid and indicated stain(s) of potential evidentiary value. 
Presumptive testing for hemoglobin with Luminol and Phenolphthalein indicated the possible presence of 
blood. This test alone does not confirm the presence of blood. The amylase diffusion test is a presumptive 
test for the presence of amylase (an enzyme found in body fluids, including saliva).

LCGF8Z

The bloodstain detected on Item 3 (the suspect’s shirt) yielded a DNA profile consistent with a third, 
unidentified male individual, not matching either the suspect or the victim. This suggests that the stain 
originated from an external source and may indicate prior contact with another individual. The DNA 
profile obtained from Item 4 (the victim’s shirt) revealed a mixture of DNA from both the female victim 
and the male suspect, which is consistent with physical contact and may support the victim’s statement of 
the assault. However, the absence of the suspect’s DNA on Item 3, combined with the presence of a third 
party’s DNA, introduces the possibility of contamination or unrelated contact, and should be considered 
with caution in the context of the investigation.

LCU6YR

The probabilistic genotyping software, STRmix, was used for DNA interpretation. All potential alleles 
considered during deconvolution have been reported.

LCZ7CE

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

LDDTUT

The laboratory does not report the HV2 C-stretch; therefore, polymorphisms in this region are not 
reported.

LHKGW9

MiniFiler was also used to amplify item 4. Concordant results were obtained with GlobalFiler and 
MiniFiler.

LTPECX

Item 1 - no analysis completed since female and only Y-STR testing was performed.LV8QUZ

The results reported for Items 3 and 4 were generated using probabilistic genotyping.  All alleles 
deemed possible for any contributor are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples.  This sometimes results in 
stutter peaks being reported as allelic. Per laboratory protocol the Y-STR markers (DYS391, DYS570 and 
DYS576) are not used for interpretation other than to determine if at least one male contributor is 
present. Therefore, for these loci all peaks above the analytical threshold, stutter or allelic, will be 
reported. Laboratory policy allows for analyst discretion, based upon training and experience, in the 
selection of screening tests being performed.

M7RFBK

Whole genome results were obtained for Items 1, 2, and 3, but only HV1/HV2 results were included in 
the mtDNA results tab as requested by CTS. Item 4 was a mixture. Mixtures are not interpreted with the 
mtDNA assay and therefore no results were reported for Item 4.

M83BMC

N/A = Not applicableMBKLM2

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor to the mixture are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples. This sometimes results in true 
stutter peaks being reported as possible alleles. In addition, probabilistic genotyping also considers the 
potential for allele drop-out. Possible missing alleles are reported as "Q" alleles in the results.

MDQ33K

STRmix analysis was conducted on this testMQC4W6

N/A = not applicableMTZVN2
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The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

MXE9TV

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

N3HQ4T

According to [Laboratory] Forensic Biology Interpretation policies, the DYS391 locus in the Fusion kit is 
reported as INC. Any labeled peaks seen in the questioned stain(s) or item(s) which are likely due to 
PCR/STR artifacts are not reported or not used for conclusions or comparisons.

N7JTXB

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

N8CT78

For Item 1.4ST1, probabilistic genotyping software was used to aid in the interpretation and statistical 
analysis of the DNA profiles generated. The results listed in the CTS report reflect DNA profiles with 
stutter filters on.

N8TU44

Extraction: Item 1 and Item 2 were extracted using in-situ method while Item 3 and Item 4 were extracted 
using the Chelex extraction method. Quantification: Item 3 and Item 4 were quantified using the 
Quantifiler Human DNA Quantification kit on the Applied Biosystem Real Time Polymerase Chain 
Reaction (PCR) 7500 system. Amplification: Item 1 and Item 2 were amplified using the Globalfiler 
Express PCR Amplification Kit on the 9700 GeneAmp PCR System. Item 3 and Item 4 were amplified 
using the Globalfiler PCR Amplification Kit on the 9700 GeneAmp PCR System. Y-STR (Y-Short Tandem 
Repeat) amplification was carried out on Item 2, Item 3 and Item 4 using the AmpFISTR Y-filer PCR 
Amplification Kit on the 9700 GeneAmp PCR System. Electrophoresis: Electrophoresis was carried out on 
the Applied Biosystems 3500xl Genetic Analyzer with Genemapper ID-X Software for Item 1 and Item 2 
(Globalfiler Express), Item 3 and Item 4 (Globalfiler). Electrophoresis for Y-Filer was carried out on the 
Applied Biosystems 3500xl with Genemapper ID-X Software for Item 2, Item 3 and Item 4. Quality 
Control: Reagent blank, positive control and negative control were carried out throughout the analysis 
and all gave intended results. NM = Non Male profile.

N8UVMF

Authorized in STRs. Not authorized in serology, mito, or Y-STRs.NDWPXB

NR = no typing results. NT = not tested.NF48W8

STRmix reported with stutter filters on.NPDK43

NR=NO RESULTS, NT = NOT TESTED. Processing & screening tests for item #3 & #4 were handled by 
alternate analyst.

NWEP4Y

NR denotes no results. This laboratory does not generate an allele table for the evidence sample results. 
Therefore, this procedure is used only for reporting results for this proficiency test. Evidence results were 
interpreted using a probabilistic genotyping approach. With probabilistic genotyping analysis, peaks in 
stutter position are considered as either allelic or stutter during the de-convolution of samples. This 
sometimes results in true stutter peaks reported as possible alleles, which would not affect the overall 
interpretation of the results.

NZ2A93

Sub-item 4A-2PT has possible elevated n-4 stutter at DYS391, no conclusive evidence of greater than 2 
contributors.

P88PWN
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Extraction: - Item 1 and Item 2 were extracted using in-situ method. Item 3 and Item 4 were extracted 
using QIAsymphony DNA Investigator Kit via QIAsymphony SP. Quantification: - Item 3 and Item 4 were 
quantified using Applied Biosystem Quantifiler Trio DNA Quantification kit on QuantStudio 5 Real-Time 
PCR System. Amplification: - Item 1 and Item 2 were amplified using GlobalFiler Express Amplification kit 
on Proflex PCR system. Item 3 and Item 4 were amplified using GlobalFiler Amplification kit on 
GeneAmp 9700 system. Item 2, Item 3 and Item 4 were amplified using Y-Filer Kit on GeneAmp 9700 
system. Electrophoresis: - All amplified products were run on Genetic Analyzer 3500XL. Quality Control: 
- All reagent blank, positive control and negative control, were carried out throughout the analysis and 
all gave intended results. Remarks: - NM : Non-male profile.

PB8X66

Items 3 and 4 were also amplified using Minifiler. The results for Minifiler were concordant with the 
Globalfiler results.

PF9TFU

- = Deletion. INC = Inconclusive. A team approach was used. Item 4 was reported as INC due to being 
a mixture of more than one contributor. The missing persons unit does not interpret mixtures but reports 
them as inconclusive

PHRT9U

Not authorized in serology or mito- not performedPLAX2X

NR = No Results. NT = Not Tested.PN4NHX

Authorized in STRs and YSTRs. Not authorized in serology or mito.PP8JQF

Serology and mito not performed. Not authorized in mito or serology.PTLE9X

A team approach was used. NA = not applicable. INC = inconclusive. The Missing Persons Unit reports 
mixtures as inconclusive; therefore, no interpretation was performed on Item 4 and no data comparisons 
were made between Item 4 and Items 1 and 2.

PWNBXT

NA=Not applicable. NR/NE= No results/not expected. INC=Inconclusive. Missing Persons Unit reports 
mixtures as inconclusive. Therefore, no comparisons were made between Item 4 and items 1 and 2. A 
team approach was used.

PYEC2V

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

Q8C8UR

Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. DYS391 is 
reported as INC for the PowerPlex® Fusion System as per laboratory policy

QDCKHA

Authorized in STRs. Not authorized in serology, mito, or YSTRs. Casework reference analyst; not 
authorized to process/report evidence samples. Not authorized to report conclusions

QE89WY

Item 4 was observed as a mixed profile in autosomal testing. Item 3 was tested in Yfiler and Low Copy 
Number Yfiler, and results were concordant. PPFusion and MiniFiler were performed on Item 3. Results 
were concordant at all overlapping loci. PPFusion and Yfiler were performed on Items 2, 3 and 4; and 
were all concordant at DYS391. NR = No Results

QGDVA4

Authorized in STRs. Not authorized in serology, mito, or YSTRs - not performed. [] = Minor Alleles.QKAKQB

Y-STR/Mito not performed at this laboratory. For all samples, RFU @ THO1 was approximately half of 
the other loci (common occurrence, null allele not considered).

QKYHFX

Biology portion of this exam was completed by [Initials] and reviewed by [Initials]. DNA analysis and 
interpretation of this exam was completed by [Initials]and reviewed by [Initials].

QQPRQV

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

QULG9N

Note: This test was utilized for Y-STR purposes only. Note: The following item was not processed further 
due to no male DNA detected in the quantitation step: 1 (Known blood from female victim).

QUP3LV
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Fusion, minifiler, and globalfiler were performed on item 3 and Item 4. Results were concordant at all 
overlapping loci. Fusion and globalfiler were performed on items 1, 2, and 4. Results were concordant at 
all overlapping loci. Fusion, globalfiler and Yfiler were performed on items 2, 3 and 4. The results of 
locus DYS391 were concordant between kits for each respective sample. Results were concordant for 
item 3 Y filer and LCNY data. NR= No results

QVTUF4

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

QX4VCN

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

QXZDEP

STRmix analysis was conducted on this test.QYGCP3

NR = No Results. Item 1 was tested in Y Filer with no results obtained. Concordance observed between 
all overlapping loci for Item 3 in MiniFiler, Fusion and GlobalFiler kits. Concordance observed between 
all overlapping loci for Item 1, Item 2 and Item 4 in Fusion and GlobalFiler kits. Concordance observed 
between all loci for Item 3 in Y Filer and LCN Y Filer amplification kits. Concordance observed between 
locus DYS391 for Item 1, Item 2, Item 3 and Item 4 in Y Filer, Fusion and GlobalFiler kits.

QYT6B4

For items 3 and 4, the results include all detected alleles along with the associated stutter peaks. This 
reflects the data that is imported into STRmix in order to perform probabilistic genotyping.

R2E69Y

Authorized in STRs. Not authorized in serology, mito, or YSTRs.R39X2W

The probabilistic genotyping software, STRmix, was used for DNA interpretation. All potential alleles 
considered during deconvolution have been reported.

R8MEN9

*Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. **DYS391 
is reported as INC for the PowerPlex Fusion System as per laboratory policy.

RAMX27

Whole genome results were obtained for items 1, 2, 3, and 4. Only HV1/HV2 results were included in 
the mtDNA results tab for items 1, 2, and 3, as requested by CTS. Mixtures are not interpreted with the 
mtDNA assay; therefore, no results were reported for Item 4.

RKBM78

Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. DYS391 
was deemed INC as per laboratory policy.

RL4HMN

It should be noted that Amel and the male markers are not included in the STRmix interpretation for 
single source samples or mixtures. Additionally, for mixtures, SE33 and D1S1656 are not included in the 
STRmix interpretation but are included in the CTS report.

RP24AK

The probabilistic genotyping software, STRmix, was used for DNA interpretation. All potential alleles 
considered during deconvolution have been reported.

RP86M8

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

RVDU9L

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

RYPYKL

This laboratory does not report the HVII C stretch in Sanger sequencing data, therefore the range 
303-315 is excluded from all samples in this test.

T4WNM2

Remarks for Item 4 are listed below. D12S391: Allele 22 possibly elevated back stutter (13.9% of allele 
23) and slightly above marker-specific stutter ratio threshold of 13.66% as per validation data. 
D2S1338: Allele 19 possibly forward stutter (6.5% of allele 18). No stutter ratio available from 
validation.

T8CH3Y
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Globalfiler/Fusion were performed on Item 1. Results were concordant at the overlapping loci. 
Globalfiler/Fusion/YF were performed on Item 2. Results were concordant at the overlapping loci. 
Fusion/MF/YF were performed on Item 3. Results were concordant at the overlapping loci. 
Fusion/MF/YF/LCN YFiler were performed on Item 4. Autosomal results indicated a minimum of a 
two-person mixture. Results were concordant at all overlapping loci between the MF and Fusion kits. 
YF/LCN YFiler produced concordant results at all loci and produced a single profile. Interpretations 
about Suspect (Item 2) mentioned above are based on YF/LCN YFiler results.

T9826Z

Data analysis and interpretation are outside the scope of the participant’s current qualification and job 
duties. Data analysis was completed by a qualified DNA analyst prior to upload. No interpretations were 
performed.

TAPTCP

NT = Not Tested. NR = No Results. A different qualified analyst conducted the GFE processing only.TELDHU

N/A = not applicableTJG8FV

A team approach was used. HD = HemDirect. INC = inconclusive. NR = no result.TMQGER

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor to the mixture are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples. This sometimes results in true 
stutter peaks being reported as possible alleles. In addition, probabilistic genotyping also considers the 
potential for allele drop-out. Possible missing alleles are reported as “Q” alleles in the results.

TTLAME

Authorized in STRs, Y-STRs, and mtDNA. Not authorized in serology. Items 1 and 2 were analyzed for 
STR/Y-STR database purposes only. Items 3 and 4 were not analyzed for STR/Y-STR. A mixture mtDNA 
profile was observed from item 4 and the data was not reported because we do not have a validated 
protocol for the deconvolution of a mixture mtDNA profile. No interpretations can be made between item 
4 and items 1 and 2.

TV3KJ6

Bio Screening, [Initials]. Lab work- [Initials]. DNA Interpretation-[Initials].TYTLXT

NR = No Results. This laboratory does not generate an allele table for the evidence sample results. 
Therefore this procedure is used only for reporting results for this proficiency test. Evidence results were 
interpreted using a probabilistic genotyping approach. With probabilistic genotyping analysis, peaks in 
stutter position are considered as either allelic or stutter during the deconvolution of samples. This 
sometimes results in true stutter peaks reported as possible alleles, which would not affect the overall 
interpretation of the results.

U6TPZW

Authorized for STRs. Not authorized in serology, mito, or YSTRs.UBT3MT

Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. DYS391 is 
reported as INC for the PowerPlex® Fusion System as per laboratory policy

UCMLVM

Based on the laboratory’s proficiency test schedule, Y-STR analysis and Individual Characteristic 
Database entry are performed once per calendar year. Y-STR analysis and Individual Characteristic 
Database entry were not performed in this proficiency test.

UFPFXX

Authorized in STRs. Not authorized in serology, mito, or YSTRs.UKHVW6

NR = No Results. This laboratory does not generate an allele table for the evidence sample results. 
Therefore this procedure is used only for reporting results for this proficiency test. Evidence results were 
interpreted using a probabilistic genotyping approach. With probabilistic genotyping analysis, peaks in 
stutter position are considered as either allelic or stutter during the deconvolution of samples. This 
sometimes results in true stutter peaks reported as possible alleles, which would not affect the overall 
interpretation of the results.

ULDFYW

NR=No resultsUPBVBZ

For items 3 and 4, the results include all detected alleles along with the associated stutter peaks. This 
reflects the data that is imported into STRmix in order to perform probabilistic genotyping.

UTEGD6

Authorized in STRs. Authorized in YSTRs but not assigned this PT cycle. Databasing only; evidence Items 3 
and 4 not processed. Not authorized to analyze, report or interpret evidence samples, serology or mito.

UU4UPV

Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. DYS391 is 
reported as INC for all samples tested with the Powerplex Fusion kit per lab policy.

UU8CUL
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allele calls reported with stutter filters onUY44ZX

Item 4 is being reported as inconclusive due to an observed mtDNA mixture. This laboratory does not 
interpret mtDNA mixtures. This laboratory does not report the HVII C stretch in Sanger sequencing data, 
therefore the range 303-315 is excluded from all samples in this test.

UZWYJZ

Not authorized to report conclusions. Authorized in mito, testing not assigned this PT cycle.V7U6DT

DNA isolation procedures were performed on the above items. The known blood from the female victim 
(Item 1) and the known blood from the male subject (Item 2) were developed using the STR GlobalFiler™ 
Express PCR Amplification Kit. Amplification products were classified using electrophoretic separation on 
the Applied Biosystem RapidHIT™ ID System. The questioned stain from suspect’s shirt, pink (Item 3) and 
the questioned stain from victim’s shirt, green (Item 4) were developed using the STR GlobalFiler™ PCR 
Amplification Kit. Amplification products were classified using electrophoretic separation. Statistical 
calculations were made with the National Institute of Standards and Technology’s 1036 Revised U.S. 
combined population database. The combined database contains African American, Caucasian, 
Hispanic and Asian populations. Identical siblings will have identical DNA profiles and statistical 
conclusions. The DNA obtained from the questioned stain from suspect’s shirt, pink (Item 3) contains the 
DNA profile of one individual. The profile obtained from the questioned stain from suspect’s shirt, pink 
(Item 3) could not have been contributed by the victim or the suspect. Due to the circumstances of the 
case, the DNA profile obtained from the questioned stain from suspect’s shirt, pink (Item 3) is not eligible 
for entry into the DNA database (CODIS). The DNA obtained from the questioned stain from victim’s 
shirt, green (Item 4) contains the DNA profiles of two individuals. Assuming the presence of the victim, a 
partial foreign DNA profile was obtained from the questioned stain from victim’s shirt, green (Item 4). The 
frequency in which the assumed profile obtained from the questioned stain from victim’s shirt, green (Item 
4) would be expected to occur in a given population is approximately 1 in 100 nonillion. The partial 
foreign profile obtained from the questioned stain from victim’s shirt, green (Item 4) matches the profile 
of the suspect. The frequency in which the partial foreign profile obtained from the questioned stain from 
victim’s shirt, green (Item 4) would be expected to occur in a given population is approximately 1 in 4 
sextillion. Due to the circumstances of the case, the partial foreign DNA profile obtained from the 
questioned stain from victim’s shirt, green (Item 4) is not eligible for entry into the DNA database 
(CODIS).

V8B44X

For items 3 and 4, the results include all detected alleles along with the associated stutter peaks. This 
reflects the data that is imported into STRmix in order to perform probabilistic genotyping.

VERN33

Databasing only; not authorized to process/report evidence samples. Not authorized in Serology or mito. 
Evidence items 3 and 4 not processed.

VFH2EU

A team approach was used. INC = inconclusive. MtDNA results for item 4 are a mixture of more than 
one contributor. The data are reported as inconclusive therefore no interpretation was made between 
items 1 and 4 and between items 2 and 4.

VJ3LQP

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

VJ96HM

NR= No Result. NT= Not Tested.VJQVUR

For Powerplex Fusion results, DYS391 is reported as INC, as per our laboratory policy. Any labeled 
peaks seen in samples that are likely due to PCR/STR artifacts were not reported.

VP9H86

Interpretation and STRmix results: Item 3: Single source DNA profile. Victim excluded, Suspect excluded. 
Item 4: Mixed DNA profile- two contributors. Victim not excluded (LR >100 billion), Suspect not excluded 
(LR >100 billion).

VVKBXV

* Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. * DYS391 
is reported as INC for the PowerPlex® Fusion System as per laboratory policy.

VXJKT6

This test was not completed in its entirety due to the fact that serology testing is only performed once a 
year, and the test includes technology that is not currently on our scope of accreditaton.

VZRVRU

Minifiler™ was also used to amplify item 4. Concordant results were obtained with GlobalFiler™ and 
Minifiler™ for this item.

W6JA3M
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NA=not applicableW6PJYT

NA- Not ApplicableW7ZLKR

NR = No results. This laboratory does not generate an allele table for the evidence sample results. 
Therefore this procedure is used only for reporting results for this proficiency test. Evidence results were 
interpreted using a probabilistic genotyping approach. With probabilistic genotyping analysis, peaks in 
stutter position are considered as either allelic or stutter during the de- convolution of samples. This 
sometimes results in true stutter peaks reported as possible alleles, which would not affect the overall 
interpretation of the results.

W8QMNU

The results reported for Items 3 and 4 were generated using probabilistic genotyping.  All alleles 
deemed possible for any contributor are being reported. With probabilistic genotyping stutter alleles are 
considered as either allelic or stutter during the deconvolution of samples.  This sometimes results in 
stutter peaks being reported as allelic. Per laboratory protocol the Y-STR markers (DYS391, DYS570 and 
DYS576) are not used for interpretation other than to determine if at least one male contributor is 
present. Therefore, for these loci all peaks above the analytical threshold, stutter or allelic, will be 
reported. Laboratory policy allows for analyst discretion, based upon training and experience, in the 
selection of screening tests being performed.

WC6DVB

Item 4 was amplified with GlobalFiler and MiniFiler. Concordant results were obtained.WDVTW7

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

WHQFWL

Authorized in STRs. Not authorized in serology, mito, or YSTRs.WKTC63

Semen Serology and Male Screening only. A team approach was used.WQJKVN

The probabilistic genotyping software, STRmix, was used for DNA interpretation. All potential alleles 
considered during deconvolution have been reported.

WX6QG3

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

XAFDBK

N/A = Not ApplicableXDTD7Q

Authorized in STRs. Not authorized in serology, mito, or YSTRs.XFTM22

Allele 25 at locus D2S1338 for Item 4 is suspected to be a forward stutter. The RFU for the allele is 
considerably lower than all of the called alleles' RFUs.

XLJULU

It should be noted that Amel and the male markers are not included in the STRmix interpretation for 
single source samples or mixtures. Additionally, for mixtures, SE33 and D1S1656 are not included in the 
STRmix interpretation but are included in the CTS report. This may incorporate stutter peaks that would 
have been filtered during conventional analysis.

XXXP4E

NR=No ResultsXY4CEY

Semen testing was performed only to simply identify whether a differential or non-differential extraction 
was required for Items 3 and 4.

YAHRWQ

NR = not reportedYEYXR7

Any labeled peaks seen in samples that are likely due to PCR/STR artifacts were not reported. DYS391 is 
reported as INC for the PowerPlex Fusion System as per laboratory policy.

YKK8NG

The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

YMAHTG
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The answers in this CTS report were reported using probabilistic genotyping. All alleles deemed possible 
for any contributor based on the >99% genotype weightings are being reported. With probabilistic 
genotyping, peaks in stutter position are considered as either allelic or stutter during the deconvolution of 
samples. This sometimes results in true stutter peaks being reported as possible allele(s).

YNQEKF

NR = no resultYTX4MW

The differential extraction of items 3 and 4 refers to the technique we have used to separate any sperm 
cells that may have been present from other cellular material. Given no sperm cells were identified in 
either sample, only the cellular samples have been subjected to DNA analysis.

YYNFLY

A team approach was used. 'n/a' = not applicable, not tested. INC = inconclusive (mtDNA mixtures are 
reported as INC).

Z4RWEJ

NT = Not Tested. NR = No Result.Z9A348

This laboratory does not report the HVII C Stretch in Sanger sequencing data, therefore the range 
303-315 is excluded from all samples in this test. Item 4 is being reported as inconclusive due to an 
observed mtDNA mixture. This laboratory does not interpret mtDNA mixtures.

ZC4XUT

This laboratory does not generate an allele table for the evidence sample results. Therefore, this 
procedure is used only for reporting results for this proficiency test. Evidence results were interpreted 
using a probabilistic genotyping approach. With probabilistic genotyping analysis, peaks in stutter 
position are considered as either allelic or stutter during the deconvolution of samples. This sometimes 
results in true stutter peaks reported as possible alleles, which would not affect the overall interpretation 
of the results. NR = No Result

ZDPBTR

For items interpreted with STRmix, reported alleles represent all alleles imported for STRmix interpretation. 
NR = no result(s) detected.

ZGFZHA

Authorized in STRs; not authorized in YSTRs, serology, or mito.ZJQNGN

The results were reported as inconclusive for Item 4 due to a mixture of more than one contributor. 
[Laboratory] does not make comparisons with inconclusive mtDNA data.

ZKDF8K

NR = No resultZVXT6V

-End of Report-
(Appendix may follow)
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DATA MUST BE SUBMITTED BY May 05, 2025, 11:59 p.m. EDT TO BE INCLUDED IN THE REPORT

Participant Code: U1234A WebCode: PETJBY

The Accreditation Release section can be accessed by using the "Continue to Final Submission" button above. This
information can be entered at any time prior to submitting to CTS.

Scenario:
Police are investigating a domestic assault involving a female victim and male suspect who are currently married. The victim
reported to police that her husband, the suspect, punched her several times and pushed her down the stairs. The suspect
denies hitting the victim, but has been apprehended by police. Police are submitting a stain from the shirt the suspect was
wearing at the time of arrest (Item 3) and a stain from the shirt the victim was wearing at the time of the assault (Item 4).
Also provided are known standards from the female victim (Item 1) and male suspect (Item 2).

Items Submitted (Sample Pack B2):
Item 1: Known blood from the female victim
Item 2: Known blood from the male suspect
Item 3: Questioned stain from suspect's shirt (pink)
Item 4: Questioned stain from victim's shirt (green)
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Part I: SCREENING TESTS

Indicate the results of any screening tests performed on the questioned stains (Items 3 & 4).

Example: Positive Negative Inconclusive Not Tested Test(s) Performed
Blood KM, O-tol, PTMB

Semen PSA

Saliva
Human Origin

Y-Screening (male DNA)
Other Specified Body Fluid

Please indicate the Test(s) Performed on the corresponding line for each type of screening.
Item 3: Positive Negative Inconclusive Not Tested Test(s) Performed

Blood

Semen

Saliva

Human Origin

Y-Screening (male DNA)

Other: 

Item 4: Positive Negative Inconclusive Not Tested Test(s) Performed

Blood

Semen

Saliva

Human Origin

Y-Screening (male DNA)

Other: 

Please use the abbreviations listed in this response key to fill in the Screening Test tables on this tab. This is not an all
inclusive list of tests, and should not be used to determine what tests should be performed.

TESTS NOT ON THIS LIST MAY BE USED FOR SCREENING.

Test Abbreviation Test Abbreviation
Acid Phosphatase AP Alternate Light Source ALS

Kastle Meyer KM Leucomalachite Green LMG
Microscopic Micro Ortho-tolidine O-tol

Phenolphthalein-Tetramethyl benzidine PTMB Prostate Specific Antigen PSA
Rapid Stain Identification RSID Tetramethyl benzidine TMB
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Part II: DNA Results for Known Item 1

Report alleles in numerical order, separated by a comma.
Follow your laboratory procedures for reporting homozygotes (i.e. X,X or X) and null responses.
If your laboratory policy is to indicate minor or weaker alleles, please enclose them within brackets [ ].

STR Amplification Kit(s) Used:
 

Please check all the brands that apply for this item and record only additional kit specific
information in the blank provided (i.e. 16, Plus, Direct, HS, Fusion, etc.).

Identifiler® GlobalFiler™ Investigator® 24plex

PowerPlex® Other

Report the Probabilistic Genotyping Software Used (if applicable): 

Alleles below are sorted in Default order.

ITEM D1S1656 D2S1338 D2S441 D3S1358 D5S818 D6S1043
1

ITEM D7S820 D8S1179 D10S1248 D12S391 D13S317 D16S539
1

ITEM D18S51 D19S433 D21S11 D22S1045 Amelogenin CSF1PO
1

ITEM FGA Penta D Penta E SE33 TH01 TPOX
1

ITEM vWA DYS391 DYS570 DYS576 Y Indel
1
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Part II (continued): DNA Results for Known Item 2

Report alleles in numerical order, separated by a comma.
Follow your laboratory procedures for reporting homozygotes (i.e. X,X or X) and null responses.
If your laboratory policy is to indicate minor or weaker alleles, please enclose them within brackets [ ].

STR Amplification Kit(s) Used:
 

Please check all the brands that apply for this item and record only additional kit specific
information in the blank provided (i.e. 16, Plus, Direct, HS, Fusion, etc.).

Identifiler® GlobalFiler™ Investigator® 24plex

PowerPlex® Other

Report the Probabilistic Genotyping Software Used (if applicable): 

Alleles below are sorted in Default order.

ITEM D1S1656 D2S1338 D2S441 D3S1358 D5S818 D6S1043
2

ITEM D7S820 D8S1179 D10S1248 D12S391 D13S317 D16S539
2

ITEM D18S51 D19S433 D21S11 D22S1045 Amelogenin CSF1PO
2

ITEM FGA Penta D Penta E SE33 TH01 TPOX
2

ITEM vWA DYS391 DYS570 DYS576 Y Indel
2

YSTR Amplification Kit(s) Used:
 

Please check all the brands that apply for this item and record only additional kit specific
information in the blank provided (i.e. Plus, 23, etc.).

YFiler™ PowerPlex® Y Other

Alleles below are sorted in Default order.

ITEM DYF387S1 DYS19 DYS385 DYS389-I DYS389-II DYS390 DYS391 DYS392 DYS393
2

ITEM DYS437 DYS438 DYS439 DYS448 DYS449 DYS456 DYS458 DYS460 DYS481
2

ITEM DYS518 DYS533 DYS549 DYS570 DYS576 DYS627 DYS635 DYS643 Y GATA H4
2
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Part II (continued): DNA Results for Questioned Item 3

Report alleles in numerical order, separated by a comma.
Follow your laboratory procedures for reporting homozygotes (i.e. X,X or X) and null responses.
If your laboratory policy is to indicate minor or weaker alleles, please enclose them within brackets [ ].

STR Amplification Kit(s) Used:
 

Please check all the brands that apply for this item and record only additional kit specific
information in the blank provided (i.e. 16, Plus, Direct, HS, Fusion, etc.).

Identifiler® GlobalFiler™ Investigator® 24plex

PowerPlex® Other

Report the Probabilistic Genotyping Software Used (if applicable): 

Did you perform a differential extraction of Item 3? YES  NO 

Alleles below are sorted in Default order.

ITEM D1S1656 D2S1338 D2S441 D3S1358 D5S818 D6S1043
3

3 e

3 sp

ITEM D7S820 D8S1179 D10S1248 D12S391 D13S317 D16S539
3

3 e

3 sp

ITEM D18S51 D19S433 D21S11 D22S1045 Amelogenin CSF1PO
3

3 e

3 sp

ITEM FGA Penta D Penta E SE33 TH01 TPOX
3

3 e

3 sp

ITEM vWA DYS391 DYS570 DYS576 Y Indel
3

3 e

3 sp

YSTR Amplification Kit(s) Used:
 

Please check all the brands that apply for this item and record only additional kit specific
information in the blank provided (i.e. Plus, 23, etc.).

YFiler™ PowerPlex® Y Other

Did you perform a differential extraction of Item 3? YES  NO 

Alleles below are sorted in Default order.

ITEM DYF387S1 DYS19 DYS385 DYS389-I DYS389-II DYS390 DYS391 DYS392 DYS393
3

3 e

3 sp

ITEM DYS437 DYS438 DYS439 DYS448 DYS449 DYS456 DYS458 DYS460 DYS481
3

3 e

3 sp

ITEM DYS518 DYS533 DYS549 DYS570 DYS576 DYS627 DYS635 DYS643 Y GATA H4
3

3 e

3 sp
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Part II (continued): DNA Results for Questioned Item 4

Report alleles in numerical order, separated by a comma.
Follow your laboratory procedures for reporting homozygotes (i.e. X,X or X) and null responses.
If your laboratory policy is to indicate minor or weaker alleles, please enclose them within brackets [ ].

STR Amplification Kit(s) Used:
 

Please check all the brands that apply for this item and record only additional kit specific
information in the blank provided (i.e. 16, Plus, Direct, HS, Fusion, etc.).

Identifiler® GlobalFiler™ Investigator® 24plex

PowerPlex® Other

Report the Probabilistic Genotyping Software Used (if applicable): 

Did you perform a differential extraction of Item 4? YES  NO 

Alleles below are sorted in Default order.

ITEM D1S1656 D2S1338 D2S441 D3S1358 D5S818 D6S1043
4

4 e

4 sp

ITEM D7S820 D8S1179 D10S1248 D12S391 D13S317 D16S539
4

4 e

4 sp

ITEM D18S51 D19S433 D21S11 D22S1045 Amelogenin CSF1PO
4

4 e

4 sp

ITEM FGA Penta D Penta E SE33 TH01 TPOX
4

4 e

4 sp

ITEM vWA DYS391 DYS570 DYS576 Y Indel
4

4 e

4 sp

YSTR Amplification Kit(s) Used:
 

Please check all the brands that apply for this item and record only additional kit specific
information in the blank provided (i.e. Plus, 23, etc.).

YFiler™ PowerPlex® Y Other

Did you perform a differential extraction of Item 4? YES  NO 

Alleles below are sorted in Default order.

ITEM DYF387S1 DYS19 DYS385 DYS389-I DYS389-II DYS390 DYS391 DYS392 DYS393
4

4 e

4 sp

ITEM DYS437 DYS438 DYS439 DYS448 DYS449 DYS456 DYS458 DYS460 DYS481
4

4 e

4 sp

ITEM DYS518 DYS533 DYS549 DYS570 DYS576 DYS627 DYS635 DYS643 Y GATA H4
4

4 e

4 sp
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Part II (continued): DNA Analysis - Additional DNA

Use this section to report results for loci not currently listed in other sections of the data sheet.
Report alleles in numerical order, separated by a comma.
If your laboratory policy is to indicate minor or weaker alleles, please enclose them within brackets [ ].
Click "Add Row" to show another row of boxes for entry.

Did you perform a differential extraction of Item 3? Yes  No 

Did you perform a differential extraction of Item 4? Yes  No 

Locus Item 1 Item 2 Item 3 Item 3e Item 3sp Item 4 Item 4e Item 4sp
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Part II (continued): DNA Analysis - Mitochondrial DNA

Report the range of bases sequenced for each Item tested in the appropriate box.
List the base pair values and the associated deviations from the standard Anderson sequence in the designated boxes
below each Item number.
Click "Add Row" to show another row of boxes for entry.

HVR I Item 1 Item 2 Item 3 Item 4
Bases Sequenced:

Base Pair - Dev Base Pair - Dev Base Pair - Dev Base Pair - Dev
Deviations:

Deviations:

Deviations:

Deviations:

HVR II Item 1 Item 2 Item 3 Item 4
Bases Sequenced:

Base Pair - Dev Base Pair - Dev Base Pair - Dev Base Pair - Dev
Deviations:

Deviations:

Deviations:

Deviations:



Victim (Item 1)

Item 3 Item 4
Yes
No

Inconclusive
No Interpretation

Suspect (Item 2)

Item 3 Item 4
Yes
No

Inconclusive
No Interpretation
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Part III: DNA INTERPRETATION

Based on results obtained from DNA analysis, could the Victim (Item 1) and/or the Suspect (Item 2) be a contributor to the
questioned stains (Items 3 & 4)?

DNA interpretations not reported; samples analyzed for database purposes only:

Part IV: ADDITIONAL COMMENTS
Use this section to report comments regarding any part of this test.
Written conclusions (including statistical information) for DNA analysis are not required.
Any interpretations based on the results obtained should be indicated in the section above.
Note: Laboratories submitting their results for accreditation are asked to report any additional information that will
assist in the review of their results. This includes an explanation of any deviations from a full completion of the test
and/or unique findings such as elevated stutter.

Note: Please use appropriate punctuation to indicate the end of sentences, sections, and statements in the free-form space below. Extra spacing and returns
used for separation within your text will not transfer and may cause your information to be illegible in the Summary Report. The use of lists and tabular formats
to deliver information is also cautioned against, as these do not transfer.
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RELEASE OF DATA TO ACCREDITATION BODIES

The Accreditation Release is accessed by pressing the "Continue to Final Submission" button online and can be
completed at any time prior to submission to CTS.

CTS submits external proficiency test data directly to ANAB and/or A2LA. Please select one of the following
statements to ensure your data is handled appropriately.

 This participant's data is intended for submission to ANAB and/or A2LA. (Accreditation Release section below must be completed.)
This participant's data is not intended for submission to ANAB and/or A2LA.

Have the laboratory's designated individual complete the following steps
only if your laboratory is accredited in this testing/calibration discipline

by one or more of the following Accreditation Bodies.

Step 1: Provide the applicable Accreditation Certificate Number(s) for your laboratory

ANAB Certificate No.

A2LA Certificate No.

Step 2: Complete the Laboratory Identifying Information in its entirety

Authorized Contact Person and Title

Laboratory Name

Location (City/State)
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